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Abbreviations 
 
 
Media 
BA     Blood Agar 
BcsA    Bacillus cereus selective Agar 
BP     Baird-Parker agar 
DG 18   Dichloran Glycerol agar  
DRBC   Dichloran Rose Bengal Chloramphenicol agar 
ISA    Iron Sulphite Agar 
MPCA   Milk Plate Count agar 
MPN    Most Probable Number 
MRS   de Man, Rogosa and Sharpe agar 
MRS-aB   de Man, Rogosa and Sharpe agar with amphotericin  
MRS-S   de Man, Rogosa and Sharpe agar with sorbic acid 
MYP    Mannitol egg Yolk Polymyxin agar / Mossel agar 
OGYE   Oxytetracycline Glucose Yeast Extract agar 
P     Polymyxin 
PCA    Plate Count Agar  
RPF    Rabbit Plasma Fibrinogen 
SFP    Shahidi Ferguson Perfringens agar base  
TBX    Tryptone Bile X-glucuronide agar 
TGE    Tryptone Glucose Extract agar 
TSA    Trypticase Soy Agar 
TSC    Tryptose Sulphite Cycloserine agar 
VRB    Violet Red Bile agar 
VRBG   Violet Red Bile Glucose agar 
YGC    Yeast extract Glucose Chloramphenicol agar 
 

Organisations 
IDF    International Dairy Federation  
ISO   International Organization for Standardization 
NMKL  Nordic Committee for Food Analyses 
SLV/NFA   Livsmedelsverket/National Food Agency, Sweden 
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General information on results evaluation 
 
Statistical evaluation of the results 
Highly deviating values that did not belong to a strictly normal distribution were 
identified as statistical outliers (Grubbs’ test modified by Kelly (1)). In some cases, 
subjective adjustments were made to set limits, based on knowledge of the mixture’s 
contents. Outliers and false results were not included in the calculations of means and 
standard deviations. Results reported as “>value” were excluded from the evaluation. 
Results reported as “<value” were interpreted as being zero (negative result). All 
reported results are presented in Annex 1. 
 
According to EN ISO/IEC 17043, for which the proficiency testing programme 
organised by the National Food Agency is accredited since early 2012, it is mandatory 
for the participating laboratories to give method information for all analyses for which 
they report results. Method information is sometimes difficult to interpret, e.g. several 
laboratories state a medium that is not mentioned in the standard method. Therefore, in 
the following section, results have been grouped according to the method or the medium 
used to perform the analysis. 
 
Uncertainty of measurement for the assigned values 
The uncertainty of measurement for an assigned value is calculated as the standard 
deviation divided by the square root of the number of correct results (”standard error”). 
The assigned value of evaluated parameters is the mean value of participants results. 
 
Tables and figures legend 
Tables 
n number of laboratory that performed the analysis 
m results mean value in log10 cfu/ml (false results and outliers excluded) 
s results standard deviation 
F number of false positive or false negative results 
< number of low outliers 
> number of high outliers 
 global results for the analysis  
 values discussed in the text 

 

Figures 
Histograms of all analytical results obtained for each mixture are presented. The mean value of 
the analysis results is indicated in each histogram. 
 values within the interval of acceptance (Annex 1) 
 outliers 
 false negative results 
 * values outside of the x-axis scale 
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Results of the PT round April 2015 
 
General outcome 
Samples were sent to 188 laboratories, 45 in Sweden, 125 in other European countries, 
and 18 outside Europe. Results were reported from 187 laboratories; 135 (72 %) 
provided at least one result that received an annotation. In the previous round (April 
2014) with similar analyses, the proportion was 81 %. 

Individual results for each analysis of the PT round are listed in annex 1 and are also 
available on the website after logging in: www2.slv.se/absint . 

Table 1 Mixtures content and % of deviating results (F%: false result, Out: outliers). 
 Mixture A Mixture B Mixture C 

% participants with 
     0 annotation 
     1 annotation 
     2 annotations 
     >2 annotations  

   

Organisms 

Lactobacillus plantarum 
Escherichia coli 
Kluyveromyces marxianus 
Penicillium verrucosum 

Aeromonas hydrophila 
Clostridium perfringens 
Staphylococcus warneri 
Staphylococcus aureus 
Shewanella putrefaciens 

Micrococcus sp. 
Escherichia coli 
Bacillus cereus 
Staphylococcus aureus 

Analysis Target F% Out Target F% Out Target F% Out 

Aerob. microorg. 
30 oC 

L. plantarum 
E. coli 0 3 

A. hydrophila 
S. warneri 
S. aureus 
S. putrefaciens 

0 6 Micrococcus 
S. aureus 

0 3 

Psychrotrophs 
 

L. plantarum 
E. coli  
P. verrucosum 

46 0 

A. hydrophila 
S. warneri 
S. aureus 
S. putrefaciens 

47 0 Micrococcus 
S. aureus 

0 0 

Enterobacteriaceae E. coli 1 5 (A. hydrophila) 43 - E. coli 1 5 

E. coli E. coli 0 6 - 2 - E. coli 3 8 

Presump. B. cereus - 1 - (A. hydrophila) 14 - B. cereus 2 1 

Coagulase- positive 
Staphylococci - 0 - 

(S. warneri) 
S. aureus 7 14 S. aureus 2 4 

Lactic acid bacteria L. plantarum 0 4 - 11 - - 29 - 

C. perfringens - 0 - C. perfringens 3 3 - 3 - 

Anaerob. sulph. red - 0 - C. perfringens 0 1 - 3 - 

Aerobic microorg. 
in fish products, 
20-25 ºC 

L. plantarum 
E. coli 0 0 

A. hydrophila 
S. warneri 
S. aureus 
S. putrefaciens 

0 3 Micrococcus 
S. aureus 

0 19 

H2S producing bact. 
in fish prod. - 0 - S. putrefaciens 3 7 - 0 - 

Yeasts K. marxianus 10 10 - 3 - - 3 - 
Moulds P. verrucosum 4 6 - 2 - - 3 - 

- : no target-organism or no value; (microorganism): false positive  

67% 

22% 

9% 2% 

46% 

33% 

16% 
5% 

67% 26% 

6% 1% 

https://www2.slv.se/absint
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Aerobic microorganisms, 30 °C 
 
Mixture A 
The colonies counted for this analysis were mainly from the strains of Lactobacillus 
plantarum and Esherichia coli present at the highest concentration in mixture A. 

Mixture B 
Aeromonas hydrophila, Shewanella putrefaciens, Staphylococcus warneri and 
Staphylococcus aureus formed the colonies counted for this analysis. 

Mixture C 
The colonies counted for this analysis were mainly from the strains of Micrococcus sp. 
and Staphylococcus aureus present at the highest concentration in mixture C. 
 
Results of aerobic microorganisms analysis  
Medium Mixture A Mixture B Mixture C 

n m s F < > n m s F < > n m s F < > 
Total 175 4.62 0.13 0 2 3 175 4.78 0.13 0 6 4 174 4.82 0.13 0 3 2 
PCA 96 4.62 0.13 0 1 3 96 4.77 0.13 0 3 3 96 4.82 0.12 0 2 2 
Petrifilm™ 36 4.62 0.13 0 1 0 36 4.82 0.13 0 2 1 35 4.83 0.13 0 1 0 
MPCA 20 4.69 0.08 0 0 0 20 4.78 0.11 0 1 0 20 4.84 0.12 0 0 0 
TSA 11 4.57 0.13 0 0 0 11 4.78 0.11 0 0 0 11 4.80 0.17 0 0 0 
TGE 5 4.55 0.15 0 0 0 5 4.70 0.11 0 0 0 5 4.74 0.12 0 0 0 
 
A

 

A

 
B

 

B

 
C

 

C

 
 
There is no differences in results depending on the medium chosen for the analysis. 
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Psychrotrophic microorganisms 
 
Mixture A 
When controlling mixture A, Penicillium verrucosum formed colonies in PCA after 10 
days of incubation at 6.5°C. The colonies were however very small and a magnifying 
glass was used for their enumeration. This can explain part of the false negative results 
reported for the analysis. 

Mixture B 
Microorganisms present in mixture B can grow at temperatures lower than 30°C. In our 
control, after 10 days at 6.5°C colonies were very small and difficult to count without 
magnifier. Most of the laboratories that reported a false negative result performed an 
incubation at 6.5 or 7°C. 

Mixture C 
After 10 days of incubation at 6.5°C, we did not observed any growth in PCA during 
the quality control of mixture C. Similar results were obtained by almost all laboratories 
that used 6.5 or 7°C as temperature of incubation. However, incubation at higher 
temperature can allow the growth of microorganisms present in mixture C. Therefore 
both negative results and counting of cfu should be considered as correct for this 
analysis. This leads to a very high standard deviation for the results. 
 
 
Results of psychrotrophic microorganisms analysis  
T°C Mixture A Mixture B Mixture C 

n m* s F < > n m* s F < > n m* s F < > 
Total 13 3.30 1.38 6 0 0 15 3.08 0.90 7 0 0 12 1.49 2.05 0 0 0 
6.5 - 7 8 4.16 - 4 0 0 10 2.87 - 6 0 0 7 0 - 0 0 0 
21 - 22 5 3.11 - 2 0 0 5 3.14 - 1 0 0 5 3.42 - 0 0 0 
*: median 
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C

 

C

 
 
Because of the low amount of results, median instead of mean values are presented in 
the table. Moreover, no standard deviation was calculated for the results grouped 
according to the incubation temperature used. Almost all laboratories used PCA or 
MPCA as medium but the temperature and time of incubation varied depending on the 
method used. The method NMKL 74:2000 (17°C / 20h + 7°C / 3 days ) has been 
replaced by the method NMKL 86:2013 that prescribes an incubation at 6.5°C / 10 days 
or 17°C / 20h + 7°C / 3 days. There are 3 ISO methods for the enumeration of 
psychrotrophic microorganisms: ISO 17410:2001 with an incubation at 6.5°C / 10 days 
and, ISO 6730:2005 and ISO 8552:2004, both specific for milk, with an incubation at 
6.5°C / 10 days and 21°C / 24h, respectively. This variation reflects the different 
definition that laboratories have of psychrotrophic microorganisms and makes the 
statistical evaluation of the results quite difficult.  
 
 
Enterobacteriaceae and Escherichia coli 
 
Mixture A 
A strain of Escherichia coli was target-organism for these analyses. 

Mixture B 
There was no target-organism for these analyses. However, 64 false positive results 
were reported for the analysis of enterobacteriaceae (out of 150 results). Aeromonas 
hydrophila forms red colonies on VRBG but is oxidase-positive and therefore 
differentiates from enterobacteriaceae that are oxidase negative. 

Mixture C 
A strain of Escherichia coli was target-organism for these analyses. 
 
Results of Enterobacteriaceae analysis  

Medium Mixture A Mixture B Mixture C 
n m s F < > n m s F < > n m s F < > 

Total 150 4.12 0.16 2 5 3 150 - - 64 - - 149 3.02 0.17 2 4 3 
VRBG 113 4.11 0.17 1 4 3 112 - - 36 - - 113 3.00 0.16 1 3 2 
Petrifilm™ Entero 33 4.18 0.11 0 1 0 33 - - 26 - - 32 3.11 0.16 0 1 0 
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C 

 

C 

 
 
Most of the laboratories used VRBG plates or Petrifilm™ Enterobacteriaceae as medium 
and similar average values were obtained, both for mixture A and C. 
For mixture B, 79% of the laboratories that used Petrifilm™ and 32 % of those that used 
VRBG reported a false positive results. However,  the false positive results are linked to 
the absence of confirmation step which occurs more often when Petrifilm™ is chosen.  
 
 
Results of E.coli analysis  

Medium/method Mixture A Mixture B Mixture C 
n m s F < > n m s F < > n m s F < > 

Total 125 4.14 0.18 0 7 0 124 - - 0 - - 126 3.09 0.18 4 7 3 
Petrifilm™ EC/CC 24 4.22 0.12 0 0 0 24 - - 1 - - 23 3.10 0.11 1 0 0 
Petrifilm™ SEC 24 4.19 0.12 0 1 0 22 - - 0 - - 24 3.12 0.09 3 1 0 
TSA/VRB 23 4.18 0.12 0 1 0 22 - - 0 - - 23 3.14 0.09 0 0 0 
VRB 13 4.18 0.15 0 2 0 13 - - 1 - - 13 3.06 0.20 0 1 0 
TBX 13 4.04 0.17 0 0 0 13 - - 0 - - 13 2.93 0.13 0 2 0 
MPN-method 11 4.05 0.18 0 2 0 11 - - 0 - - 11 3.26 0.26 0 1 2 
 
 
A 

 
 

A 

 

C 

 

C 

 
 
The same strain of E. coli was target-organism in mixture A and C. Results are 
distributed similarly in both cases, with a tail of lower values that is not possible to link 
to the use of any method or medium. 
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Presumptive Bacillus cereus 

Mixture A 
There was no target-organism for this analysis in mixture A. 

Mixture B 
There was no target-organism for this analysis. On blood agar, some atypical colonies 
were surrounded by a haemolytic zone and on Bcsa, Aeromonas hydrophila formed 
light blue colonies without precipitation zone. 10 of the laboratories that reported a false 
positive result used only BA or BA-P when performing the analysis. 

Mixture C 
Mixture C contained a typical strain belonging to the Bacillus cereus group and similar 
average values were obtained independently of the media used 
 
Results of presumptive B. cereus analysis  
Medium Mixture A Mixture B Mixture C 

n m s F < > n m s F < > n m s F < > 
Total 123 - - 1 - - 124 - - 17 - - 126 3.52 0.23 3 0 1 
BA + BcsA-P 25 - - 0 - - 25 - - 1 - - 26 3.52 0.20 0 0 0 
BA + MYP 20 - - 0 - - 20 - - 1 - - 20 3.56 0.14 0 0 0 
BA 16 - - 0 - - 16 - - 3 - - 17 3.48 0.19 2 0 0 
MYP 13 - - 0 - - 13 - - 1 - - 13 3.50 0.25 1 0 0 
Chromogenic 12 - - 1 - - 12 - - 0 - - 12 3.58 0.27 0 0 0 
BA-P 9 - - 0 - - 9 - - 7 - - 9 3.61 0.29 0 0 0 
BA + BcsA 8 - - 0 - - 9 - - 3 - - 9 3.55 0.12 0 0 1 
 
 
C 

 

C 

 
 
 
 
Coagulase-positive Staphylococci 

Mixture A 
There was no target-organism for this analysis in mixture A. 

Mixture B 
Strains of Staphylococcus warneri and Staphylococcus aureus were included in mixture 
B. Only the latter was target-organism for this analysis. On BP-agar with RPF (Rabbit 
plasma fibrinogen), colonies of S. warneri were atypical, without precipitation zone. On 
BP-agar, they were smaller than those of S. aureus and negative when further tested for 
coagulase activity.  

Mixture C 
A strain of Staphylococcus aureus was target-organism for this analysis. 
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Results of coagulase-positive Staphylococci analysis  
Medium Mixture A Mixture B Mixture C 

n m s F < > n m s F < > n m s F < > 
Total 113 - - 0 - - 111 4.11 0.16 8 1 15 112 4.62 0.10 2 4 0 
BP 68 - - 0 - - 66 4.10 0.19 6 0 12 67 4.63 0.09 2 4 0 
BP + RPF 24 - - 0 - - 24 4.14 0.11 1 1 0 24 4.64 0.09 0 0 0 
Petrifilm™ Staph 18 - - 0 - - 18 4.07 0.08 1 0 1 18 4.53 0.10 0 0 0 
 
B 

 

B 

 
C 

 

C 

 
 
Almost all high outliers results of mixture B are linked to the use of BP-agar. On this 
medium, the coagulase reaction is not tested and colonies of S. warneri can be 
misjudged as coagulase-positive staphylococci. However, laboratories that used BP-agar 
reported that they performed a confirmation step, which suggests that only S. aureus 
colonies were confirmed and/or that the confirmation test failed. 
Results obtained with Petrifilm™ were slightly lower than the total average (although 
not significantly). In this case, colonies were counted after 1 day of incubation instead 
of 2 days when using traditional plates. This could lead to smaller colonies, increasing 
the difficulty of enumeration and resulting in a lower amount of counted colonies. 
 
 
Lactic acid bacteria 

Mixture A 
A strain of Lactobacillus plantarum was target-organism for this analysis. 

Mixture B 
There was no target-organism for this analysis in mixture B but 7 laboratories reported a 
false positive result. Both Staphylococcus warneri and Staphylococcus aureus can form 
small colonies on MRS and pinpoint colonies on MRS-aB. 

Mixture C 
There was no target-organism for this analysis; however, 19 of the 66 laboratories that 
performed the analysis reported the presence of lactic acid bacteria in mixture C. 
Staphylococcus aureus can form small colonies on MRS and pinpoint colonies on 
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MRS-aB. Lactic acid bacteria grow well on MRS-aB, forming white or grey colonies 
with a diameter of 1.5 ±0.5 mm after 5 days of incubation at 25° C in anaerobiosis. 
Moreover S. aureus is catalase positive while lactic acid bacteria are catalase negative. 
 
 
Results of lactic acid bacteria analysis  
Medium Mixture A Mixture B Mixture C 

n m s F < > n m s F < > n m s F < > 
Total 67 4.41 0.11 0 1 2 66 - - 7 - - 66 - - 19 - - 
MRS 42 4.43 0.10 0 1 1 42 - - 5 - - 42 - - 12 - - 
MRS-aB 10 4.38 0.13 0 0 1 9 - - 1 - - 9 - - 5 - - 
MRS-S 8 4.36 0.12 0 0 0 8 - - 1 - - 8 - - 1 - - 
Rogosa 6 4.46 0.04 0 0 0 6 - - 0 - - 6 - - 0 - - 

 
A 

 

A 

 
 
The enumeration of L. plantarum in mixture A did not cause any difficulties and all 
media gave similar results. 
For the analysis of mixture B and mixture C, false positive results are linked to the use 
of MRS and MRS-aB which are the media recommended in the method ISO 
15214:1998 and NMKL 140.2007, respectively. This suggests that these media might 
be less selective than MRS-S and Rogosa, and allow the growth of the microorganisms 
present in the mixtures. 
 
 
C. perfringens and anaerobic sulphite-reducing bacteria 

Mixture A 
There was no target-organism for these analyses in mixture A. 

Mixture B 
A strain of Clostridium perfringens was target-organism for both analyses. 

Mixture C 
There was no target-organism for these analyses in mixture C. 
 
Results of C. perfringens analysis 
Method Mixture A Mixture B Mixture C 

n m s F < > n m s F < > n m s F < > 
Total 67 - - 0 - - 68 3.06 0.26 2 1 1 68 - - 2 - - 
NMKL 95:2009 43 - - 0 - - 44 3.09 0.26 0 1 1 43 - - 1 - - 
ISO 7937:2004 13 - - 0 - - 13 2.95 0.22 0 0 0 14 - - 0 - - 

 
 
 

0

10

20

30

40

2 2,5 3 3,5 4 4,5 5 5,5 6
log

10
 CFU per ml

4.4
↓

N
o  o

f r
es

ul
ts

0

10

20

30

40

2 2,5 3 3,5 4 4,5 5 5,5 6

MRS
MRS-aB
MRS-S
Rogosa

log
10

 CFU per ml

N
o  o

f r
es

ul
ts



PT Microbiology - Food April 2015              13 

 
 
B 

 

B 

 
 
 
Results of anaerobic sulphite-reducing bacteria analysis 
Medium Mixture A Mixture B Mixture C 

n m s F < > n m s F < > n m s F < > 
Total 70 - - 0 - - 71 3.06 0.25 0 1 0 71 - - 1 - - 
ISA 33 - - 0 - - 34 2.96 0.28 0 1 0 34 - - 1 - - 
TSC 15 - - 0 - - 15 3.10 0.20 0 0 0 15 - - 0 - - 
SFP 12 - - 0 - - 13 3.26 0.11 0 0 0 30 - - 0 - - 

 
B 

 

B 

 
 
These analyses did not cause any difficulties and results for mixture B are 
approximately the same regardless of the method used. For the analysis of C. 
perfringens, almost all laboratories used TSC medium, and the method NMKL 95:2009 
or EN ISO 7937:2004. The first method describes an incubation at 37 °C for 24h, while 
the second at 35 or 37 °C for 20h. 
For the analysis of anaerobic sulphite-reducing bacteria, slightly higher results were 
obtained with the use of SFP. It has been shown that SFP agar is less selective than TSC 
agar but also allows a slightly higher rate of recovery of C. perfringens than TSC (2). 
Moreover, at NFA, we have noticed that the strain of C. perfringens present in mixture 
B had a lower recovery on TSC agar with a pH higher than 7.6.  
However, both methods NMKL 56:2008 and ISO 15213:2003 for the analysis of 
anaerobic sulphite-reducing bacteria in food prescribe the use of ISA and not TSC or 
SFP which are dedicated to the analysis of C. perfringens. 
Last, it should be noted that the method NMKL 56 has been revised and is now called 
”Sulphite-reducing clostridia. Determination in food”. This 5th edition of the method 
describes the determination of the number of anaerobic sulphite-reducing bacteria, as 
previously, but includes also the possible determination of sulphite-reducing clostridia  
by further confirmation. 
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Aerobic microorganisms and H2S producing bacteria in fish  

Mixture A 
As for the analysis of aerobic microorganisms at 30 °C, colonies counted here were 
from the strains of Lactobacillus plantarum and Esherichia coli. The mixture did not 
contain any H2S producing bacteria. 

Mixture B 
Colonies of Aeromonas hydrophila, Shewanella putrefaciens, Staphylococcus warneri 
and Staphylococcus aureus formed the colonies counted for the analysis of aerobic 
microorganisms. Only the strain of Shewanella putrefaciens, which form black colonies 
on iron agar, was target-organism for the analysis of H2S producing bacteria. 

Mixture C 
For the analysis of aerobic microorganisms, colonies counted were mainly from the 
strains of Micrococcus spp. and Staphylococcus aureus. The mixture did not contain 
any H2S producing bacteria. 
 
Results of aerobic microorganisms in fish products analysis 

Method Mixture A Mixture B Mixture C 
n m s F < > n m s F < > n m s F < > 

Total 31 4.46 0.23 0 0 0 31 4.15 0.33 0 1 0 31 4.75 0.11 0 5 1 
NMKL 184:2006 24 4.43 0.19 0 0 0 24 4.11 0.31 0 0 0 24 4.77 0.10 0 4 0 
NMKL 86:2013 4 4.62* - 0 0 0 4 4.71* - 0 1 0 4 4.58* - 0 0 1 
NMKL 96:2003 2 4.46* - 0 0 0 3 4.15* - 0 0 0 3 4.74* - 0 1 0 

* median 
A 

 

A 

 
B 

 

B 
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Results of H2S producing bacteria in fish products analysis 
Method Mixture A Mixture B Mixture C 

n m s F < > n m s F < > n m s F < > 
Total 29 - - 0 - - 30 3.62 0.18 1 2 0 29 - - 0 - - 
NMKL 184:2006 25 - - 0 - - 26 3.62 0.17 1 2 0 25 - - 0 - - 
NMKL 96:2003 3 - - 0 - - 3 3.71* - 0 0 0 3 - - 0 - - 

* median 
 
B 

 

B 

 
 
Most of the laboratories that performed both analyses used iron agar and the method 
NMKL 184:2006 “Aerobic count and specific spoilage organisms in fish and fish 
products”. The method NMKL 96 describes the analyses of coliform bacteria, 
thermotolerant coliform bacteria and E. coli by MPN methods for fresh and frozen 
seafood while the method NMKL 86 describes the determination of aerobic 
microorganisms in foods. These two methods are not adapted to the analyses performed 
here. 
 
 
Yeasts and moulds 

Mixture A 
Mixture A contained a strain of Kluyveromyces marxianus that was target-organism for 
the analysis of yeasts. Out of 147 laboratories that performed the analysis, 15 reported 
an absence of yeast in the mixture and 13 reported a result that was identified as high 
outlier. The false negative results could be explained by the low concentration of yeast 
in mixture A (1.89 log10 cfu ml-1 in our quality control). A strain of Penicillium 
verrucosum was target-organism for the analysis of moulds. 

Mixture B 
Mixture B contained neither yeast nor mould. 

Mixture C 
Mixture C contained neither yeast nor mould. 
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Results of yeasts analysis 
Medium Mixture A Mixture B Mixture C 

n m s F < > n m s F < > n m s F < > 
Total 147 1.53 0.25 15 2 13 142 - - 4 - - 143 - - 5 - - 
YGC 45 1.60 0.22 7 0 3 45 - - 1 - - 45 - - 0 - - 
DG18/DRBC 24 1.51 0.23 1 0 2 22 - - 0 - - 23 - - 0 - - 
DG18 20 1.36 0.29 3 1 0 19 - - 0 - - 19 - - 0 - - 
DRBC 14 1.50 0.18 0 1 1 14 - - 0 - - 13 - - 1 - - 
Petrifilm™ 14 1.70 0.25 1 0 5 12 - - 2 - - 12 - - 1 - - 
OGYE 9 1.60 0.15 1 0 1 9 - - 1 - - 9 - - 1 - - 

 
A 

 
 

A 

 

 
Results of moulds analysis 
Medium Mixture A Mixture B Mixture C 

n m s F < > n m s F < > n m s F < > 
Total 147 2.85 0.13 6 6 3 142 - - 3 - - 142 - - 4 - - 
YGC 42 2.80 0.14 2 0 0 42 - - 1 - - 42 - - 1 - - 
DG18/DRBC 26 2.85 0.11 0 0 0 24 - - 0 - - 25 - - 0 - - 
DG18 20 2.86 0.11 0 0 1 19 - - 1 - - 19 - - 1 - - 
DRBC 13 2.85 0.16 0 2 0 13 - - 0 - - 13 - - 0 - - 
Petrifilm™ 15 2.92 0.13 2 1 0 13 - - 0 - - 13 - - 1 - - 
OGYE 9 2.84 0.10 0 0 0 9 - - 0 - - 9 - - 0 - - 

 
A 

 

A 

 
 
Most of the laboratories performed yeast and mould analyses according to the methods 
NMKL 98:2005 and ISO 21527:2008 which describes the use of DRBC, DG18 and/or 
OGYE, or according to the method ISO 6811:2004 / IDF:94:2004 which describes the 
use of YGC or OGYE. 
The analysis of moulds did not cause any difficulties and results are very similar 
regardless of the medium used. 
For the analysis of yeast, the false negative results reported for mixture A are mainly 
linked to the use of YGC and DG18. During our quality control we observed that 
colonies of K. marxianius were bigger and easier to count on DRBC than on DG18. We 
did not perform the analysis on YGC. There is no link between the high outliers results 
and the medium/method used for the analysis of yeast for mixture A.  
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Outcome of the results of individual laboratory - assessment 
 
In order to allow comparison of the results from different analyses and mixtures, all the 
results of the analyses were transformed into standard values (z-scores). For quantitative 
analyses, a z-score is either positive or negative, depending on whether the individual 
result is higher or lower than the mean value calculated from all laboratory results for 
each analysis. For qualitative analyses, a z-score of zero is attributed for a correct 
answer. The z-scores obtained, which are listed in Annex 2, can be used as a tool by 
laboratories when following up on the results. 

All the results from each laboratory – outliers included and false results excluded – were 
compiled into a box plot based on their z-scores. The smaller and more centred round 
zero the box of a laboratory is, the closer its results are to the general mean values 
calculated for all laboratory results. 

The laboratories were not grouped or ranked based on their results. However, for each 
laboratory, the numbers of false results and outliers are presented below the box plots. 
These results are also highlighted in Annex 1, where all the reported results are listed, 
and the minimum and maximum accepted values for each analysis are stated. 

Information on the results processing and recommendations for follow-up work are 
given in the Scheme Protocol (3). Samples for follow-up can be ordered, free of charge 
via our website: www.livsmedelsverket.se/en/PT-extra 

 
 

Box plots and numbers of deviating results for each laboratory 
- The plots are based on the laboratory results from all analyses transformed into z-

scores calculated according to the formula: z = (x-m)/s, where x is the result of the 
individual laboratory, m is the mean of the results of all participating laboratories, 
and s is the standard deviation. 

- Correct results for quantitative analyses without target organism and for qualitative 
analyses generate a z-value of 0. 

- The laboratory median value is illustrated by a horizontal red line in the box.  
- The box includes 50 % of a laboratory’s results (25 % of the results above the 

median and 25 % of the results below the median). The remaining 50 % are 
illustrated by lines and circles outside the box. 

- Very deviating results are represented by circles and are calculated as follow: the 
lowest result in the box − 1.5 × (the highest result in the box − the lowest result in 
the box) or the highest result in the box + 1.5 × (the highest result in the box − the 
lowest result in the box). z-scores higher than +4 and less than −4 are positioned at 
+4 and −4, respectively, in the plot. 

- The background is divided by lines and shaded fields to indicate ranges in order to 
simplify location of laboratory results. 

http://www.livsmedelsverket.se/en/PT-extra
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Test material and quality control 
 

Test material 
Each laboratory received three freeze-dried microbial mixtures designated A-C. The 
manufactured test material was freeze-dried in portions of 0.5 ml in vials, as described 
by Peterz and Steneryd (4). Before analysing the samples, the contents of each vial had 
to be dissolved in 254 ml of diluent. The organisms present in the mixtures are listed in 
Table 2. 

 
Table 2. Microorganisms present in mixture A-C supplied to participants 

Mixture 1 Microorganism Strain no. 

A Lactobacillus plantarum SLV-445 
 Escherichia coli SLV-524 
 Kluyveromyces marxianus SLV-439 
 Penicillium verrucosum SLV-526 

B Aeromonas hydrophila SLV-454 
 Clostridium perfringens SLV-442 
 Staphylococcus warneri SLV-565 
 Staphylococcus aureus SLV-350  
 Shewanella putrefaciens SLV-520 

C Micrococcus sp. SLV-055 
 Escherichia coli SLV-524 
 Bacillus cereus SLV-518 
 Staphylococcus aureus SLV-280 
1The links between the mixtures and the randomised sample numbers are shown in annex 1  
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Quality control of the mixtures 
It is essential to have aliquots of homogeneous mixture and equal volume in all vials in 
order to allow comparison of all freeze-dried samples from one mixture. Quality control 
is performed on 10 randomly chosen vials in conjunction with manufacturing of the 
mixtures or on 5 vials if an “old” mixture was used and the last quality control was 
performed more than 6 months ago. Homogeneity of a mixture is approved if, for each 
analysis, the values obtained for the test of reproducibility (T) and the test “Index of 
dispersion” between vials (I2) do not exceed simultaneously 2.6  and 2.0, respectively. 
 
Table 3. Concentration mean (m) and standard deviation (s) from the quality control of 
the mixtures, expressed in log10 cfu (colony forming units) per ml of sample. 

Analysis and method 
A B C 

m s m s m s 
Aerobic microorganisms, 30 ºC  
           NMKL method no. 86 

4.87 0.12 4.79 0.07 4.88 0.03 

Psychrotrophic microorganisms 
         NMKL method no. 86 2.95 0.06 3.19 0.09 – – 

Enterobacteriaceae 
         NMKL method no. 144 4.33 0.04 – – 3.15 0.04 

Escherichia coli 
         NMKL method no. 125 

4.34 0.04 – – 3.25 0.04 

Presumptive Bacillus cereus 

         NMKL method no. 67 
– – – – 3.54 0.10 

Coagulase-positive staphylococci 

         NMKL method no. 66 
– – 4.21 0.04 4.70 0.06 

Lactic acid bacteria 

         NMKL method no. 140 
4.54 0.09 – – – – 

Clostridium perfringens 

         NMKL method no. 95 – – 3.10 0.04 – – 

Anaerobic sulphite-reducing bacteria 

         NMKL method no. 56 
– – 3.11 0.06 – – 

Aerobic microorganisms in fish products 
         NMKL method no. 184, IA 

4.77 0.06 4.62 0.05 4.91 0.04 

H2S-producing bacteria in fish products 
         NMKL method no 184, IA 

– – 4.05 0.09 – – 

Yeasts 

         NMKL method no. 98, DG18 
1.89 0.16 – – – – 

Moulds 

           NMKL method no. 98, DG18 
3.05 0.05 – – – – 

 
–  No target-organism 
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Lab 
no.

Lab no

A B C A B C A B C A B C A B C A B C A B C A B C A B C A B C A B C A B C A B C A B C
1149 1 3 2 4.62 4.85 4.8 - - - 4.04 1.3 3.08 4.4 <1 3 <1 3.3 3.9 <2 4.04 4.74 - - - - - - - - - - - - - - - 2.6 <1 <1 3.08 <1 <1 1149
1237 3 1 2 4.64 4.83 4.69 <1 <1 <1 4.02 <1 3.04 3.99 <1 3.15 <1 <1 3.32 - - - 5.34 <1 <1 <1 3.15 <1 <1 1.98 <1 - - - - - - 1.26 <1 <1 3.01 <1 <1 1237
1594 1 3 2 4.63 4.83 4.86 - - - 4.11 <1 2.84 4.23 <1 3.2 <1 <1 3.85 <2 4.11 4.51 - - - - - - <1 3.32 <1 - - - <2 3.52 <2 1.56 <1 <1 2.95 <1 <1 1594
1970 2 1 3 4.59 4.8 4.83 <1 <1 <1 4.15 <1 3.08 4.14 <1 3.11 <1 <1 3.79 <2 4.11 4.65 4.42 <2 <2 <1 3.18 <1 <1 3.18 <1 4.46 4.79 4.73 <2 3.63 <2 1.2 <1 <1 2.81 <1 <1 1970
2035 1 3 2 - - - - - - 4.1 <1 2.9 4.4 <1 3.2 - - - - - - - - - <1 3 <1 <1 3 <1 - - - - - - 1.3 <1 <1 2.8 <1 <1 2035
2058 2 1 3 4.51 4.61 4.68 - - - - - - 4.03 <1 3 <1 3.04 3.74 - - - - - - <1 3.03 <1 - - - - - - - - - - - - - - - 2058
2072 2 3 1 4.66 4.81 4.73 4.65 4.79 4.66 4.04 1.6 2.92 3.99 <1 3 <1 <1 3.54 <1 4.59 4.57 4.43 <1 <1 <1 2.72 <1 <1 2.72 <1 - - - - - - 1.57 <1 <1 2.23 <1 <1 2072
2324 2 1 3 4.61 4.82 4.89 - - - 3.98 2.08 2.96 3.71 0 2.6 0 0 3.73 0 0 4.14 4.6 4.75 4.71 - - - - - - - - - - - - 1.51 0 0 2.86 0 0 2324
2344 2 1 3 4.64 4.68 4.95 2.92 0 - 4.14 0 2.91 3.74 0 1.65 0 0 3.45 0 4.88 4.59 4.43 0 - 0 3.17 0 0 3.14 0 - - - - - - 1.47 0 0 2.9 0 0 2344
2386 1 2 3 4.73 5 4.9 - - - - - - - - - <2 <2 3.46 <2 4.11 4.76 - - - - - - <1 3.14 <1 - - - - - - 1.3 <1 <1 2.49 <1 <1 2386
2402 3 2 1 4.64 4.88 - - - - 4.04 2.04 - 4.13 <1 - - - - - - - - - - - - - - - - - - - - - - 0.3 <2 - 1.79 <2 - 2402
2458 3 2 1 4.63 4.62 4.79 - - - 4.11 0 3.08 4 0 2.74 - - 3.36 0 4.08 4.6 - - 4.48 - - 0 - - 0 - - - - - - 0 - 0 2.67 - 0 2458
2459 3 2 1 4.7 4.76 4.72 - - - - - - 4.45 <1 3.3 <1 <1 3.66 <1 3.94 4.6 - - - - - - - - - - - - - - - >4,0 >4,0 3.88 3.4 3.76 3.4 2459
2637 2 3 1 4.65 4.79 4.88 - - - 4.23 <1 3.04 4.32 <1 3.11 <1 <1 3.49 <1 4.18 4.51 4.32 <1 <1 <1 3.43 <1 <1 3.2 <1 - - - - - - 1.6 <1 <1 2.74 <1 <1 2637
2642 3 2 1 4.6 4.79 4.89 <1 3.18 3.41 4.2 3.11 3.11 4.23 <1 3.11 - - - <1 4 4.56 - - - - - - - - - - - - - - - 1.69 <1 <1 2.11 <1 <1 2642
2670 3 1 2 4.46 4.43 4.63 - - - - - - 4.04 0 3.66 - - - 0 3.73 0 - - - - - - - - - - - - - - - - - - - - - 2670
2704 1 3 2 4.52 4.89 4.86 - - - 4.43 2 3.1 4.2 <1 3.04 <1 3.78 3.6 <2 4.26 4.7 - - - - - - - - - 4.71 4.27 4.85 <2 3.74 <2 - - - - - - 2704
2720 1 2 3 4.66 4.76 4.83 - - - 4.05 2.72 3 - - - - - - - - - - - - - - - - - - - - - - - - 1.81 <1 <1 2.8 <1 <1 2720
2745 2 3 1 4.49 4.73 4.84 - - - 4.15 <1 3.3 4.18 <1 3.18 <1 <1 3.75 <2 4.28 4.77 - - - <1 3.26 <1 - - - - - - - - - - - - - - - 2745
2764 1 3 2 4.38 4.73 4.49 - - - 3.98 2.04 3.11 - - - <1 <1 3.59 - - - 4.4 <2 <2 - - - <1 3.32 <1 - - - - - - 0.9 <0 <0 2.98 <0 <0 2764
2842 2 1 3 4.67 4.83 4.79 - - - 4 2.74 2.97 4.04 <1 3.18 <2 <2 3.68 <1 3.95 4.4 4.28 <1 <1 <1 2.66 <1 <1 3.04 <1 - - - - - - - - - - - - 2842
2920 3 2 1 4.79 4.87 4.93 - - - 4.2 0 2.94 4.18 0 2.92 - - - - - - - - - - - - 0 3.07 0 - - - - - - - - - - - - 2920
2941 1 3 2 4.76 2.24 4.76 - - - 4.03 1.15 2.98 4.1 0 3.1 0 0 3.46 0 0 4.62 4.39 0 0 - - - 0 2.89 0 - - - - - - 0 0 0 3 0 0 2941
3055 1 2 3 4.53 4.63 4.95 - - - 4.3 <1 3.04 - - - <1 3.08 4.27 - - - - - - - - - - - - - - - - - - 1.81 <1 <1 2.98 <1 <1 3055
3126 2 1 3 4.51 4.81 4.65 - - - - - - 4.44 <1 3.16 - - - <2 4.08 4.58 - - - - - - - - - - - - - - - - - - - - - 3126
3159 2 1 3 4.71 4.84 4.85 - - - 4 2.26 3.08 4.26 <1 3.2 - - - <1 4.11 4.62 - - - - - - - - - 4.51 4.26 4.77 <1 3.51 <1 - - - - - - 3159
3225 3 1 2 4.35 4.67 4.65 - - - 4.06 <1 3.12 - - - <1 2.9 3.37 - - - - - - - - - - - - - - - - - - 1.48 <1 <1 2.66 <1 <1 3225
3243 3 1 2 4.88 4.84 4.86 - - - 4.19 <1 2.98 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 3243
3305 2 3 1 4.76 4.82 4.82 - - - 4.51 <1 3.04 4.18 <1 3.18 <1 <1 3.54 <2 3.3 4.6 4.08 4.58 4.15 <1 3.59 <1 <1 3.45 <1 4.7 4.59 4.95 <2 3.32 <2 1.11 <1 <1 2.89 <1 <1 3305
3457 3 2 1 - - - - - - 3.98 <1 2.93 - - - - - - <2 4.12 4.63 4.3 <2 <2 <1 3.15 <1 - - - 4.5 4.21 4.85 <2 3.64 <2 1.3 0 0 2.8 0 0 3457
3533 2 3 1 4.66 4.9 4.9 - - - - - - 4.38 <1 3.04 - - - - - - - - - - - - - - - - - - - - - - - - - - - 3533
3543 3 2 1 4.74 4.95 4.89 - - - 4.08 1 3.04 - - - <1 <1 3.53 <1 4.73 4.74 - - - - - - <1 2.98 <1 - - - - - - 1.83 <1 <1 - - - 3543
3587 3 2 1 4.65 4.79 4.83 - - - 4.26 <1 2.95 4.23 <1 3.08 <1 <1 3.46 - - - - - - - - - <1 3.15 <1 - - - - - - 1.3 0 0 2.95 0 0 3587
3626 1 2 3 4.6 4.85 4.79 - - - 4.17 <1 3.15 4.41 <1 3.21 <1 <1 3.58 <2 4.13 4.62 - - - <1 3.1 <1 - - - - - - - - - - - - - - - 3626
3831 2 3 1 4.56 4.47 4.61 - - - - - - 4.13 0 3.02 - - - - - - 4.22 0 0 - - - - - - - - - - - - 1.59 0 0 2.78 0 0 3831
3868 2 1 3 4.72 4.74 4.9 - - - 4.26 <1 3.13 4.28 <1 3.2 <1 <1 3.57 <1 4.08 4.7 4.3 <2 <2 <1 3.23 <1 <1 3.28 <1 4.28 3.72 3.72 <2 3.72 <2 1.3 0 0 2.9 0 0 3868
3925 3 2 1 4.51 4.91 4.93 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 3925
4047 3 2 1 4.51 4.65 4.58 - - - 4.1 1.78 3.06 4.15 <1 3.12 <1 <1 3.53 <1 <1 4.51 - - - - - - - - - - - - - - - 1.45 <1 <1 2.83 <1 <1 4047
4050 2 1 3 4.58 4.63 4.75 - - - 4.12 <1 2.84 - - - <1 <1 3.63 - - - 4.47 <1 <1 - - - - - - - - - - - - 1.92 <1 <1 2.93 <1 <1 4050
4064 3 2 1 4.66 4.7 4.79 - - - 5.11 2.2 3.07 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 4064
4100 3 2 1 4.59 4.82 4.85 - - - 3.66 <1 2.73 3.78 <1 2.78 <1 <1 3.64 <1 4 4.54 4.38 <1 <1 - - - <1 3.2 <1 4.46 4.05 4.7 <1 2.77 <1 1.43 <1 <1 2.66 <1 <1 4100
4171 3 2 1 4.73 4.79 4.88 - - - 4.15 2.7 3.08 3.9 <0,60 3 <1 <1 3.7 - - - 4.42 <2 <2 - - - <1 3.2 <1 - - - - - - <1 <1 <1 2.98 <1 <1 4171
4246 3 2 1 4.43 4.63 4.77 - - - 4.06 2.38 3.01 3.99 <1 3.02 - - - <2 4.06 3.3 4.27 <2 2.95 - - - - - - - - - - - - - - - - - - 4246
4266 2 1 3 4.66 4.85 4.89 - - - 4.19 2.41 3.12 4.14 <1 3.07 - - - <2 4.06 4.52 - - - - - - - - - - - - - - - 1.85 <1 <1 2.83 <1 <1 4266
4278 1 3 2 2.42 2.66 2.63 - - - 4.04 2.18 2.93 - - - < < 3.22 - - - - - - - - - - - - - - - - - - 1.44 < < 2.49 < < 4278
4288 3 2 1 4.65 4.75 4.76 - - - 4.03 <1 2.86 4.06 <1 <1 <1 <1 3.54 <2 3.95 4.57 - - - <1 3.19 <1 <1 3.19 <1 - - - - - - 1.48 <1 <1 2.88 <1 <1 4288
4305 1 2 3 4.52 4.68 4.86 - - - 4.07 <1 3.01 - - - <1 <1 3 <2 <2 4.3 - - - - - - <1 2.26 <1 - - - - - - 1 <1 <1 2.64 <1 <1 4305
4339 1 2 3 4.58 4.58 4.89 - - - 4.23 <1 3.09 4.28 <1 3.3 <1 <1 3.67 <2 3.85 4.72 4.52 <2 <2 <1 2.99 <1 <1 3.02 <1 4.52 4.17 4.89 <2 3.81 <2 1.74 <1 <1 3.01 <1 <1 4339

m 4.619 4.784 4.821 3.283 3.328 1.890 4.122 0 3.023 4.142 0 3.093 0 0 3.518 0 4.107 4.615 4.414 0 0 0 3.062 0 0 3.064 0 4.464 4.147 4.754 0 3.615 0 1.533 0 0 2.849 0 0 m
s 0.129 0.129 0.126 1.379 0.899 2.048 0.162 0 0.168 0.175 0 0.175 0 0 0.232 0 0.158 0.102 0.111 0 0 0 0.257 0 0 0.252 0 0.227 0.333 0.106 0 0.179 0 0.246 0 0 0.134 0 0 s
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Annex 1       Results of the participating laboratories  -  April 2015 
All results are expressed in log10  cfu per ml sample.  
Results reported as "<value" have been regarded as zero (negative). 
Results reported as " > value"  are exluded of the calculations.  
A dash in the table indicates that the analysis was not performed. 
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4352 2 1 3 4.45 5.15 4.85 - - - 4.2 1.48 3.11 4.11 <1 3.11 <2 <2 3.52 <2 4.08 4.6 4.4 <2 <2 <1 3.04 <1 <1 2.7 <1 4.26 4.2 4.85 <2 3.4 <2 1.3 <1 <1 2.91 <1 <1 4352
4400 3 1 2 4.95 4.84 4.92 - - - 4 2 3.14 - - - - - - - - - - - - - - - - - - - - - - - - 3 <1 <1 <1 <1 <1 m
4562 2 3 1 4.52 4.81 4.66 - - - 4 <1 2.94 4.30 <1 3 <1 <1 3 <1 4 5 5 <1 <1 <1 3.11 <1 <1 3.11 <1 - - - - - - 2 <1 <1 2.96 <1 <1 s
4564 3 1 2 - - - - - - 4.04 2 2.6 3.3 <3 2.95 <2 <2 3.46 - - - - - - <1 <1 <1 - - - - - - - - - - - - - - - 4564
4635 3 1 2 4.59 4.76 4.75 - - - 4.11 <1 3.11 - - - <1 <1 3.47 <1 4.02 4.68 4.35 <1 <1 - - - <1 2.65 <1 - - - - - - 1.87 <1 <1 2.85 <1 <1 4635
4664 1 2 3 4.67 4.88 4.86 - - - 4.18 2.58 3.08 - - - - - - <2 4.1 4.43 - - - - - - <1 3.36 <1 4.53 4.11 4.64 <2 3.6 <2 1.44 0 0 2.96 0 0 4664
4817 3 1 2 4.7 4.86 4.89 - - - - - - 4.21 <1 3.09 <1 <1 3.45 <2 4.27 4.64 - - - <1 2.91 <1 - - - - - - - - - 1.18 <1 <1 3.94 <1 <1 4817
4840 2 3 1 4.48 4.72 4.88 - - - 4.49 3.2 3 4.2 <1 3.05 <1 <1 3.66 <1 4.82 4.76 4.45 4.81 4.61 <1 2.79 <1 - - - - - - - - - - - - - - - 4840
4873 1 2 3 4.31 4.18 4.4 - - - 4.26 <1 2.93 - - - <1 <1 2.92 - - - - - - - - - <1 2.6 2.85 - - - - - - <1 <1 <1 2.29 <1 <1 4873
4879 2 1 3 4.9 5.3 5.1 - - - 4.3 2.2 3 4.4 <1 3.2 - - - <1 4.1 4.5 - - - - - - - - - - - - - - - - - - - - - 4879
4889 1 3 2 4.62 4.85 4.8 - - - 4.23 0 3.18 4.34 0 3.3 0 0 3.48 0 4.23 4.74 - - - - - - 0 3.23 0 4.25 4.08 4.72 0 3.9 0 - - - - - - 4889
4951 2 3 1 4.49 4.56 4.61 - - - 3.8 2.63 2.36 4.25 <1 3.24 - - - - - - - - - - - - - - - - - - - - - 1.6 <1 <1 2.77 <1 <1 4951
4955 1 3 2 4.57 4.93 4.9 - - - 4.32 <1 3.18 4.32 <1 3.13 <1 <1 3.78 <2 4.04 4.53 4.45 <2 <2 <1 3.21 <1 <1 3.21 <1 - - - - - - 1.78 <0 <0 2.85 <0 <0 4955
4980 3 1 2 4.67 4.91 4.89 - - - 4.21 2.6 3.11 4.34 <1 3.11 <1 <1 3.41 <2 4.13 4.58 - - - - - - - - - 4.61 4.18 4.88 <2 3.56 <2 1.3 <1 <1 2.74 <1 <1 4980
5018 2 1 3 4.76 4.88 4.79 - - - 4.13 2.36 3.05 4.08 <1 3.04 <1 <1 3.4 <1 4.11 4.48 4.46 <1 <1 <1 3.08 <1 <1 3.32 <1 - - - - - - 1.82 <1 <1 2.87 <1 <1 5018
5100 3 2 1 5.54 5.72 5.68 - - - <1 2.54 <1 2.99 <1 3.24 - - - - - - - - - - - - - - - - - - - - - 1.48 <1 <1 3 <1 <1 5100
5119 3 1 2 4.7 4.76 4.98 - - - - - - 4.32 <1 3.2 - - - - - - - - - - - - - - - - - - - - - <1 <1 <1 <1 <1 <1 5119
5120 1 2 3 4.78 4.87 5 - - - 4.2 <1 3.15 4.28 <1 3.11 <1 <1 3.71 <2 4.15 4.76 4.54 <2 3.38 <1 3.3 <1 <1 3.08 <1 4.36 3.59 3.04 <2 3.48 <2 1.67 0 0 2.88 0 0 5120
5200 3 2 1 4.4 4.86 4.98 - - - >4,04 <0,48 >4,04 >4,04 <0,48 3.38 - - - <2 4.05 4.63 4.57 <1 <1 - - - - - - - - - - - - 1.46 <1 <1 3.09 <1 <1 5200
5201 2 1 3 4.66 4.69 4.8 - - - 4.14 1.84 2.96 4.15 <1 2.98 <1 <1 3.25 <2 4.28 4.75 - - - - - - - - - - - - - - - <1 <1 <1 2.87 <1 <1 5201
5204 2 3 1 4.4 4.6 4.8 <1 <1 <1 4.2 2.9 3.1 4.2 <1 3.1 <1 <1 3.5 <2 4.1 4.7 4.2 4.7 4.6 <1 3.2 <1 <1 3.2 <1 - - - - - - 1.5 <1 <1 2.7 <1 <1 5204
5220 2 3 1 4.66 4.87 4.79 - - - 4.01 0 2.9 3.99 0 2.16 - - - - - - - - - - - - - - - - - - - - - - - - - - - 5220
5250 1 3 2 - - - - - - 3.58 <1 2.81 3.85 <1 2.64 <1 <1 3.53 - - - - - - - - - - - - - - - - - - 1.85 <1 <1 3.64 <1 <1 5250
5304 3 1 2 4.43 4.57 4.78 - - - - - - 4.4 <1 3.04 - - - <1 4.62 4.6 - - - <1 3.08 <1 - - - - - - - - - 2.15 <1 <1 3 <1 <1 5304
5329 1 3 2 4.6 4.94 4.86 - - - 4.19 <1 3.03 - - - <1 <1 3.44 <1 4.12 4.6 4.44 <2 <2 - - - - - - - - - - - - 1.47 <1 0.26 2.96 <1 <1 5329
5333 2 1 3 4.66 4.78 4.85 - - - 3.91 1.48 2.99 4.28 <1 3.11 <1 <1 3.04 <2 4.26 4.65 - - - - - - <1 2.46 <1 - - - - - - 1.67 0 0 2.63 0 0 5333
5338 3 1 2 4.81 4.75 4.85 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 1.53 <1 <1 2.84 <1 <1 5338
5352 1 2 3 4.52 4.51 4.72 - - - 3.98 <1 3.05 3.98 <1 <1 <1 <1 3.41 <2 3.81 4.54 - - - <1 4.99 <1 - - - - - - - - - 1.5 <1 <1 2.97 <1 <1 5352
5545 3 1 2 - - - - - - <1 <1 <1 - - - <1 <1 3.44 <1 <1 4.63 - - - - - - - - - - - - - - - <1 <1 <1 2.8 <1 <1 5545
5553 2 3 1 4.68 4.81 4.91 - - - 3.98 <1 2.77 3.85 <1 2.77 <1 <1 2.78 <1 - 3.85 - - - <1 3.14 <1 - - - - - - - - - - - - - - - 5553
5615 2 1 3 4.3 4.74 4.81 - - - 4.08 <1 2.97 4.04 <1 3.11 <1 <1 3.45 - - - - - - <1 3.08 <1 <1 3.08 <1 - - - - - - 1.75 <1 <1 2.81 <1 <1 5615
5632 2 3 1 4.5 4.75 4.75 - - - 4.1 1.3 3 4.1 <1 2.9 <2 <2 3.35 <2 4.8 4.4 - - - - - - - - - - - - - - - 2.8 - - 2.1 - - 5632
5701 1 3 2 4.64 4.73 4.74 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 5701
5801 1 3 2 4.51 4.58 4.78 - - - 4.15 2.3 3.48 - - - <1 3.2 3.45 - - - - - - - - - - - - - - - - - - 1.48 <1 <1 2.72 <1 0.3 5801
5808 2 3 1 4.49 4.76 4.72 - - - - - - 3.7 <1 2.6 <1 <1 2.95 - - - - - - - - - - - - - - - - - - 2.92 2 <1 <1 <1 <1 5808
5883 1 3 2 4.58 4.74 4.75 - - - 4.06 <1 3.03 4.13 <1 3.04 <1 <1 3.39 <2 4.15 4.65 - - - <1 3.18 <1 - - - - - - - - - 1 0 0 3.11 0 0 5883
5933 1 3 2 4.71 4.83 4.79 - - - 4.18 2.08 3.26 4.26 <1 3.26 <1 <1 3.48 <2 4.34 4.58 - - - <1 2.48 <1 - - - 4.69 4.17 4.73 <2 3.71 <2 - - - - - - 5933
5950 2 1 3 4.63 4.73 4.83 >1 2.65 >1 4.15 >1 3.09 4.15 >1 3.2 >1 3.13 4.57 - - - 4.37 >1 >1 >1 3.42 >1 >1 3.41 >1 4.57 3.39 4.17 >1 2.6 >1 1.77 >1 >1 2.73 >1 >1 5950
5993 2 3 1 - - - - - - 3.08 2.44 2.91 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 5993
6109 2 3 1 4.59 4.81 5 - - - - - - - - - <1 <1 3.6 - - - 4.48 <2 <2 - - - <1 3.04 <1 - - - - - - 1.2 <1 <1 2.61 <1 <1 6109
6175 1 3 2 4.82 4.71 4.94 - - - 2 <1 4.02 - - - - - - - - - - - - - - - - - - - - - - - - 1.51 <1 <1 2.99 <1 <1 6175
6224 3 2 1 4.78 5.08 4.84 - - - 4.39 3.07 3.37 - - - 0 0 0 - - - - - - - - - - - - - - - - - - - - - - - - 6224
6232 1 2 3 4.8 4.89 4.98 - - - 4.28 3.62 3.28 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 6232
6253 2 1 3 4.72 4.8 4.88 - - - 4.2 <1 3.08 4.34 <1 3.04 <1 <1 3.78 <2 4.15 4.66 - - - - - - <1 2.96 <1 - - - - - - 1.63 0 0 2.95 0 0 6253
6258 3 2 1 4.65 4.85 4.77 1 0 2.97 4.11 3.09 3.09 4.1 2.5 3.04 - - - - - - - - - - - - - - - - - - - - - - - - 2.93 0 0 6258
6343 2 3 1 4.71 4.81 4.82 - - - - - - 4.04 <1 3.18 <1 <1 3.38 <2 4.11 4.68 - - - <1 3.18 <1 <1 3.01 <1 - - - - - - 1.74 <1 <1 2.9 <1 <1 6343
6352 2 1 3 4.6 4.6 4.8 - - - 4.08 <1 3.06 4.15 <1 3.2 <1 <1 3.55 <2 4.5 4.4 4.3 <2 <2 <1 3 <1 - - - - - - - - - <1 <1 <1 2.8 <1 <1 6352
6368 1 3 2 4.66 4.75 4.76 - - - 4.26 <1 3.15 4.26 <1 3.16 - - - <2 4.1 4.67 4.6 <2 4.57 - - - - - - 4.46 4.26 4.77 <2 3.71 <2 1.68 <0 <0 2.96 <0 <0 6368
6443 2 1 3 - - - - - - - - - - - - - - - - - - - - - <1 2.46 <1 <1 2.71 <1 - - - - - - - - - - - - 6443
6456 2 1 3 4.62 4.79 4.88 - - - 4.32 <1 3.11 4.11 <1 3.07 <1 <1 3.74 <1 4.12 4.8 - - - <1 3.09 <1 <1 3.06 <1 - - - - - - 1.52 <1 <1 2.86 <1 <1 6456
6490 1 3 2 4.66 4.77 4.75 - - - 4.2 1.54 2.9 - - - <1 <1 3.69 <2 4.14 4.6 - - - - - - <1 3.17 <1 - - - - - - 1.81 <1 <1 2.87 <1 <1 6490
6594 1 2 3 4.5 4.78 4.87 - - - 3.87 1.3 2.94 - - - <1 <1 3.38 - - - - - - - - - <1 3.08 <1 - - - - - - 1.32 <0 <0 2.9 <0 <0 6594
6647 3 1 2 4.35 5.05 4.9 - - - - - - >4,04 <0,48 4.04 - - - - - - - - - - - - - - - - - - - - - 1.53 <1 <1 2.64 <1 <1 6647
6658 3 1 2 4.7 4.54 4.74 - - - 4.01 <1 2.8 - - - <1 3.58 3.46 - - - - - - - - - - - - - - - - - - 1.45 <1 <1 2.79 <1 <1 6658
6686 2 3 1 - - - - - - 4.2 <1 3.15 4.2 <1 3.23 - - - <1 4.63 4.72 - - - <1 3.2 <1 - - - 4.52 4.23 4.81 <1 3.68 <1 1.3 <1 <1 2.77 <1 <1 6686
6762 2 1 3 4.76 4.97 4.91 - - - 4.45 2.96 3.21 4.27 <1 3.18 - - - - - - - - - - - - - - - - - - - - - - - - - - - 6762
6852 1 2 3 4.18 5.01 5.11 - - - - - - 4.04 <1 3.7 - - - <1 <1 4.52 - - - - - - - - - - - - - - - <1 4.86 4.84 2.6 <1 <1 6852
6885 2 1 3 4.73 4.77 4.88 - - - 4.24 2.38 3 - - - 0 0 3.72 0 4.43 4.69 4.4 3.48 4.34 - - - 0 3.2 0 - - - - - - 1.86 0 0 2.86 0 0 6885

m 4.619 4.784 4.821 3.283 3.328 1.890 4.122 0 3.023 4.142 0 3.093 0 0 3.518 0 4.107 4.615 4.414 0 0 0 3.062 0 0 3.064 0 4.464 4.147 4.754 0 3.615 0 1.533 0 0 2.849 0 0 m
s 0.129 0.129 0.126 1.379 0.899 2.048 0.162 0 0.168 0.175 0 0.175 0 0 0.232 0 0.158 0.102 0.111 0 0 0 0.257 0 0 0.252 0 0.227 0.333 0.106 0 0.179 0 0.246 0 0 0.134 0 0 s
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6944 3 1 2 - - - - - - - - - - - - - - - - - - 4.56 0 0 - - - - - - 4.21 4.07 4.71 0 3.23 0 0.47 0 0 2.78 0 0 6944
6958 1 3 2 4.72 4.68 4.63 - - - 4.11 2.38 3.3 - - - 0 3.2 3.32 - - - - - - - - - - - - - - - - - - 0 0 0 2.83 0 0 6958
6971 1 2 3 2.48 3.08 2.48 - - - 2.3 2 2.23 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 6971
6992 2 3 1 4.57 4.8 4.82 - - - 4.08 <1 3.08 4.04 <0,48 2.95 <2 <2 3.68 <0,48>4,04 >4,04 - - - <2 3.56 <2 - - - - - - - - - 1.48 <1 <1 2.89 <1 <1 6992
7024 2 1 3 4.72 4.88 5.18 - - - 4 <1 3.11 - - - <1 3.30 4 - - - - - - - - - - - - - - - - - - 2 <1 <1 2.70 <1 <1 m
7096 3 2 1 4.54 4.79 4.81 - - - - - - 4.04 <1 3 - - - <2 4 5 - - - - - - - - - 4.08 3.93 4.72 <2 3.93 <2 - - - - - - s
7182 1 2 3 4.57 4.83 4.83 - - - 4.18 3.02 3.19 4.09 <1 3.14 - - - - - - 4.51 4.45 4.47 - - - - - - - - - - - - <1 <1 <1 2.99 <1 <1 7182
7191 3 1 2 5.2 5.3 5.2 - - - - - - 3.04 0.5 0.48 - - - 0 0 0 - - - - - - - - - 5.2 2.4 5.2 - - - - - - - - - 7191
7207 2 3 1 4.4 4.93 4.91 - - - 3.87 <1 2.89 - - - <1 <1 3.58 - - - 4.45 <1 <1 - - - - - - - - - - - - 1.4 <1 <1 2.83 <1 <1 7207
7232 3 2 1 4.49 4.73 4.74 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 4.59 4.62 4.55 3.06 <1 3.28 7232
7242 1 3 2 4.69 4.71 4.76 - - - 4.16 0 3.08 - - - 0 0 4.22 - - - - - - 0 3.12 0 - - - - - - - - - 1.81 0 0 2.76 0 0 7242
7248 1 2 3 4.75 4.65 4.78 - - - 4.08 <1 2.98 4.46 <1 3.17 <1 <1 3.48 <1 4.46 4.7 4.43 <1 4.64 <1 2.88 <1 <1 2.86 <1 - - - - - - 2.82 <1 <1 2.61 <1 <1 7248
7253 1 2 3 4.73 4.97 4.86 - - - - - - - - - - - - <1 4.18 4.73 - - - <1 2.68 <1 - - - - - - - - - <1 <1 <1 2.91 <1 <1 7253
7282 1 2 3 4.65 4.86 4.79 - - - 3.43 <1 2.56 3.54 <1 2.6 <1 <1 3.52 <1 4.18 4.6 - - - - - - - - - - - - - - - 1.3 <1 <1 - - - 7282
7330 3 1 2 4.64 4.77 4.75 - - - 3.65 <1 2.84 3.72 <1 2.72 <1 <1 3.41 <1 4.19 4.53 4.37 <1 4.33 - - - - - - - - - - - - 1.71 <1 <1 2.78 <1 <1 7330
7334 3 1 2 4.66 4.81 4.74 - - - - - - 1 <1 1 <1 <1 3.32 <1 3.98 3.67 - - - - - - <1 3.35 <1 - - - - - - 1.9 <1 <1 2.78 <1 <1 7334
7438 2 1 3 4.57 4.81 4.89 - - - 4.14 <1 2.92 4.1 <1 2.95 - - - - - - - - - <1 2.56 <1 <1 2.64 <1 - - - - - - 1.18 <1 <1 2.9 <1 <1 7438
7564 3 1 2 - - - <1 2.69 <1 - - - - - - <1 <1 3.3 - - - 4.38 <2 2.6 <1 2.99 <1 <1 2.95 <1 4.18 4.11 4.71 <2 3.85 <2 1.6 <0 <0 2.78 <0 <0 7564
7596 1 2 3 4.68 4.88 4.89 - - - 4.08 2.73 2.64 3.96 0 2.95 0 1.86 3.2 0 3.08 4.49 - - - - - - 0 3.49 0 4.72 4.75 4.55 0 3.25 0 3.26 0 0 3.26 0 0 7596
7627 1 2 3 4.6 4.82 5.04 - - - - - - - - - <1 <1 3.61 - - - - - - - - - <1 2.9 <1 - - - - - - 1.3 <0 <0 3 2.47 2.34 7627
7688 1 2 3 4.74 4.76 4.81 - - - 4.03 <1 2.9 4.11 <1 3.04 <1 <1 3.7 <1 4.11 4.63 4.36 <1 <1 <1 3.41 <1 <1 2.95 <1 - - - - - - 1.68 <1 <1 2.93 <1 <1 7688
7728 2 1 3 4.73 4.93 4.93 - - - - - - 4.01 <1 3.23 <1 <1 3.41 <1 4.27 4.76 - - - <1 3.04 <1 <1 2.93 <1 - - - - - - 1.68 <1 <1 3.01 <1 <1 7728
7750 1 3 2 4.46 4.84 4.82 - - - 4.05 2.43 3.05 - - - <1 <1 3.53 - - - 4.46 <2 <2 - - - - - - - - - - - - 1.19 <1 <1 2.84 <1 <1 7750
7825 1 3 2 4.65 4.85 4.96 - - - 4.33 <1 3.32 2.23 <1 1.85 - - - <1 4.1 4.65 4.4 <1 <1 - - - - - - - - - - - - 2.42 <1 <1 3.01 <1 <1 7825
7828 1 2 3 4.69 4.68 4.77 - - - 4.1 <1 3 - - - - - - - - - - - - - - - - - - - - - - - - 1.78 <1 <1 2.85 <1 <1 7828
7876 2 1 3 4.7 4.7 4.8 - - - 4.1 <1 2.8 4.3 <1 3.2 <1 <1 3.5 <2 3.9 4.5 - - - <1 2.8 <1 - - - - - - - - - 1.7 <1 <1 3 <1 <1 7876
7877 1 2 3 4.53 3.98 5.28 - - - 4.17 3.09 3.1 - - - 1.85 <1 3.53 - - - - - - - - - - - - - - - - - - - - - - - - 7877
7906 2 1 3 4.45 4.84 4.83 - - - 4.11 <1 3.14 4.17 <2 3.19 <1 <1 3.55 <2 4.02 4.68 4.14 <2 <2 - - - - - - - - - - - - 1.41 <1 <1 2.87 <1 <1 7906
7930 1 3 2 4.71 4.76 4 - - - 4.13 <1 3.11 4.2 <1 2.95 <1 <1 3.59 <2 4.7 4.71 - - - <1 3.15 <1 - - - - - - - - - 1.46 <1 <1 2.8 <1 <1 7930
7940 2 3 1 4.71 4.79 4.66 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 7940
7962 2 3 1 4.61 4.88 4.83 - - - 4.11 0 3.14 3.3 0 3.3 0 0 3.11 0 3.95 4.76 - - - - - - - - - - - - - - - 1.51 0 0 2.88 0 0 7962
7968 2 3 1 4.7 4.8 4.8 - - - 4.3 <1 3.1 4.4 <1 3.1 <1 <1 3.5 <1 4.1 4.6 4.4 <1 3.8 <1 3.2 <1 <1 3 <1 - - - <2 3.6 <2 1.6 <1 <1 2.8 <1 <1 7968
8066 3 2 1 - - - - - - 4.26 0 2.98 4.29 0 3.08 0 0 3.22 0 4.56 4.51 4.5 0 0 0 0 3.4 - - - 4.3 3.93 3.66 0 3.63 0 - - - - - - 8066
8068 1 3 2 4.72 4.6 4.72 - - - 4.15 0 2.86 4.04 0 3.18 0 0 3.56 0 4.61 4.6 4.49 0 0 0 3.28 0 0 3.18 0 - - - - - - 1.45 0 0 2.92 0 0 8068
8105 1 2 3 4.73 4.83 4.98 - - - - - - 4.3 <1 3.28 - - - <1 4.02 4.42 - - - - - - - - - - - - - - - 2.3 <1 <1 2.89 <1 <1 8105
8228 3 2 1 4.69 4.7 4.68 4.16 3.11 3.67 4.18 <0 2.84 4.13 1.5 2.72 <0 3.15 <0 - - - - - - - - - - - - - - - - - - 1.48 <0 <0 2.94 <0 <0 8228
8260 2 3 1 4.69 4.64 4.51 - - - 3.85 <1 2.73 4.09 <1 3.14 <1 2.98 3.53 <1 4.74 4.62 - - - <1 3.16 <1 <1 3.22 <1 - - - - - - 1.48 <1 <1 2.79 <1 <1 8260
8313 1 3 2 4.43 4.74 4.6 - - - 4.04 <1 3.16 4.13 <1 3.07 <1 <1 3.03 <2 3.97 4.62 - - - <1 1.6 2.9 <1 2.48 <1 - - - - - - <0 <0 <0 2.83 <0 <0 8313
8333 2 3 1 4.81 5.01 4.88 - - - 3.9 1.86 2.72 3.94 <1 2.92 <1 <1 3.59 - - - 4.5 <2 <2 - - - <1 3.13 <1 - - - - - - 1.2 <1 <1 2.86 <1 <1 8333
8397 3 2 1 4.6 4.72 4.76 - - - 4.18 <1 3.07 4.15 <1 3 <2 <2 3.38 <1 <1 4.65 4.53 <1 <1 <1 2.82 <1 - - - 4.46 4.57 4.89 <2 3.63 <2 1.95 <1 <1 2.9 <1 <1 8397
8430 3 2 1 4.63 4.79 4.65 - - - 4.04 2.79 3.04 4.1 0 3.18 0 0 3.15 0 4.24 4.53 - - - - - - - - - - - - - - - 1.49 0 0 2.78 0 0 8430
8435 2 3 1 4.74 4.73 4.64 - - - 4.21 <1 2.75 4.3 <1 3.17 <1 <1 3.53 <1 4.07 4.56 - - - <1 2.71 <1 <1 3.1 <1 - - - - - - 1.49 <1 <1 2.86 <1 <1 8435
8523 1 2 3 4.69 4.71 4.83 - - - 4.13 0 2.88 - - - - - - - - - - - - - - - - - - - - - - - - 1.63 0 0 2.83 0 0 8523
8528 1 3 2 5.86 5.96 5.93 - - - 5.38 3.85 4.43 - - - - - - - - - - - - - - - - - - - - - - - - <1 <1 <1 <1 <1 <1 8528
8529 3 1 2 4.73 4.78 4.91 - - - 4.08 <1 3.11 4.04 <1 <1 <1 <1 3.86 <2 4.23 4.72 4.56 <2 <2 <1 3.08 <1 <1 3.38 <1 - - - - - - 1.45 <0 <0 3.03 <0 <0 8529
8568 3 1 2 4.58 4.83 4.75 - - - 4.32 3.04 3.28 - - - <1 <1 3.57 - - - 4.51 <3 <3 - - - <1 2.63 <1 - - - - - - 1.3 0 0 2.89 0 0 8568
8626 1 3 2 4.56 4.81 4.83 - - - 4.18 0 3.04 3.63 <0,3 3.96 - - - - - - - - - - - - - - - 4.51 4.71 4.76 - - - - - - - - - 8626
8628 3 2 1 4.68 4.68 4.69 - - - 3.66 <1 2.13 4.17 <1 3.28 <1 <1 3.78 <2 4.04 4.69 4.43 <2 <2 <1 3.15 <1 <1 3.1 <1 4.54 4.15 4.71 <2 3.63 <2 1 <0 <0 2.82 0 <0 8628
8657 3 1 2 4.57 4.81 4.7 - - - 3.98 <1 2.73 - - - - - - - - - - - - - - - - - - - - - - - - 1.85 <1 <1 2.75 <1 <1 8657
8734 1 2 3 4.7 4.9 4.8 - - - 4.3 2.6 3.3 - - - - - - - - - 4.4 0 0 - - - - - - - - - - - - 1.8 0 0 0 0 0 8734
8742 1 2 3 4.72 4.75 4.96 - - - 4.06 2.08 2.9 4.18 <1 3.66 <1 <1 4.04 <1 4.48 4.81 - - - <1 2.78 <1 <1 3.18 <1 - - - - - - 1.48 <1 <1 2.94 <1 <1 8742
8756 1 3 2 4.43 4.91 4.79 - - - 4.24 <1 3.7 4 <1 3.21 <1 4.08 3.66 <1 4.78 4.63 - - - - - - - - - - - - - - - 2.83 <1 <1 1.8 <1 <1 8756
8766 1 2 3 4.7 5.1 5.1 - - - 4.1 <1 3.1 4.1 <1 3.1 <1 <1 3.7 <1 4.1 4.6 - - - <1 3.2 <1 - - - - - - - - - 1.9 <1 <1 3 <1 <1 8766
8891 1 2 3 4.79 4.5 4.78 - - - 4.38 2.74 3.16 4.19 - 3.11 <1 3.23 <1 <1 4.59 4.59 - - - - - - - - - - - - - - - 1.6 <1 <1 2.84 <1 <1 8891
8909 2 3 1 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 8909
8918 3 2 1 4.56 4.73 4.77 - - - - - - 4.18 <1 3.08 - - - <2 4.18 4.62 4.53 4.39 4.38 - - - - - - - - - - - - 1.48 0 0 2.76 0 0 8918
8955 2 1 3 4.38 4.98 4.96 - - - 3.69 <1 2.67 4.2 <1 3.18 <1 <1 3.4 <2 4.08 4.67 4.43 <2 <2 <1 3.3 <1 <1 3.38 <1 4.3 3.49 3.34 <2 3.46 <2 1.91 <1 <1 2.89 <1 <1 8955
9002 1 3 2 4.65 4.8 4.79 - - - 4.24 <1 3.13 4.2 <1 3.06 <1 <1 3.39 <2 4.13 4.5 4.47 <2 <2 - - - <1 3 <1 - - - - - - 2.3 0 0 2.78 0 0 9002

m 4.619 4.784 4.821 3.283 3.328 1.890 4.122 0 3.023 4.142 0 3.093 0 0 3.518 0 4.107 4.615 4.414 0 0 0 3.062 0 0 3.064 0 4.464 4.147 4.754 0 3.615 0 1.533 0 0 2.849 0 0 m
s 0.129 0.129 0.126 1.379 0.899 2.048 0.162 0 0.168 0.175 0 0.175 0 0 0.232 0 0.158 0.102 0.111 0 0 0 0.257 0 0 0.252 0 0.227 0.333 0.106 0 0.179 0 0.246 0 0 0.134 0 0 s
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9003 2 1 3 4.76 4.83 4.89 - 3.05 - - - - 4.15 - 3.22 - - - - - - - - - - - - - - - - - - - - - 2.02 - - 2.82 - - 9003
9034 2 1 3 4.71 4.89 4.86 4.77 4.67 4.88 4.88 <1 3.2 4.36 <1 3.28 - - - - - - 4.46 <1 <1 - - - - - - - - - - - - - - - - - - 9034
9078 2 3 1 4.8 5.1 5.1 - - - 4.3 2.8 3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 9078
9217 1 3 2 4.3 4.6 4.6 - - - 4.1 2.3 3.1 - - - <1 <1 3.4 - - - 4.3 <2 <2 - - - - - - - - - - - - 1.7 0 0 2.6 0 0 9217
9408 3 1 2 - - - - - - - - - - - - <1 <1 3.52 <2 4.3 4.6 - - - - - - <1 3.3 <1 4.72 4.23 4.76 <2 3.75 <2 - - - - - - 9408
9429 1 2 3 4.7 4.76 4.84 - - - 3.32 <1 1.85 3.2 <1 1.6 <1 <1 3.56 <1 4.18 4.66 - - - <1 2.95 <1 <1 2.95 <1 - - - - - - 1.18 <1 <1 2.81 <1 <1 9429
9436 1 2 3 4.53 4.73 4.76 3.3 <1 3.08 4.36 <1 3.12 4.04 <1 3.24 <1 <1 3.48 <1 4.13 4.59 4.39 <1 3.56 <1 3.42 <1 <1 3.49 <1 - - - - - - 2.53 <1 <1 2.93 <1 <1 9436
9441 3 1 2 4.58 4.61 4.58 2.18 <1 <1 4 <1 2.48 3.91 <1 2 <1 <1 4 <2 4 5 4 <2 <2 <1 3.00 <1 <1 3.04 <1 4.38 3.88 4.78 <2 <2 <2 1 0 0 1.82 0 0 m
9451 3 2 1 4.60 4.51 4.85 - - - 4 <1 3.23 4.18 <1 3 <1 <1 3 <1 4 5 - - - <1 3.40 <1 <1 3.23 <1 4.32 4.15 4.58 - - - - - - - - - s
9453 2 3 1 4.49 4.71 4.66 - - - 4.21 1.21 2.98 - - - <1 <1 4.28 <1 4.73 4.71 3.37 <1 4.5 - - - - - - - - - - - - 1.74 <1 <1 2.8 <1 <1 9453
9512 2 1 3 4.59 4.61 4.85 - - - 4.08 <1 3.09 - - - <1 3.23 3.71 - - - - - - - - - - - - - - - - - - 1.7 <1 <1 2.78 <1 <1 9512
9555 2 3 1 4.49 4.77 4.79 - - - 3.94 2.06 3.11 4.13 <1 3.16 <1 <1 3.56 <1 4.17 4.51 - - - <1 3.07 <1 - - - - - - - - - <1 1.72 <1 <1 3.46 <1 9555
9559 1 3 2 4.72 5.27 4.98 - - - 3.89 2.11 2.75 4.13 <1 3.01 <1 3.94 3.46 <2 4.11 4.73 4.27 <2 3.92 - - - <1 3.15 <1 - - - - - - 1.83 <1 <1 2.7 <1 <1 9559
9569 1 3 2 4.71 4.58 4.81 - - - 4.13 <1 2.7 4.26 <1 <1 <1 <1 3.53 <1 4.26 4.56 4.27 <2 <2 <1 2.28 <1 <1 2.83 <1 4.08 4.17 4.53 <2 3.71 <2 1.49 <1 <1 2.93 <1 <1 9569
9589 3 1 2 4.85 4.81 4.81 - - - 4.34 <1 3.18 4.2 <1 3.11 <1 <1 3.7 <2 4.04 4.54 4.38 <2 <2 <1 2.89 <1 - - - - - - - - - 1.11 <1 <1 2.89 <1 <1 9589
9662 2 3 1 4.6 4.76 4.83 - - - 4.28 <1 2.99 4.18 <1 2.87 <1 <1 3.36 <2 4.15 4.72 5 <2 <2 <1 2.97 <1 <1 2.98 <1 - - - - - - 1.78 <0 <0 2.91 <0 <0 9662
9747 2 1 3 4.4 4.59 4.78 - - - - - - - - - - - 3.66 - - - - - - - - - - - - - - - - - - 1.69 - - 2.83 - - 9747
9783 2 3 1 4.78 4.93 4.93 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 1.18 0 0 2.91 0 0 9783
9853 2 3 1 4.45 4.77 4.69 - - - 4 2.71 3.57 - - - - - - <1 3.97 4.48 - - - - - - - - - - - - - - - 1.67 <1 <1 2.91 <1 <1 9853
9886 1 2 3 4.6 4.81 4.89 <1 2.49 <1 4.11 2.7 3.11 4.18 <1 3.15 <1 <1 3.63 <1 4.04 4.7 4.35 <1 <1 <1 3.2 <1 <1 3.3 <1 - - - - - - 1.45 <1 <1 2.94 <1 <1 9886
9890 2 1 3 4.72 4.75 4.87 - - - 4.1 2.36 3 4.15 0 2.88 0 0 3.63 0 4.76 4.57 4.52 0 3.87 - - - - - - - - - - - - 1.08 0 0 2.85 0 0 9890
9903 3 1 2 4.6 4.75 4.82 - - - 4.22 <1 3.08 4.22 <1 3.12 <1 <1 3.4 <2 4.02 4.59 - - - <1 3.13 <1 - - - - - - - - - 1.64 <1 <1 2.7 <1 <1 9903
9923 2 1 3 4.65 4.83 4.78 - - - 4.19 1.95 3.11 4.38 <1 3.32 - - - <1 4.17 4.32 - - - - - - - - - - - - - - - 1.3 <1 <1 2.92 <1 <1 9923
9950 2 3 1 4.26 3.79 4.58 - - - - - - - - - <1 <1 3.32 - - - 4.48 <2 <2 - - - - - - - - - - - - 3.72 <1 2.57 2.6 <1 <1 9950

n 175 175 174 13 15 12 150 150 149 125 124 126 123 124 126 113 111 112 67 66 66 67 68 68 70 71 71 31 31 31 29 30 29 147 142 143 147 142 142 n
Min 2 2.24 2.48 0 0 0 0 0 0 1 0 0 0 0 0 0 0 0 3 0 0 0 0 0 0 2 0 4.08 2.40 3 0 0 0 0 0 0 0 0 0 Min
Max 5.86 5.96 5.93 4.77 4.79 4.88 5.38 3.85 4.43 4.46 2.51 4.04 1.85 4.08 4.57 0 4.88 4.81 5.34 4.81 4.71 0.0 4.99 3.38 0 3.49 2.85 5.20 4.79 5.20 0 3.93 0 4.59 4.86 4.84 3.94 3.76 3.40 Max

median 4.64 4.79 4.82 3.30 3 1.49 4 0 3.05 4.15 0 3 0 0 4 0 4 5 4 0 0 0 3.11 0 0 3.10 0.0 4.46 4.17 4.76 0 3.63 0 2 0 0 2.86 0 0 median
m 4.619 4.784 4.821 3.283 3.328 1.890 4.122 0 3.023 4.142 0 3.093 0 0 3.518 0 4.107 4.615 4.414 0 0 0 3.062 0 0 3.064 0 4.464 4.147 4.754 0 3.615 0 1.533 0 0 2.849 0 0 m
s 0.129 0.129 0.126 1.379 0.899 2.048 0.162 0 0.168 0.175 0 0.175 0 0 0.232 0 0.158 0.102 0.111 0 0 0 0.257 0 0 0.252 0 0.227 0.333 0.106 0 0.179 0 0.246 0 0 0.134 0 0 s

F+ 0 0 0 0 0 0 0 64 0 0 3 0 1 17 0 0 0 0 0 7 19 0 0 2 0 0 1 0 0 0 0 0 0 0 4 5 0 3 4 F+
F- 0 0 0 6 7 0 2 0 2 0 0 4 0 0 3 0 8 2 0 0 0 0 2 0 0 0 0 0 0 0 0 1 0 15 0 0 6 0 0 F-
< 2 6 3 0 0 0 5 0 4 7 0 7 0 0 0 0 1 4 1 0 0 0 1 0 0 1 0 0 1 5 0 2 0 2 0 0 6 0 0 <
> 3 4 2 0 0 0 3 0 3 0 0 3 0 0 1 0 15 0 2 0 0 0 1 0 0 0 0 0 0 1 0 0 0 13 0 0 3 0 0 >

< OK 4.18 4.43 4.4 1.00 2.49 0 3.58 0 2.48 3.54 0 2.6 0 0 2.78 0 3.3 4.3 4.08 0 0 0 2.28 0 0 2.26 0 4.08 3.39 4.53 0 3.23 0 0.9 0 0 2.29 0 0 < OK
>OK 4.95 5.27 5.28 4.77 4.79 4.88 4.51 0 3.57 4.46 0 3.66 0 0 4.28 0 4.5 4.81 4.68 0 0 0 3.59 0 0 3.49 0.00 5.20 4.79 4.95 0 3.93 0 2.15 0 0 3.26 0 0 >OK

n = number of analyses performed F+ = false positive
Min = lowest reported result F-  = false negative
Max=  highest reported result <  = low outlier
Median = median value  > = high outlier
m = mean value < OK = lowest accepted value
s  = standard deviation > OK = highest accepted value



Lab 
no.

Lab 
no.

A B C A B C A B C A B C A B C A B C A B C A B C A B C A B C A B C A B C A B C A B C
1149 1 3 2 0.011 0.511 -0.167 -0.508 0.340 1.474 0 -0.531 0 1.643 0 -0.420 1.223 4.000 0 0 1.734 0 0 1149
1237 3 1 2 0.166 0.356 -1.042 -0.923 -0.631 0 0.102 -0.872 0 0.325 0 0 -0.852 4.000 0 0 0 0.342 0 0 -4.000 0 -1.111 0 0 1.209 0 0 1237
1594 1 3 2 0.089 0.356 0.310 -0.076 0 -1.088 0.501 0 0.610 0 0 1.428 0 0.022 -1.024 0 1.013 0 0 -0.530 0 0.109 0 0 0.760 0 0 1594
1970 2 1 3 -0.222 0.123 0.072 -0.923 0.170 0 0.340 -0.014 0 0.097 0 0 1.170 0 0.022 0.344 0.050 0 0 0 0.459 0 0 0.458 0 -0.019 1.931 -0.222 0 0.085 0 -1.355 0 0 -0.289 0 0 1970
2035 1 3 2 -0.138 0 -0.731 1.474 0 0.610 0 -0.242 0 0 -0.255 0 -0.949 0 0 -0.364 0 0 2035
2058 2 1 3 -0.843 -1.351 -1.122 -0.643 0 -0.531 0 0.955 0 -0.125 0 2058
2072 2 3 1 0.321 0.201 -0.724 0.991 1.626 1.353 -0.508 -0.612 -0.872 0 -0.531 0 0 0.095 0 3.054 -0.438 0.140 0 0 0 -1.332 0 0 -1.365 0 0.149 0 0 -4.000 0 0 2072
2324 2 1 3 -0.067 0.278 0.549 -0.877 -0.374 -2.473 0 -2.813 0 0 0.912 0 -4.000 1.677 -0.095 0 0 0.086 0 0 2324
2344 2 1 3 0.166 -0.808 1.026 -0.263 0.109 0 -0.671 -2.302 0 -4.000 0 0 -0.293 0 4.000 -0.243 0.140 0 0 0.420 0 0 0.300 0 -0.257 0 0 0.385 0 0 2344
2386 1 2 3 0.865 1.674 0.629 0 0 -0.250 0 0.022 1.418 0 0.300 0 -0.949 0 0 -2.686 0 0 2386
2402 3 2 1 0.166 0.744 -0.508 -0.071 0 -4.000 0 -4.000 0 2402
2458 3 2 1 0.089 -1.273 -0.247 -0.076 0 0.340 -0.815 0 -2.014 -0.680 0 -0.168 -0.145 0 0 0 -1.337 0 2458
2459 3 2 1 0.632 -0.218 -0.835 1.743 0 1.187 0 0 0.611 0 -1.027 -0.126 4.000 2459
2637 2 3 1 0.244 0.046 0.470 0.663 0 0.102 1.016 0 0.097 0 0 -0.121 0 0.464 -1.024 -0.854 0 0 0 1.432 0 0 0.537 0 0.272 0 0 -0.813 0 0 2637
2642 3 2 1 -0.128 0.064 0.521 -0.169 0.745 0.504 0.542 0.504 0 0.119 0 -0.673 -0.572 0.638 0 0 -4.000 0 0 2642
2670 3 1 2 -1.231 -2.747 -1.519 -0.586 0 3.235 0 -2.379 2670
2704 1 3 2 -0.765 0.821 0.310 1.895 0.459 0.330 0 -0.303 0 0.353 0 0.970 0.832 1.081 0.369 0.907 0 0.701 0 2704
2720 1 2 3 0.321 -0.187 0.072 -0.446 -0.136 1.126 0 0 -0.364 0 0 2720
2745 2 3 1 -0.998 -0.420 0.151 0.170 0 1.649 0.215 0 0.496 0 0 0.998 0 1.096 1.516 0 0.770 0 2745
2764 1 3 2 -1.852 -0.420 -2.633 -0.877 0.519 0 0 0.310 -0.131 0 0 0 1.013 0 -2.576 0 0 0.985 0 0 2764
2842 2 1 3 0.399 0.356 -0.247 -0.754 -0.314 -0.586 0 0.496 0 0 0.697 0 -0.989 -2.099 -1.215 0 0 0 -1.565 0 0 -0.097 0 2842
2920 3 2 1 1.330 0.666 0.867 0.478 0 -0.493 0.215 0 -0.987 0 0.022 0 2920
2941 1 3 2 1.098 -4.000 -0.485 -0.569 -0.255 -0.243 0 0.040 0 0 -0.250 0 0.050 -0.221 0 0 0 -0.691 0 0 0 1.134 0 0 2941
3055 1 2 3 -0.688 -1.195 1.026 1.094 0 0.102 0 3.235 1.126 0 0 0.985 0 0 3055
3126 2 1 3 -0.843 0.201 -1.360 1.702 0 0.382 0 -0.168 -0.340 3126
3159 2 1 3 0.709 0.433 0.231 -0.754 0.340 0.673 0 0.610 0 0.022 0.050 0.201 0.339 0.154 0 -0.586 0 3159
3225 3 1 2 -2.085 -0.885 -1.360 -0.384 0 0.578 0 -0.637 -0.217 0 0 -1.412 0 0 3225
3243 3 1 2 2.029 0.433 0.310 0.417 0 -0.255 3243
3305 2 3 1 1.098 0.278 -0.008 2.388 0 0.102 0.215 0 0.496 0 0 0.095 0 -4.000 -0.145 -3.022 0 2.055 0 0 1.528 0 1.037 1.330 1.847 0 -1.648 0 -1.722 0 0 0.311 0 0 3305
3457 3 2 1 -0.877 0 -0.552 0 0.085 0.148 -1.034 0 0 0 0.342 0 0.157 0.189 0.907 0 0.141 0 -0.949 0 0 -0.364 0 0 3457
3533 2 3 1 0.321 0.899 0.629 1.359 0 -0.303 3533
3543 3 2 1 0.942 1.287 0.549 -0.261 0.102 0 0 0.052 0 3.939 1.223 0 -0.335 0 1.207 0 0 3543
3587 3 2 1 0.244 0.046 0.072 0.848 0 -0.433 0.501 0 -0.074 0 0 -0.250 0 0.339 0 -0.949 0 0 0.760 0 0 3587
3626 1 2 3 -0.144 0.511 -0.247 0.293 0 0.757 1.531 0 0.667 0 0 0.267 0 0.148 0.050 0 0.147 0 3626
3831 2 3 1 -0.455 -2.436 -1.679 -0.071 0 -0.417 -1.757 0 0 0.231 0 0 -0.513 0 0 3831
3868 2 1 3 0.787 -0.342 0.629 0.848 0 0.638 0.787 0 0.610 0 0 0.224 0 -0.168 0.832 -1.034 0 0 0 0.654 0 0 0.854 0 -0.811 -1.282 -4.000 0 0.589 0 -0.949 0 0 0.385 0 0 3868
3925 3 2 1 -0.843 0.976 0.867 3925
4047 3 2 1 -0.843 -1.040 -1.917 -0.138 0.221 0.044 0 0.154 0 0 0.052 0 -1.024 -0.339 0 0 -0.139 0 0 4047
4050 2 1 3 -0.300 -1.195 -0.565 -0.015 0 -1.088 0 0 0.482 0.502 0 0 1.573 0 0 0.610 0 0 4050
4064 3 2 1 0.321 -0.652 -0.247 4.000 0.281 4064
4100 3 2 1 -0.222 0.278 0.231 -2.849 0 -1.742 -2.073 0 -1.786 0 0 0.525 0 -0.673 -0.731 -0.312 0 0 0 0.537 0 -0.019 -0.291 -0.504 0 -4.000 0 -0.420 0 0 -1.412 0 0 4100
4171 3 2 1 0.865 0.046 0.470 0.170 0.340 -1.387 0 -0.531 0 0 0.783 0.050 0 0 0 0.537 0 0 0 0.985 0 0 4171
4246 3 2 1 -1.464 -1.195 -0.406 -0.384 -0.076 -0.872 0 -0.417 0 -0.294 -4.000 -1.306 0 4246
4266 2 1 3 0.321 0.511 0.549 0.417 0.578 -0.014 0 -0.131 0 -0.294 -0.927 1.288 0 0 -0.139 0 0 4266
4278 1 3 2 -4.000 -4.000 -4.000 -0.508 -0.552 0 0 -1.282 -0.379 0 0 -2.686 0 0 4278
4288 3 2 1 0.244 -0.265 -0.485 -0.569 0 -0.969 -0.471 0 0 0 0.095 0 -0.989 -0.438 0 0.498 0 0 0.498 0 -0.217 0 0 0.236 0 0 4288
4305 1 2 3 -0.765 -0.808 0.310 -0.323 0 -0.076 0 0 -2.229 0 -3.076 0 -3.188 0 -2.169 0 0 -1.562 0 0 4305
4339 1 2 3 -0.300 -1.583 0.549 0.663 0 0.400 0.787 0 1.181 0 0 0.654 0 -1.621 1.028 0.954 0 0 0 -0.281 0 0 -0.176 0 0.245 0.069 1.283 0 1.092 0 0.841 0 0 1.209 0 0 4339
4352 2 1 3 -1.309 2.838 0.231 0.478 0.519 -0.185 0 0.097 0 0 0.008 0 -0.168 -0.145 -0.131 0 0 0 -0.086 0 0 -1.444 0 -0.899 0.159 0.907 0 -1.201 0 -0.949 0 0 0.460 0 0 4352
4400 3 1 2 2.572 0.433 0.788 0.971 0.697 4.000 0 0 0 0 4400
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Annex 2.  z-scores of all participants - April 2015 
z-scores were calculated according the formula : z = (x-m)/s.   
x = result of the individual laboratory,  m = mean of the results of all participating laboratories , s = standard deviation of the results of all participating laboratories . 
Correct negative results in quantitative analyses  and  correct results in qualitative analyses obtained a z-score of zero.   
False results did not generate a z-score. 
    2 < |z| ≤ 3,       |z|>3 
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4562 2 3 1 -0.765 0.201 -1.281 1.094 0 -0.493 0.902 0 -0.987 0 0 -0.594 0 0.464 1.223 2.400 0 0 0 0.186 0 0 0.181 0 0.678 0 0 0.835 0 0 4562
4564 3 1 2 -0.508 -2.515 -4.000 0 -0.816 0 0 -0.250 0 0 4564
4635 3 1 2 -0.222 -0.187 -0.565 -0.076 0 0.519 0 0 -0.207 0 -0.547 0.637 -0.583 0 0 0 -1.643 0 1.370 0 0 0.011 0 0 4635
4664 1 2 3 0.399 0.744 0.310 0.355 0.340 0 -0.041 -1.806 0 1.172 0 0.289 -0.111 -1.069 0 -0.082 0 -0.379 0 0 0.835 0 0 4664
4817 3 1 2 0.632 0.589 0.549 0.387 0 -0.017 0 0 -0.293 0 1.033 0.246 0 -0.592 0 -1.437 0 0 4.000 0 0 4817
4840 2 3 1 -1.076 -0.497 0.470 2.265 -0.136 0.330 0 -0.246 0 0 0.611 0 4.000 1.418 0.321 0 -1.059 0 4840
4873 1 2 3 -2.403 -4.000 -3.333 0.836 0 -0.528 0 0 -2.582 0 -1.833 0 0 -4.000 0 0 4873
4879 2 1 3 2.184 4.000 2.220 1.094 -0.136 1.474 0 0.610 0 -0.041 -1.122 4879
4889 1 3 2 0.011 0.511 -0.167 0.663 0 0.935 1.130 0 1.181 0 0 -0.164 0 0.780 1.223 0 0.656 0 -0.943 -0.201 -0.316 0 1.595 0 4889
4951 2 3 1 -0.998 -1.738 -1.679 -1.987 -3.943 0.616 0 0.839 0.272 0 0 -0.588 0 0 4951
4955 1 3 2 -0.377 1.132 0.629 1.218 0 0.935 1.016 0 0.211 0 0 1.127 0 -0.420 -0.829 0.321 0 0 0 0.576 0 0 0.577 0 1.004 0 0 0.011 0 0 4955
4980 3 1 2 0.399 0.976 0.549 0.540 0.519 1.130 0 0.097 0 0 -0.465 0 0.148 -0.340 0.641 0.099 1.189 0 -0.306 0 -0.949 0 0 -0.813 0 0 4980
5018 2 1 3 1.098 0.744 -0.247 0.047 0.162 -0.357 0 -0.303 0 0 -0.508 0 0.022 -1.318 0.411 0 0 0 0.070 0 0 1.013 0 1.166 0 0 0.161 0 0 5018
5100 3 2 1 4.000 4.000 4.000 -4.000 0 0.839 -0.217 0 0 1.134 0 0 5100
5119 3 1 2 0.632 -0.187 1.265 1.016 0 0.610 0 0 0 0 5119
5120 1 2 3 1.253 0.666 1.424 0.478 0 0.757 0.787 0 0.097 0 0 0.826 0 0.275 1.418 1.134 0 0 0.926 0 0 0.062 0 -0.459 -1.673 -4.000 0 -0.753 0 0.556 0 0 0.236 0 0 5120
5200 3 2 1 -1.697 0.589 1.265 0 0 1.637 0 -0.357 0.148 1.405 0 0 -0.298 0 0 1.809 0 0 5200
5201 2 1 3 0.321 -0.730 -0.167 0.109 -0.374 0.044 0 -0.645 0 0 -1.153 0 1.096 1.321 0 0 0.161 0 0 5201
5204 2 3 1 -1.697 -1.428 -0.167 -0.923 0.478 0.459 0.330 0 0.040 0 0 -0.078 0 -0.041 0.832 -1.938 0 0.537 0 0 0.537 0 -0.135 0 0 -1.113 0 0 5204
5220 2 3 1 0.321 0.666 -0.247 -0.693 0 -0.731 -0.872 0 -4.000 5220
5250 1 3 2 -3.348 0 -1.290 -1.667 0 -2.568 0 0 0.056 1.268 0 0 4.000 0 0 5250
5304 3 1 2 -1.464 -1.661 -0.326 1.474 0 -0.303 0 3.244 -0.145 0 0.070 0 2.508 0 0 1.134 0 0 5304
5329 1 3 2 -0.144 1.209 0.310 0.417 0 0.043 0 0 -0.336 0 0.085 -0.145 0.231 0 0 -0.257 0 0.835 0 0 5329
5333 2 1 3 0.321 -0.032 0.231 -1.309 -0.195 0.787 0 0.097 0 0 -2.057 0 0.970 0.344 0 -2.396 0 0.556 0 0 -1.637 0 0 5333
5338 3 1 2 1.486 -0.265 0.231 -0.013 0 0 -0.064 0 0 5338
5352 1 2 3 -0.765 -2.126 -0.803 -0.877 0 0.162 -0.929 0 0 0 -0.465 0 -1.873 -0.731 0 4.000 0 -0.135 0 0 0.910 0 0 5352
5545 3 1 2 0 0 0 -0.336 0 0.148 0 0 -0.364 0 0 5545
5553 2 3 1 0.477 0.201 0.708 -0.877 0 -1.504 -1.673 0 -1.843 0 0 -3.176 0 -4.000 0 0.303 0 5553
5615 2 1 3 -2.473 -0.342 -0.087 -0.261 0 -0.314 -0.586 0 0.097 0 0 -0.293 0 0.070 0 0 0.062 0 0.882 0 0 -0.289 0 0 5615
5632 2 3 1 -0.920 -0.265 -0.565 -0.138 -0.136 -0.243 0 -1.101 0 0 -0.723 0 4.000 -2.099 4.000 -4.000 5632
5701 1 3 2 0.166 -0.420 -0.644 5701
5801 1 3 2 -0.843 -1.583 -0.326 0.170 2.720 0 -0.293 -0.217 0 0 -0.963 0 5801
5808 2 3 1 -0.998 -0.187 -0.803 -2.531 0 -2.813 0 0 -2.444 4.000 0 0 0 5808
5883 1 3 2 -0.300 -0.342 -0.565 -0.384 0 0.043 -0.071 0 -0.303 0 0 -0.551 0 0.275 0.344 0 0.459 0 -2.169 0 0 1.958 0 0 5883
5933 1 3 2 0.691 0.375 -0.228 0.331 1.383 0.646 0 0.926 0 0 -0.176 0 1.490 -0.343 0 -2.277 0 0.994 0.079 -0.200 0 0.519 0 5933
5950 2 1 3 0.089 -0.420 0.072 -0.755 0.170 0.400 0.044 0.610 4.000 -0.402 1.393 1.370 0.465 -2.273 -4.000 -4.000 0.963 -0.888 5950
5993 2 3 1 -4.000 -0.671 5993
6109 2 3 1 -0.222 0.201 1.424 0 0 0.353 0.592 0 0 0 -0.097 0 -1.355 0 0 -1.787 0 0 6109
6175 1 3 2 1.563 -0.575 0.947 -4.000 0 4.000 -0.095 0 0 1.060 0 0 6175
6224 3 2 1 1.253 2.295 0.151 1.649 2.066 0 0 6224
6232 1 2 3 1.400 0.837 1.281 0.959 1.524 6232
6253 2 1 3 0.787 0.123 0.470 0.478 0 0.340 1.130 0 -0.303 0 0 1.127 0 0.275 0.441 0 -0.414 0 0.394 0 0 0.760 0 0 6253
6258 3 2 1 0.228 0.496 -0.430 -1.656 0.528 -0.052 0.376 -0.271 -0.286 0.625 0 0 6258
6343 2 3 1 0.709 0.201 -0.008 -0.586 0 0.496 0 0 -0.594 0 0.022 0.637 0 0.459 0 0 -0.216 0 0.841 0 0 0.385 0 0 6343
6352 2 1 3 -0.144 -1.428 -0.167 -0.261 0 0.221 0.044 0 0.610 0 0 0.138 0 2.486 -2.099 -1.034 0 0 0 -0.242 0 0 0 -0.364 0 0 6352
6368 1 3 2 0.321 -0.265 -0.485 0.848 0 0.757 0.673 0 0.382 0 -0.041 0.539 1.677 0 -0.019 0.339 0.154 0 0.533 0 0.597 0 0 0.835 0 0 6368
6443 2 1 3 0 -2.344 0 0 -1.405 0 6443
6456 2 1 3 0.011 0.046 0.470 1.218 0 0.519 -0.185 0 -0.131 0 0 0.955 0 0.085 1.809 0 0.109 0 0 -0.018 0 -0.054 0 0 0.086 0 0 6456
6490 1 3 2 0.321 -0.110 -0.565 0.478 -0.731 0 0 0.740 0 0.212 -0.145 0 0.418 0 1.126 0 0 0.161 0 0 6490
6594 1 2 3 -0.920 -0.032 0.390 -1.555 -0.493 0 0 -0.594 0 0.062 0 -0.867 0 0 0.385 0 0 6594
6647 3 1 2 -2.085 2.062 0.629 0 4.000 -0.013 0 0 -1.562 0 0 6647
6658 3 1 2 0.632 -1.893 -0.644 -0.693 0 -1.326 0 -0.250 -0.339 0 0 -0.439 0 0 6658
6686 2 3 1 0.478 0 0.757 0.330 0 0.782 0 3.307 1.028 0 0.537 0 0.245 0.249 0.530 0 0.365 0 -0.949 0 0 -0.588 0 0 6686
6762 2 1 3 1.098 1.442 0.708 2.019 1.114 0.730 0 0.496 6762
6852 1 2 3 -3.404 1.752 2.299 -0.586 0 3.463 0 -0.927 -1.862 0 0 6852
6885 2 1 3 0.865 -0.110 0.470 0.725 -0.136 0 0 0.869 0 2.044 0.734 -0.131 0 0.537 0 1.329 0 0 0.086 0 0 6885
6944 3 1 2 1.315 0 0 -1.119 -0.231 -0.410 0 -2.151 0 -4.000 0 0 -0.513 0 0 6944
6958 1 3 2 0.787 -0.808 -1.519 -0.076 1.649 0 -0.852 0 0 -0.139 0 0 6958
6971 1 2 3 -4.000 -4.000 -4.000 -4.000 -4.000 6971
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6992 2 3 1 -0.377 0.123 -0.008 -0.261 0 0.340 -0.586 0 -0.816 0 0 0.697 0 0 1.938 0 -0.217 0 0 0.311 0 0 6992
7024 2 1 3 0.787 0.744 2.856 1.464 0 0.519 0 0.611 0.678 0 0 -1.113 0 0 7024
7096 3 2 1 -0.610 0.046 -0.087 -0.586 0 -0.189 0 0.022 1.321 -1.691 -0.652 -0.316 0 1.763 0 7096
7182 1 2 3 -0.377 0.356 0.072 0.355 0.995 -0.300 0 0.268 0.863 0 0 1.060 0 0 7182
7191 3 1 2 4.000 4.000 3.015 -4.000 -4.000 0 3.236 -4.000 4.000 7191
7207 2 3 1 -1.697 1.132 0.708 -1.555 0 -0.790 0 0 0.267 0.321 0 0 -0.542 0 0 -0.139 0 0 7207
7232 3 2 1 -0.998 -0.420 -0.644 4.000 1.584 0 7232
7242 1 3 2 0.554 -0.559 -0.485 0.232 0 0.334 0 0 3.012 0 0.221 0 1.126 0 0 -0.663 0 0 7242
7248 1 2 3 1.020 -1.040 -0.326 -0.261 0 -0.255 1.817 0 0.439 0 0 -0.164 0 2.233 0.832 0.140 0 0 -0.709 0 0 -0.810 0 4.000 0 0 -1.787 0 0 7248
7253 1 2 3 0.865 1.442 0.310 0 0.464 1.125 0 -1.488 0 0 0 0.460 0 0 7253
7282 1 2 3 0.244 0.589 -0.247 -4.000 0 -2.753 -3.446 0 -2.813 0 0 0.008 0 0.464 -0.145 -0.949 0 0 7282
7330 3 1 2 0.166 -0.110 -0.565 -2.911 0 -1.088 -2.416 0 -2.129 0 0 -0.465 0 0.527 -0.829 -0.402 0 0.719 0 0 -0.513 0 0 7330
7334 3 1 2 0.321 0.201 -0.644 -4.000 0 -4.000 0 0 -0.852 0 -0.799 -4.000 0 1.132 0 1.492 0 0 -0.513 0 0 7334
7438 2 1 3 -0.377 0.201 0.549 0.109 0 -0.612 -0.243 0 -0.816 0 -1.955 0 0 -1.682 0 -1.437 0 0 0.385 0 0 7438
7564 3 1 2 -0.710 -0.923 0 0 -0.938 -0.312 0 0 -0.281 0 0 -0.454 0 -1.251 -0.111 -0.410 0 1.316 0 0.272 0 0 -0.513 0 0 7564
7596 1 2 3 0.484 0.705 0.525 -0.267 -2.260 -1.049 0 -0.793 0 -1.351 0 -4.000 -1.210 0 1.691 0 1.142 1.805 -1.934 0 -2.040 0 4.000 0 0 3.044 0 0 7596
7627 1 2 3 -0.144 0.278 1.742 0 0 0.396 0 -0.652 0 -0.949 0 0 1.134 7627
7688 1 2 3 0.942 -0.187 -0.087 -0.569 0 -0.731 -0.185 0 -0.303 0 0 0.783 0 0.022 0.148 -0.492 0 0 0 1.354 0 0 -0.454 0 0.597 0 0 0.610 0 0 7688
7728 2 1 3 0.865 1.132 0.867 -0.757 0 0.782 0 0 -0.465 0 1.033 1.418 0 -0.086 0 0 -0.533 0 0.597 0 0 1.209 0 0 7728
7750 1 3 2 -1.231 0.433 -0.008 -0.446 0.162 0 0 0.052 0.411 0 0 -1.396 0 0 -0.064 0 0 7750
7825 1 3 2 0.236 0.511 1.130 1.273 0 1.786 -4.000 0 -4.000 0 -0.060 0.324 -0.167 0 0 3.603 0 0 1.194 0 0 7825
7828 1 2 3 0.554 -0.808 -0.406 -0.138 0 -0.136 1.004 0 0 0.011 0 0 7828
7876 2 1 3 0.632 -0.652 -0.167 -0.138 0 -1.326 0.902 0 0.610 0 0 -0.078 0 -1.305 -1.122 0 -1.020 0 0.678 0 0 1.134 0 0 7876
7877 1 2 3 -0.688 -4.000 3.652 0.293 0.459 0 0.052 7877
7906 2 1 3 -1.309 0.433 0.072 -0.076 0 0.697 0.158 0 0.553 0 0 0.138 0 -0.547 0.637 -2.480 0 0 -0.501 0 0 0.161 0 0 7906
7930 1 3 2 0.709 -0.187 -4.000 0.047 0 0.519 0.330 0 -0.816 0 0 0.310 0 3.749 0.930 0 0.342 0 -0.298 0 0 -0.364 0 0 7930
7940 2 3 1 0.709 0.046 -1.281 7940
7962 2 3 1 -0.067 0.744 0.072 -0.076 0 0.697 -4.000 0 1.181 0 0 -1.756 0 -0.989 1.418 -0.095 0 0 0.236 0 0 7962
7968 2 3 1 0.632 0.123 -0.167 1.094 0 0.459 1.474 0 0.040 0 0 -0.078 0 -0.041 -0.145 -0.131 0 0 0.537 0 0 -0.255 0 0 -0.082 0 0.272 0 0 -0.364 0 0 7968
8066 3 2 1 0.848 0 -0.255 0.844 0 -0.074 0 0 -1.282 0 2.865 -1.024 0.773 0 0 0 -0.723 -0.652 -4.000 0 0.085 0 8066
8068 1 3 2 0.787 -1.428 -0.803 0.170 0 -0.969 -0.586 0 0.496 0 0 0.181 0 3.181 -0.145 0.683 0 0 0 0.848 0 0 0.458 0 -0.339 0 0 0.535 0 0 8068
8105 1 2 3 0.857 0.379 1.265 0.884 0 1.050 0 -0.572 -1.875 3.123 0 0 0.303 0 0 8105
8228 3 2 1 0.554 -0.652 -1.122 0.636 -0.243 0.869 0.355 0 -1.088 -0.071 -2.129 0 -0.217 0 0 0.685 0 0 8228
8260 2 3 1 0.554 -1.118 -2.474 -1.678 0 -1.742 -0.300 0 0.268 0 0.052 0 4.000 0.050 0 0.381 0 0 0.617 0 -0.217 0 0 -0.439 0 0 8260
8313 1 3 2 -1.456 -0.342 -1.742 -0.526 0 0.822 -0.088 0 -0.120 0 0 -2.087 0 -0.875 0.080 0 -4.000 0 -2.328 0 0 0 -0.169 0 0 8313
8333 2 3 1 1.486 1.752 0.470 -1.370 -1.801 -1.158 0 -0.987 0 0 0.310 0.773 0 0 0 0.260 0 -1.355 0 0 0.086 0 0 8333
8397 3 2 1 -0.144 -0.497 -0.485 0.355 0 0.281 0.044 0 -0.531 0 0 -0.594 0 0.344 1.044 0 0 0 -0.943 0 -0.019 1.270 1.283 0 0.085 0 1.695 0 0 0.385 0 0 8397
8430 3 2 1 0.089 0.046 -1.360 -0.508 0.102 -0.243 0 0.496 0 0 -1.584 0 0.843 -0.829 -0.176 0 0 -0.513 0 0 8430
8435 2 3 1 0.942 -0.420 -1.440 0.540 0 -1.623 0.902 0 0.439 0 0 0.052 0 -0.231 -0.536 0 -1.371 0 0 0.141 0 -0.176 0 0 0.086 0 0 8435
8523 1 2 3 0.554 -0.575 0.072 0.047 0 -0.850 0.394 0 0 -0.139 0 0 8523
8528 1 3 2 4.000 4.000 4.000 4.000 4.000 0 0 0 0 8528
8529 3 1 2 0.865 -0.032 0.708 -0.261 0 0.519 -0.586 0 0 0 1.471 0 0.780 1.028 1.315 0 0 0 0.070 0 0 1.251 0 -0.339 0 0 1.359 0 0 8529
8568 3 1 2 -0.300 0.356 -0.565 1.218 1.530 0 0 0.224 0.863 0 0 0 -1.722 0 -0.949 0 0 0.311 0 0 8568
8626 1 3 2 -0.455 0.201 0.072 0.355 0 0.102 -2.931 0 4.000 0.201 1.691 0.060 8626
8628 3 2 1 0.477 -0.808 -1.042 -2.849 0 -4.000 0.158 0 1.067 0 0 1.127 0 -0.420 0.734 0.140 0 0 0 0.342 0 0 0.141 0 0.333 0.009 -0.410 0 0.085 0 -2.169 0 0 -0.214 0 0 8628
8657 3 1 2 -0.377 0.201 -0.963 -0.877 0 -1.742 1.288 0 0 -0.738 0 0 8657
8734 1 2 3 0.632 0.899 -0.167 1.094 1.649 -0.131 0 0 1.085 0 0 0 0 8734
8742 1 2 3 0.787 -0.265 1.106 -0.384 -0.731 0.215 0 3.235 0 0 2.246 0 2.359 1.907 0 -1.098 0 0 0.458 0 -0.217 0 0 0.685 0 0 8742
8756 1 3 2 -1.464 0.976 -0.247 0.725 0 4.000 -0.815 0 0.667 0 0.611 0 4.000 0.148 4.000 0 0 -4.000 0 0 8756
8766 1 2 3 0.632 2.450 2.220 -0.138 0 0.459 -0.243 0 0.040 0 0 0.783 0 -0.041 -0.145 0 0.537 0 1.492 0 0 1.134 0 0 8766
8891 1 2 3 1.330 -2.204 -0.326 1.587 0.816 0.272 0.097 0 0 3.054 -0.243 0.272 0 0 -0.064 0 0 8891
8909 2 3 1 8909
8918 3 2 1 -0.455 -0.420 -0.406 0.215 0 -0.074 0 0.464 0.050 1.044 -0.217 0 0 -0.663 0 0 8918
8955 2 1 3 -1.852 1.519 1.106 -2.664 0 -2.099 0.330 0 0.496 0 0 -0.508 0 -0.168 0.539 0.140 0 0 0 0.926 0 0 1.251 0 -0.723 -1.973 -4.000 0 -0.865 0 1.532 0 0 0.311 0 0 8955
9002 1 3 2 0.244 0.123 -0.247 0.725 0 0.638 0.330 0 -0.189 0 0 -0.551 0 0.148 -1.122 0.502 0 0 0 -0.255 0 3.119 0 0 -0.513 0 0 9002
9003 2 1 3 1.098 0.356 0.549 -0.310 0.044 0.725 1.980 -0.214 9003
9034 2 1 3 0.709 0.821 0.310 1.078 1.493 1.460 4.000 0 1.054 1.245 0 1.067 0.411 0 0 9034
9078 2 3 1 1.408 2.450 2.220 1.094 -0.136 9078
9217 1 3 2 -2.473 -1.428 -1.758 -0.138 0.459 0 0 -0.508 -1.034 0 0 0.678 0 0 -1.862 0 0 9217
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9408 3 1 2 0 0 0.008 0 1.222 -0.145 0 0.934 0 1.125 0.249 0.060 0 0.757 0 9408
9429 1 2 3 0.632 -0.187 0.151 -4.000 0 -4.000 -4.000 0 -4.000 0 0 0.181 0 0.464 0.441 0 -0.437 0 0 -0.454 0 -1.437 0 0 -0.289 0 0 9429
9436 1 2 3 -0.688 -0.420 -0.485 0.012 0.581 1.464 0 0.578 -0.586 0 0.839 0 0 -0.164 0 0.148 -0.243 -0.221 0 0 1.393 0 0 1.687 0 4.000 0 0 0.610 0 0 9436
9441 3 1 2 -0.300 -1.351 -1.917 -0.800 -0.923 -2.788 0 -3.229 -1.329 0 -3.954 0 0 -0.035 0 -0.420 0.930 -0.312 0 0 0 -0.242 0 0 -0.097 0 -0.371 -0.802 0.248 0 0 -0.176 0 0 -4.000 0 0 9441
9451 3 2 1 -0.144 -2.126 0.231 -0.261 0 1.233 0.215 0 0.496 0 0 -0.680 0 -0.673 -0.047 0 1.315 0 0 0.656 0 -0.635 0.009 -1.633 9451
9453 2 3 1 -0.998 -0.575 -1.281 0.540 -0.255 0 0 3.279 0 3.939 0.930 -4.000 0 0.841 0 0 -0.364 0 0 9453
9512 2 1 3 -0.222 -1.351 0.231 -0.261 0 0.400 0 0.826 0.678 0 0 -0.513 0 0 9512
9555 2 3 1 -0.998 -0.110 -0.247 -1.124 0.519 -0.071 0 0.382 0 0 0.181 0 0.401 -1.024 0 0.031 0 0 0 9555
9559 1 3 2 0.787 3.769 1.265 -1.432 -1.623 -0.071 0 -0.474 0 -0.250 0 0.022 1.125 -1.306 0 0 0.339 0 1.207 0 0 -1.113 0 0 9559
9569 1 3 2 0.709 -1.583 -0.087 0.047 0 -1.920 0.673 0 0 0 0.052 0 0.970 -0.536 -1.306 0 0 0 -3.045 0 0 -0.929 0 -1.691 0.069 -2.103 0 0.533 0 -0.176 0 0 0.610 0 0 9569
9589 3 1 2 1.796 0.201 -0.087 1.341 0 0.935 0.330 0 0.097 0 0 0.783 0 -0.420 -0.731 -0.312 0 0 0 -0.670 0 -1.722 0 0 0.311 0 0 9589
9662 2 3 1 -0.144 -0.187 0.072 0.971 0 -0.195 0.215 0 -1.273 0 0 -0.680 0 0.275 1.028 4.000 0 0 0 -0.359 0 0 -0.335 0 1.004 0 0 0.460 0 0 9662
9747 2 1 3 -1.697 -1.506 -0.326 0.611 0.638 -0.139 9747
9783 2 3 1 1.214 1.124 0.859 -1.453 0 0 0.483 0 0 9783
9853 2 3 1 -1.309 -0.110 -1.042 -0.754 3.256 0 -0.863 -1.318 0.556 0 0 0.460 0 0 9853
9886 1 2 3 -0.144 0.201 0.549 -0.933 -0.923 -0.076 0.519 0.215 0 0.325 0 0 0.482 0 -0.420 0.832 -0.583 0 0 0 0.537 0 0 0.934 0 -0.339 0 0 0.685 0 0 9886
9890 2 1 3 0.787 -0.265 0.390 -0.138 -0.136 0.044 0 -1.216 0 0 0.482 0 4.000 -0.438 0.954 0 -1.844 0 0 0.011 0 0 9890
9903 3 1 2 -0.144 -0.265 -0.008 0.602 0 0.340 0.444 0 0.154 0 0 -0.508 0 -0.547 -0.243 0 0.264 0 0.434 0 0 -1.113 0 0 9903
9923 2 1 3 0.244 0.356 -0.326 0.417 0.519 1.359 0 1.295 0 0.401 -2.881 -0.949 0 0 0.535 0 0 9923
9950 2 3 1 -2.783 -4.000 -1.917 0 0 -0.852 0.592 0 0 4.000 0 -1.862 0 0 9950



  
 
 
 
 
 
Internal and external control for microbiological analyses of food and 
drinking water 
All analytical activities require work of a high standard that is accurately documented. For 
this purpose, most laboratories carry out some form of internal quality assurance, but their 
analytical work also has to be evaluated by an independent party. Such external quality 
control of laboratory competence is commonly required by accreditation bodies and can be 
done by taking part in proficiency testing (PT). 
In a proficiency test, identical test material is analysed by a number of laboratories using their 
routine methods. The organiser evaluates the results and compiles them in a report. 
 
 
 
The National Food Agency’s PT program offers 

 External and independent evaluation of laboratories analytical competence. 
 Improved knowledge of analytical methods with respect to various types of organisms. 
 Expert support. 
 Tool for inspections regarding accreditation. 
 Free extra material for follow-up analyses. 

 
 
For more information visit our website: www2.slv.se/absint  
 
 
 
 
The National Food Agency’s reference material 
As a complement to the proficiency testing, National Food Agency produces also reference 
material (RM) for internal quality control: a total of 8 RM for food and drinking water 
microbiological analyses, including pathogens, are available. 
 
Information available on our website: www.livsmedelsverket.se/en/RM-micro 

 
 
 

 

https://www2.slv.se/absint
http://www.livsmedelsverket.se/en/RM-micro
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	Samples were sent to 188 laboratories, 45 in Sweden, 125 in other European countries, and 18 outside Europe. Results were reported from 187 laboratories; 135 (72 %) provided at least one result that received an annotation. In the previous round (April...
	Individual results for each analysis of the PT round are listed in annex 1 and are also available on the website after logging in: www2.slv.se/absint .
	Table 1 Mixtures content and % of deviating results (F%: false result, Out: outliers).
	- : no target-organism or no value; (microorganism): false positive

	Aeromonas hydrophila, Shewanella putrefaciens, Staphylococcus warneri and Staphylococcus aureus formed the colonies counted for this analysis.
	The colonies counted for this analysis were mainly from the strains of Micrococcus sp. and Staphylococcus aureus present at the highest concentration in mixture C.
	Results of aerobic microorganisms analysis
	Microorganisms present in mixture B can grow at temperatures lower than 30 C. In our control, after 10 days at 6.5 C colonies were very small and difficult to count without magnifier. Most of the laboratories that reported a false negative result perf...
	After 10 days of incubation at 6.5 C, we did not observed any growth in PCA during the quality control of mixture C. Similar results were obtained by almost all laboratories that used 6.5 or 7 C as temperature of incubation. However, incubation at hig...
	Results of psychrotrophic microorganisms analysis
	*: median
	Because of the low amount of results, median instead of mean values are presented in the table. Moreover, no standard deviation was calculated for the results grouped according to the incubation temperature used. Almost all laboratories used PCA or MP...
	There was no target-organism for these analyses. However, 64 false positive results were reported for the analysis of enterobacteriaceae (out of 150 results). Aeromonas hydrophila forms red colonies on VRBG but is oxidase-positive and therefore differ...
	Results of Enterobacteriaceae analysis
	Most of the laboratories used VRBG plates or Petrifilm™ Enterobacteriaceae as medium and similar average values were obtained, both for mixture A and C.
	For mixture B, 79% of the laboratories that used Petrifilm™ and 32 % of those that used VRBG reported a false positive results. However,  the false positive results are linked to the absence of confirmation step which occurs more often when Petrifilm™...
	Results of E.coli analysis
	The same strain of E. coli was target-organism in mixture A and C. Results are distributed similarly in both cases, with a tail of lower values that is not possible to link to the use of any method or medium.
	Presumptive Bacillus cereus
	Mixture A
	There was no target-organism for this analysis in mixture A.
	Mixture B
	There was no target-organism for this analysis. On blood agar, some atypical colonies were surrounded by a haemolytic zone and on Bcsa, Aeromonas hydrophila formed light blue colonies without precipitation zone. 10 of the laboratories that reported a ...
	Mixture C
	Mixture C contained a typical strain belonging to the Bacillus cereus group and similar average values were obtained independently of the media used
	Results of presumptive B. cereus analysis
	A strain of Staphylococcus aureus was target-organism for this analysis.
	Results of coagulase-positive Staphylococci analysis
	Almost all high outliers results of mixture B are linked to the use of BP-agar. On this medium, the coagulase reaction is not tested and colonies of S. warneri can be misjudged as coagulase-positive staphylococci. However, laboratories that used BP-ag...
	Results obtained with Petrifilm™ were slightly lower than the total average (although not significantly). In this case, colonies were counted after 1 day of incubation instead of 2 days when using traditional plates. This could lead to smaller colonie...
	Lactic acid bacteria
	Results of lactic acid bacteria analysis
	The enumeration of L. plantarum in mixture A did not cause any difficulties and all media gave similar results.
	For the analysis of mixture B and mixture C, false positive results are linked to the use of MRS and MRS-aB which are the media recommended in the method ISO 15214:1998 and NMKL 140.2007, respectively. This suggests that these media might be less sele...
	C. perfringens and anaerobic sulphite-reducing bacteria
	Mixture A
	There was no target-organism for these analyses in mixture A.
	Mixture B
	A strain of Clostridium perfringens was target-organism for both analyses.
	Mixture C
	There was no target-organism for these analyses in mixture C.
	Results of C. perfringens analysis
	Results of anaerobic sulphite-reducing bacteria analysis
	These analyses did not cause any difficulties and results for mixture B are approximately the same regardless of the method used. For the analysis of C. perfringens, almost all laboratories used TSC medium, and the method NMKL 95:2009 or EN ISO 7937:2...
	For the analysis of anaerobic sulphite-reducing bacteria, slightly higher results were obtained with the use of SFP. It has been shown that SFP agar is less selective than TSC agar but also allows a slightly higher rate of recovery of C. perfringens t...
	However, both methods NMKL 56:2008 and ISO 15213:2003 for the analysis of anaerobic sulphite-reducing bacteria in food prescribe the use of ISA and not TSC or SFP which are dedicated to the analysis of C. perfringens.
	Last, it should be noted that the method NMKL 56 has been revised and is now called ”Sulphite-reducing clostridia. Determination in food”. This 5th edition of the method describes the determination of the number of anaerobic sulphite-reducing bacteria...
	Aerobic microorganisms and H2S producing bacteria in fish
	Mixture A
	As for the analysis of aerobic microorganisms at 30  C, colonies counted here were from the strains of Lactobacillus plantarum and Esherichia coli. The mixture did not contain any H2S producing bacteria.
	Mixture B
	Colonies of Aeromonas hydrophila, Shewanella putrefaciens, Staphylococcus warneri and Staphylococcus aureus formed the colonies counted for the analysis of aerobic microorganisms. Only the strain of Shewanella putrefaciens, which form black colonies o...
	Mixture C
	Results of aerobic microorganisms in fish products analysis
	* median
	Results of H2S producing bacteria in fish products analysis
	* median
	Most of the laboratories that performed both analyses used iron agar and the method NMKL 184:2006 “Aerobic count and specific spoilage organisms in fish and fish products”. The method NMKL 96 describes the analyses of coliform bacteria, thermotolerant...
	Yeasts and moulds
	Mixture A
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	Results of yeasts analysis
	Results of moulds analysis
	Most of the laboratories performed yeast and mould analyses according to the methods NMKL 98:2005 and ISO 21527:2008 which describes the use of DRBC, DG18 and/or OGYE, or according to the method ISO 6811:2004 / IDF:94:2004 which describes the use of Y...
	The analysis of moulds did not cause any difficulties and results are very similar regardless of the medium used.
	For the analysis of yeast, the false negative results reported for mixture A are mainly linked to the use of YGC and DG18. During our quality control we observed that colonies of K. marxianius were bigger and easier to count on DRBC than on DG18. We d...
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