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Abbreviations 
Media 
ACTA  Actinomycete Isolation Agar (SS 028212) 
CCA  Chromogenic Coliform Agar (EN ISO 9308-1:2014) 
Colilert  Colilert™ Quanti-Tray™ (IDEXX Inc.; EN ISO 9308-2:2014) 
DRBC  Dichloran Rose Bengal Chloramphenicol Agar 
LES  m-Endo Agar LES (SS 028167) 
LTLSB  Lactose tryptone lauryl sulphate broth (SS 028167) 
m-FC  m-FC Agar (SS 028167) 
OGYE  Oxytetracyclin Glucose Yeast Extract Agar  
PCA  Plate count agar 
R2A  Reasoner's 2 Agar  
RBCC  Rose Bengal Agar with chlortetracycline and chloramphenicol  

(SS 028192) 
TSC  Tryptose Sulfite Cycloserine agar (EN ISO 14189:2016) 
YeA  Yeast extract Agar (EN ISO 6222:1999) 
 

Other abbreviations 
MF  Membrane filter (method) 
MPN  Most Probable Number (quantification based on statistical distributions) 
ISO  International Organization for Standardization  
EN  European standard from "Comité Européen de Normalisation" (CEN) 
DS, NS, SFS, SS  National standards from Denmark, Norway, Finland and Sweden 
SLV  Livsmedelsverket/Swedish Food Agency, Sweden 
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Analyses in this PT round 
Quantitative analyses 
Coliform bacteria 

Suspected thermotolerant coliform bacteria (not assessed) 

Escherichia coli  

Clostridium perfringens 

Moulds 

Yeasts 

Actinomycetes 

Culturable microorganisms, three days incubation at 22 °C 

Slow-growing bacteria, seven days incubation at 22 °C 
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Method 
Reporting of results and method information 
It is the responsibility of each participant to report results in accordance with the provided instructions. 
Results that are incorrectly reported, for example results reported for the wrong sample, cannot be 
processed correctly. As a general rule, such results are excluded, but may be assessed on a case-by-case 
basis by the Swedish Food Agency and still be included and processed. 

Participants are also required to report method information for all analyses. In some cases, this 
information may be contradictory or difficult to interpret, for example when manual comments provided 
by the participant conflict with the reported method details. In such instances, the reported method 
information is generally used “as is” in method comparisons. Alternatively, method data that are difficult 
to interpret may be excluded or categorised under “Other”, together with results from methods and media 
used by only one or two participants. 

Standard deviation and assigned value  
The evaluation of the participants’ results and all statistical calculations are performed on square root 
transformed data. Results reported as “> value” or “< value” are not included in the evaluation. 

A robust statistical approach is applied to determine the mean value and standard deviation. Algorithm 
A with iterated scale as described in ISO 13528:2022 [1], is used to determine the robust mean (mPT) 
and robust standard deviation (sPT) of the participants’ results. Results that are obviously erroneous are 
excluded prior to determining mPT and sPT (blunder removal). For evaluated parameters, the assigned 
value is defined as mPT. It is regarded as the true, normative value. 

For small datasets, there is an increased uncertainty associated with determining the robust mean (mPT) 
and robust standard deviation (sPT) of the participants’ results. Therefore, when fewer than 12 
participants have reported evaluated results, the statistical measures for performance evaluation will be 
provided only as an information to the participants. 

Outliers 
Outliers are results that deviate from the other results in a way that cannot be explained by normal 
variation. Results within mPT ± 3sPT are considered acceptable, whereas results outside this interval are 
considered as outliers. When fewer than 12 participants have reported results, as well as in some 
individual cases, subjective adjustments may be applied to establish acceptance limits based on prior 
knowledge of the samples composition. 
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Results from different methods 
Non-robust median values (Med) and coefficient of variation (CV) are calculated to assist in the 
evaluation of the results from different methods. These are presented in tables in the report, in connection 
with the respective analyses. In these instances, Med and CV are calculated from the respective method 
groups’ results, with outliers and false results excluded. For method groups with fewer than five results, 
only the number of false results and outliers are provided. 

Coefficient of variation 
The coefficient of variation (CV) is a relative measure calculated as follows: 

𝐶𝐶𝐶𝐶 = 100 ×
𝑠𝑠PT
𝑚𝑚PT

 

The CV for square root transformed results is used as a measure of dispersion. A CV of <10 % it is 
regarded as very small, 10–20 % as small, 20–30 % as medium, 30–40 % as large and >40 % as very 
large. 

Measurement uncertainty for the assigned value 
The standard uncertainty (uPT) of the assigned value (mPT) is estimated from the standard deviation (sPT) 
and the number of evaluated results (n): 

𝑢𝑢PT = 1,25 ×
𝑠𝑠PT
√𝑛𝑛

 

The measurement uncertainty is considered negligible in relation to the standard deviation (used for 
performance evaluation) when: 

𝑢𝑢PT < 0,3𝑠𝑠PT 

The relative standard uncertainty (urel) of mPT is also provided in Appendix 1. 

𝑢𝑢rel,mPT(%) = 100 ×
𝑠𝑠PT

√𝑛𝑛 ∙ 𝑚𝑚PT
 

Z-scores 
To enable comparison of the results from different analyses and samples, results are transformed into 
standard values (z-scores). Z-scores are calculated as: 

𝑧𝑧 =
𝑥𝑥lab − 𝑚𝑚PT

𝑠𝑠PT
 

where xlab is the square root transformed result reported by the individual participant. 

Z-scores for individual analyses are presented in Appendix 2 and may be used by participants as a tool 
for follow-up their results. For quantitative analyses, the z-score is either positive or negative, depending 
on whether the participants result is higher or lower than mPT. 
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In the evaluation of analytical results, the following guidelines may be applied: 

|z| ≤ 2 indicates that the result is acceptable 
2 < |z| < 3 indicates a warning that the result may be deviating, and may require follow-up actions 
|z| ≥ 3 indicates that the result is considered deviating and should lead to follow-up actions 

Table legends 
N number of participants reporting results for the analysis 
n number of participants with acceptable results (excluding false results and outliers) 
mPT assigned value, robust mean value in cfu / MPN 100 ml-1 or cfu ml-1,  

re-transformed to the cfu / MPN scale  
Med median in cfu /MPN100 ml-1 
CV coefficient of variation in percent 
F number of false positive or false negative results 
< number of low outliers 
> number of high outliers 

Figure legends 
 results within the interval of acceptance 
 outlier 
 false negative result 
 * value outside the x-axis scale 

 

Web portal  
Individual results can also be viewed on the web portal: https://laboratory.livsmedelsverket.se 

Statistical measures shown on the web portal may occasionally differ from the statistics shown in 
this report. In these cases, the statistics shown in this report take precedence over the statistics on 
the web portal. 

  

https://laboratory.livsmedelsverket.se/
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Results 
General outcome 
Samples were distributed to 74 participants: 33 in Sweden, 39 in European countries, and two outside 
Europe. Of the 73 participants that reported results, 37 (51 %) provided at least one result that received 
an annotation.  

Individual results are presented in Appendix 1. Z-scores for individual results are presented in Appendix 
2. 

Table 1. Composition of the test material and number of reported and deviating results (N: number of reported results, F: 
false positive or false negative results, X: outliers) 

  Sample A Sample B Sample C 

% participants with  
 
   0 annotations 
       1 annotation 
       2 annotations 
       >2 annotations 

   

Microorganisms 

Cronobacter sakazakii 
Klebsiella aerogenes 
Phialophora malorum 
Hanseniaspora uvarum 
Pseudomonas brenneri 

Escherichia coli 
Citrobacter freundii 
Streptomyces sp. 
Paraclostridium bifermentans 
Staphylococcus saprophyticus 

Escherichia coli 
Klebsiella pneumoniae 
Clostridium perfringens 
Cladosporium cladosporioides 
Staphylococcus saprophyticus 
Sphingomonas species 
Saccharomyces cerevisiae 

Analysis Target 
organism N F X Target 

organism N F X Target 
organism N F X 

Coliform bacteria  C. sakazakii 
K. aerogenes 113 0 2 E. coli 

C. freundii 115 0 8 E. coli 
K.pneumoniae 116 0 5 

Susp. thermotol. 
coliform bact.  

C. sakazakii 
K. aerogenes 18 0 0 E. coli 18 0 0 E. coli 

K. pneumoniae 17 0 0 

E. coli  - 114 1 0 E. coli 118 3 5 E. coli 
(K. pneumoniae) 118 2 3 

Presumptive 
C. perfringens  - 38 1 0 P. bifermentans 39 5 0 C. perfringens 37 0 3 

Clostridium 
perfringens  - 25 1 0 (P. bifermentans) 24 5 0 C. perfringens 24 1 0 

Moulds  P. malorum 32 4 2 - 30 1 0 C. cladosporioides 32 0 4 

Yeasts  H. uvarum 32 1 2 - 30 2 0 S. cerevisiae 30 0 2 

Actinomycetes  - 24 0 0 Streptomyces sp. 25 0 0 - 24 2 0 

Culturable 
microorganisms  
22 °C, 3 days  

P. brenneri 75 0 2 S. saprophyticus 74 0 4 S. saprophyticus 74 0 1 

Slow-growing 
microorganisms P. brenneri 36 0 0 S. saprophyticus 37 0 3 Sphingomonas sp. 37 0 1 

- no target organism or no value 

microorganism = main target organism 

86%

11% 0% 3%

73%

15%

8% 4%

81%

12%
4% 3%
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(microorganism) = false positive prior to confirmation 

microorganism = the organism may yield different results depending on the method or definition used 

      The results are not evaluated  
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Coliform bacteria 
Sample A 
The strains of K. aerogenes and C. sakazakii were target organisms. Both strains form typical colonies 
with a metallic sheen on m-Endo Agar LES (LES) and pink colonies on Chromocult Coliform Agar 
(CCA). However, their appearance differs on CCA: K. aerogenes typically presents as brownish-pink 
colonies, whereas C. sakazakii forms pink-centred colonies surrounded by a pink zone. 

Both organisms possess the enzyme β-D-galactosidase and are therefore detected as coliform bacteria 
when using most probable number (MPN) methods in accordance with ISO 9308-2. 

A total of 113 results were reported, of which two were identified as low outliers. 

Sample B 
The strains of E. coli and C. freundii were target organisms. Both form typical colonies with a metallic 
sheen on LES. On CCA, E. coli produces blue colonies, whereas C. freundii forms pink colonies. Both 
strains possess the enzyme β-galactosidase and are detected as coliform bacteria using MPN-methods. 

On CCA, S. saprophyticus may form small, atypical pink colonies that should be excluded 
from enumeration. In addition, the presence of background flora may have affected the colony 
appearance of C. freundii, potentially making interpretation on CCA more difficult.

A total of 115 results were reported. Eight low outliers were identified, of which six were obtained using 
CCA. The occurrence of low outliers among results generated with CCA may be associated with 
interference from background flora. 

Sample C 
The strains of E. coli and K. pneumoniae were target organisms. Both possess the enzyme β-galacto-
sidase and form typical colonies on most membrane filtration (MF) media at 35/36/37 °C.  

On CCA, S. saprophyticus may form small, atypical pink colonies that should be excluded from 
enumeration.  

A total of 116 results were reported, including three low and two high outliers. 

General remarks 
Most participants followed the MPN-based (EN) ISO 9308-2:2012. This standard was last reviewed and 
confirmed by ISO in 2023 and remains current. It should be noted, however, that ISO 9308-2:2012 is 
expected to be replaced by ISO/DIS 9308-2, which is currently in the enquiry phase among ISO member 
bodies. The main changes compared to the previous edition include the removal of specific trademarks 
and manufacturers’ names in favour of generic terms where appropriate, changes to quality control 
cultures, the addition in of criteria for performance testing of culture media, and revised definitions of 
coliform bacterium and E. coli. 
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Within this method, coliform bacteria are defined as members of the Enterobacteriaceae family that 
produce the enzyme β-D-galactosidase. Samples are incubated with the culture medium in designated 
trays at 36 ± 2 °C for 18 to 22 hours. The enzymatic activity of β-D-galactosidase cleaves ortho-nitro-
phenyl-β-D-galactoside (ONPG), resulting in a yellow coloration of the wells, which indicates a positive 
reaction for coliform bacteria. The MPN of coliform bacteria per 100 ml of sample is then determined 
using statistical tables or appropriate software. 

For membrane filtration (MF) methods, most participants followed (EN) ISO 9308-1:2014, using the 
enzyme-based chromogenic medium CCA. Due to its relatively low selectivity, CCA is particularly 
suitable for waters with low background bacterial flora. On CCA, β-D-galactosidase-positive colonies 
(pink to red) are enumerated as presumptive coliform bacteria, while colonies positive for both β-D-
galactosidase and β-D-glucuronidase (dark blue to violet) are identified as E. coli. The total coliform 
count is calculated as the sum of oxidase-negative presumptive coliform bacteria and E. coli. ISO 
9308-1:2014 was last reviewed and confirmed in 2019 and remains current. An amendment addressing 
incubation time and performance testing of CCA is available (ISO 9308-1:2014/Amd 1:2016). 

In addition, the Nordic national standards SS 028167 and SFS 3016 are based on incubation on LES 
agar. On LES, coliform bacteria form red colonies with a characteristic metallic sheen due to aldehyde 
production from lactose fermentation. Presumptive coliform bacteria are subsequently confirmed by a 
negative oxidase test. 

A comparison of the methods showed similar median values for samples B and C. In sample A, lower 
concentrations were obtained using methods based on CCA compared to those using MPN methods 
according to (EN) ISO 9308-2:2012 or LES. It is unclear whether both target strains were consistently 
included in the results obtained using CCA, which may have contributed to the observed differences. 

Table 2. Results from analysis of coliform bacteria. 

Method 
Sample A Sample B Sample C 

N n mPT CV F < > N n mPT CV F < > N n mPT CV F < > 

All results 113 111 2422 22 0 2 0 115 107 70 12 0 8 0 116 111 34 12 0 3 2 

ISO 9308-2 (Colilert-18) 36 36 3016 16 0 0 0 37 37 75 9 0 0 0 35 35 35 12 0 0 0 

ISO 9308-1 (CCA) 25 25 1800 20 0 0 0 26 21 63 16 0 5 0 26 25 32 15 0 1 0 

Colilert-18 13 12 3425 17 0 1 0 13 11 70 9 0 2 0 15 14 35 12 0 1 0 

SFS 3016 (LES) 12 12 2296 29 0 0 0 12 12 65 14 0 0 0 12 11 34 7 0 1 0 

SS 028167 (LES) 7 7 3000 19 0 0 0 8 8 80 7 0 0 0 8 8 35 10 0 0 0 

Coliform Chromogenic Agar  7 7 1900 14 0 0 0 8 7 76 15 0 1 0 8 8 29 11 0 0 0 

m-Endo Agar LES (LES) 5 5 2800 19 0 0 0 4 4 - - 0 0 0 5 4 - - 0 0 1 

Other 4 4 - - 0 0 0 3 3 - - 0 0 0 3 2 - - 0 0 1 

Colilert 3 3 - - 0 0 0 3 3 - - 0 0 0 3 3 - - 0 0 0 

ISO 9308-1:1990 (LES) 1 0 - - 0 1 0 1 1 - - 0 0 0 1 1 - - 0 0 0 

For “All results”, mPT = assigned value, robust mean value in cfu / MPN 100 ml-1, re-transformed to the cfu /MPN scale  

For individual methods, mPT = median value in cfu / MPN 100 ml-1  
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Figure 1. Results from analysis of coliform bacteria 
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Suspected thermotolerant coliform 
bacteria  
Sample A 
Two coliform bacteria were included in the sample, C. sakazakii and K. aerogenes. C. sakazakii appears 
as a suspected thermotolerant coliform bacterium, and forms blue-grey colonies on m-FC agar. 
K. aerogenes may also grow on m-FC agar, forming brown-grey colonies surrounded by a light zone.  

Growth of both strains is influenced by the incubation temperature. During quality control at the Swedish 
Food Agency, an association was also noted between the time plates were kept at room temperature 
prior to incubation and the yield of the strains.  

A total of 18 results were reported. 

Sample B 
The strain of E. coli was target organism. On m-FC agar, it forms typical blue colonies at 44/44.5 °C. 
The strain is negative for gas production. The C. freundii strain typically does not grow on m-FC agar 
at 44 °C. 

A total of 18 results were reported, including one zero result. 

Sample C 
The strains of E. coli and K. pneumoniae were target organisms. On m-FC agar, both strains form blue 
colonies at 44/44.5 °C. 

A total of 17 results were reported. 

General remarks 
The parameter suspected thermotolerant coliform bacteria is not evaluated in this proficiency test. The 
median value for performance evaluation is provided only as an information.  

A total of 18 results were reported. Most participants used m-FC agar. The elevated incubation tempera-
ture (44/44.5 °C) in combination with the addition of rosolic acid provides selectivity for thermotolerant 
coliform bacteria. 

Different standards specify slightly different incubation temperatures, for example 44.0 ± 0.5 °C and 
44.5 ± 0.2 °C. Such variations may influence the detection of suspected thermotolerant coliform bacteria 
and contribute to differences between methods. 

ISO is currently developing ISO/DIS 9308-4 (Water quality — Enumeration of Escherichia coli and 
coliform bacteria — Part 4: Membrane filtration method for Escherichia coli in water with high levels 
of background bacteria). This Draft International Standard is currently in the enquiry phase among ISO 
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member bodies. The method is based on membrane filtration, followed by incubation at 44 °C on a 
chromogenic agar medium containing a substrate for the detection of the enzyme β-D-glucuronidase. 
Due to its high specificity, the method is considered suitable for the analysis of water samples with 
elevated levels of background bacteria. 

Table 3. Results from analysis of suspected thermotolerant coliform bacteria. 

Method 
Sample A Sample B Sample C 

N n Med CV F < > N n Med CV F < > N n Med CV F < > 

All results 18 18 809 - - - - 18 18 34 - - - - 17 17 33 - - - - 

SS 028167 (m-FC) 5 5 818 - - - - 5 5 36 - - - - 5 5 32 - - - - 

Other 5 5 0 - - - - 5 5 21 - - - - 4 4 - - - - - 

SFS 4088 (m-FC) 4 4 - - - - - 5 5 35 - - - - 5 5 35 - - - - 

m-FC Agar (m-FC) 2 2 - - - - - 1 1 - - - - - 1 1 - - - - - 

MacConkey Agar 1 1 - - - - - 1 1 - - - - - 1 1 - - - - - 

NS 4792 (m-FC) 1 1 - - - - - 1 1 - - - - - 1 1 - - - - - 

Med = Median value in cfu 100 ml-1 

* The samples are not evaluated. The values are shown only as an information to the participants. 
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Figure 2. Results from analysis of suspected thermotolerant coliform bacteria  
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Escherichia coli  
Sample A 
No target organism was present in the sample. The strains of C. sakazakii and K. aerogenes were 
included in the sample as coliform bacteria. Both strains are negative for indole production and 
β-glucuronidase activity. 

A total of 114 results were reported, including one false positive result. 

Sample B 
The strain of E. coli was target organism. It forms typical colonies with a metallic sheen on LES and 
blue colonies on CCA. The strain possesses the enzyme β-glucuronidase and is detected as E. coli using 
MPN methods in accordance with ISO 9308-2. The strain is positive for indole production but does not 
produce gas in Lactose-Tryptone-Lauryl Sulphate Broth (LTLSB) at 44 °C. If gas production is used as 
a decisive criterion for E. coli detection, this may result in false negative reporting. 

A total of 118 results were reported, including one high outlier and four low outliers. Three false negative 
results were reported. 

Sample C 
The strain of E. coli (not identical to that in sample B) was target organism. It shows typical 
characteristics on most membrane filtration (MF) media and with MPN methods at 35/36/37 °C. The 
strain is positive for indole production and β-glucuronidase activity and it produces gas in LTLSB.  

A total of 118 results were reported, including one low outlier and two high outliers. Two false negative 
results were reported. 

General remarks 
Most participants followed (EN) ISO 9308-2:2012, (EN) ISO 9308-1:2014 and/or Nordic national 
standards (see table 4). According to (EN) ISO 9308, E. coli is defined as a member of the Entero-
bacteriaceae that possesses both β-D-galactosidase and β-D-glucuronidase enzymes. On CCA, strains 
positive for both enzymes appear as dark blue to violet colonies. In the MPN method, yellow wells 
exhibiting fluorescence are interpreted as positive for E. coli, with no further confirmation required. 

For colonies isolated on LES or m-FC, confirmation is required. As (EN) ISO 9308-1:2014 only requires 
expression of β-D-glucuronidase, some participants have adapted their confirmation procedures 
accordingly. Depending on the method applied, confirmation typically includes tests for gas production, 
indole production and/or β-D-glucuronidase activity performed on oxidase-negative presumptive 
colonies. 

The primary MF growth media CCA and LES are incubated at 35/36/37 °C and m-FC at 44/44.5 °C. 

E. coli was present in samples B and C, and the methods showed similar median results. 
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Table 4. Results from analysis of Escherichia coli with MF methods. 

Method 
Sample A Sample B Sample C 

N n mPT CV F < > N n mPT CV F < > N n mPT CV F < > 

All results 114 113 - - 1 - - 118 110 39 14 3 4 1 118 113 19 14 2 1 2 

ISO 9308-2 (Colilert-18) 36 35 - - 1 - - 37 36 40 11 0 0 1 37 37 20 15 0 0 0 

ISO 9308-1 (CCA) 24 24 - - 0 - - 26 25 34 15 0 1 0 26 26 18 11 0 0 0 

Colilert-18 13 13 - - 0 - - 13 12 42 10 0 1 0 13 12 21 12 0 1 0 

SFS 3016 (LES) 10 10 - - 0 - - 10 8 41 16 1 1 0 10 10 18 19 0 0 0 

Chromocult Coliform Agar  7 7 - - 0 - - 7 7 40 19 0 0 0 8 7 19 13 1 0 0 

SS 028167 (LES) 5 5 - - 0 - - 5 5 44 8 0 0 0 5 5 23 11 0 0 0 

SS 028167 (m-FC) 5 5 - - 0 - - 5 4 - - 1 0 0 5 5 14 15 0 0 0 

Other 3 3 - - 0 - - 4 4 - - 0 0 0 3 1 - - 0 0 2 

Colilert 3 3 - - 0 - - 3 3 - - 0 0 0 3 3 - - 0 0 0 

m-Endo Agar LES (LES) 3 3 - - 0 - - 3 3 - - 0 0 0 3 3 - - 0 0 0 

SFS 4088 (m-FC) 2 2 - - 0 - - 2 2 - - 0 0 0 2 2 - - 0 0 0 

m-FC Agar (m-FC) 1 1 - - 0 - - 1 0 - - 0 1 0 1 1 - - 0 0 0 

ISO 9308-1:1990 (LES) 1 1 - - 0 - - 1 1 - - 0 0 0 1 0 - - 1 0 0 

NS 4792 (m-FC) 1 1 - - 0 - - 1 0 - - 1 0 0 1 1 - - 0 0 0 

For “All results”, mPT = assigned value, robust mean value in cfu / MPN 100 ml-1, re-transformed to the cfu /MPN scale  

For individual methods, mPT = median value in cfu / MPN 100 ml-1  

 

  
  

  
Figure 3. Results from analysis of Escherichia coli. The group “m-FC Agar (m-FC)” includes the reporting of SS 028167 (m-FC), 
SFS 4088 (m-FC), NS 4792 (m-FC) and an unknown method using m-FC agar The group “m-Endo Agar LES (LES)” includes the 
reporting of ISO 9308-1:1990 (old edition, LES) and unknown methods using LES. 
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Presumptive and confirmed 
Clostridium perfringens  
Sample A 
No target organism was present in the sample.  

A total of 38 results were reported for presumptive C. perfringens, including one false positive result. 

For confirmed C. perfringens, 25 results were reported, of which one was a false positive. 

Sample B 
No target organism was present in the sample for confirmed C. perfringens. However, the strain of 
P. bifermentans (previously C. bifermentans) was included in the sample as presumptive C. perfringens. 
On Tryptose Sulfite Cycloserine (TSC) agar, it forms small, faint yellow-brown to black colonies. The 
strain does not possess the enzyme acid phosphatase and should therefore not be reported as confirmed 
C. perfringens.

A total of 39 results were reported for presumptive C. perfringens. The results showed considerable 
variability; therefore, the lower acceptance limit was manually set to 1 cfu / 100 ml and the z-scores 
should be interpreted with caution. Five false negative results were reported. 

For confirmed C. perfringens, 24 results were reported, including five false positive results. 

Sample C 
The strain of C. perfringens was target organism. On TSC agar, the colony colour may vary from faint 
yellow-brown to completely black depending on the condition and reduction potential of the medium. 

A total of 37 results were evaluated for presumptive C. perfringens, including one high and two low 
outliers. 

For confirmed C. perfringens, 23 results were reported. The results varied considerably; therefore, the 
lower acceptance limit was manually set to 1 cfu / 100 ml and the z-scores should be interpreted 
with caution.. One false negative result was reported. 

General remarks 
The parameter Clostridium perfringens includes both spores and vegetative cells of C. perfringens, and 
no sample pasteurisation should be performed prior to analysis. Participants may report either 
presumptive (non-confirmed) or confirmed C. perfringens. 

Most participants followed (EN) ISO 14189:2013, which was last reviewed by ISO in 2024 and remains 
current. ISO 14189 describes a TSC-based method for the detection and enumeration of C. perfringens 
in various types of water. Presumptive C. perfringens are defined as colonies producing any shade of 
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black, grey, or yellow-brown coloration on TSC agar after anaerobic incubation. Confirmed 
C. perfringens are presumptive colonies that additionally possess the enzyme acid phosphatase. Due to 
the presence of hazardous substances in the confirmation reagent, some laboratories report only 
presumptive results. 

Two participants reported using TSC in accordance with the draft standard ISO/CD 6461-2:2002. One 
participant reported following Council Directive 98/83/EC [2], which is based on m-CP agar. 

The distribution of results was wide (CV > 30 % and < 40 %) for presumptive C. perfringens in sample 
B and confirmed C. perfringens in sample C. Therefore, the lower acceptance limit was manually set to 
1 cfu/100 ml and the z-scores should be interpreted with caution. 

Five false negative results were reported for presumptive C. perfringens, which is not unexpected when 
confirmation is inherent to the method used (e.g. m-CP agar). One participant also reported having 
submitted incorrect results. However, it has previously been observed that certain TSC agars from 
different manufacturers may not detect the strain of P.  bifermentans (previously C. bifermentans). 

Table 5. Results from analysis of presumptive C. perfringens 

Method 
Sample A Sample B Sample C 

N n mPT CV F < > N n mPT CV F < > N n mPT CV F < > 

All results 38 37 - - 1 - - 39 34 1185 38 5 0 0 37 34 83 18 0 2 1 

ISO 14189 (TSC) 35 34 - - 1 - - 36 32 1561 37 4 0 0 34 32 80 18 0 2 0 
ISO/CD 6461-2:2002-12-20,  

Modified (TSC) 2 2 - - 0 - - 2 2 - - 0 0 0 2 1 - - 0 0 1 

EU Directive 1998 (m-CP Agar) 1 1 - - 0 - - 1 0 - - 1 0 0 1 1 - - 0 0 0 

For “All results”, mPT = assigned value, robust mean value in cfu 100 ml-1, re-transformed to the cfu scale 

For individual methods, mPT = median value in cfu 100 ml-1 

Table 6. Results from analysis of C. perfringens 

Method 
Sample A Sample B Sample C 

N n mPT CV F < > N n mPT CV F < > N n mPT CV F < > 

All results 25 24 - - 1 - - 24 19 - - 5 - - 24 23 79 39 1 0 0 

ISO 14189 (TSC) 21 20 - - 1 - - 20 15 - - 5 - - 20 19 81 34 1 0 0 
ISO/CD 6461-2:2002-12-20, 

 Modified (TSC) 2 2 - - 0 - - 2 2 - - 0 - - 2 2 - - 0 0 0 

EU Directive 1998 (m-CP Agar) 1 1 - - 0 - - 1 1 - - 0 - - 1 1 - - 0 0 0 

Other 1 1 - - 0 - - 1 1 - - 0 - - 1 1 - - 0 0 0 

For “All results”, mPT = assigned value, robust mean value in cfu 100 ml-1, re-transformed to the cfu scale 

For individual methods, mPT = median value in cfu 100 ml-1 
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Figure 4. Results from analysis of presumptive and confirmed Clostridium perfringens. 
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Moulds and yeasts 
Sample A 
The strains of P. malorum and H. uvarum were target organisms for moulds and yeasts, respectively. 
On Rose Bengal Agar supplemented with chlortetracycline and chloramphenicol (RBCC), H. uvarum 
forms typical pink colonies. In contrast, colonies of P. malorum are often pink and lack mature spores 
after seven days of incubation (see photo in Appendix 3). 

A total of 32 results were reported for moulds, including one low and one high outlier, as well as four 
false negative results. 

For yeasts, 32 results were reported, including one low and one high outlier, as well as one false negative 
result. 

Sample B 
No target organism was present in the sample. 

A total of 30 results were reported for moulds, including one false positive result. 

For yeasts, 30 results were reported, including two false positive results. 

Sample C 
The strains of C. cladosporioides and S. cerevisiae were target organisms for moulds and yeasts, 
respectively. On RBCC, C. cladosporioides forms powdery, olive-green colonies, while S. cerevisiae 
forms pink, raised colonies. 

A total of 32 results were reported for moulds, including two low and two high outliers. 

For yeasts, 30 results were reported, including two low outliers. 

General remarks 
Most participants followed the Swedish standard SS 028192, Edition 1, which is currently under 
revision. This standard is also partly used in Finland under the national designation SFS 5507. SS 
028192 is based on incubation on Rose Bengal agar with chlortetracycline and chloramphenicol (RBCC) 
at 25 °C for seven days. 

The majority of participants used RBCC; however, the use of Dichloran Rose Bengal Chloramphenicol 
Agar (DRBC), Oxytetracycline Glucose Yeast Extract Agar (OGYE) and Malt Extract Agar (ME) was 
also reported. 

For sample A, false negative results for moulds were reported from methods not based on RBCC. This 
may be related to the culture medium used or to differences in magnification during examination. 
P. malorum develops small, pink colonies that may lack mature spores after seven days of incubation, 
which can make detection more difficult. 
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Table 7. Results from analysis of moulds. 

Method 
Sample A Sample B Sample C 

N n mPT CV F < > N n mPT CV F < > N n mPT CV F < > 

All results 32 26 464 25 4 1 1 30 29 - - 1 - - 32 28 262 23 0 2 2 

SS 028192 (RBCC) 13 13 460 16 0 0 0 13 13 - - 0 - - 13 13 225 15 0 0 0 

Other 4 1 - - 2 0 1 4 3 - - 1 - - 4 1 - - 0 1 2 

NS (SS) 028192 (RBCC) 4 4 - - 0 0 0 3 3 - - 0 - - 4 4 - - 0 0 0 

SFS 5507 (RBCC) 3 3 - - 0 0 0 3 3 - - 0 - - 3 3 - - 0 0 0 

SFS 5507 (DRBC) 2 2 - - 0 0 0 2 2 - - 0 - - 2 2 - - 0 0 0 
Oxytetra. Glucose Yeast Extract 

Agar (OGYE)  2 0 - - 1 1 0 1 1 - - 0 - - 2 1 - - 0 1 0 

SS 028192 modified (DRBC) 1 0 - - 1 0 0 1 1 - - 0 - - 1 1 - - 0 0 0 
Dichloran Rose Bengal 

Chloramphenicol Agar (DRBC)  1 1 - - 0 0 0 1 1 - - 0 - - 1 1 - - 0 0 0 

NMKL 98:2005 modified (DRBC) 1 1 - - 0 0 0 1 1 - - 0 - - 1 1 - - 0 0 0 

Malt Extract Agar (ME) 1 1 - - 0 0 0 1 1 - - 0 - - 1 1 - - 0 0 0 

For “All results”, mPT = assigned value, robust mean value in cfu 100 ml-1, re-transformed to the cfu scale. 

For individual methods, mPT = median value in cfu 100 ml-1 

Table 8. Results from analysis of yeasts. 

Method 
Sample A Sample B Sample C 

N n mPT CV F < > N n mPT CV F < > N n mPT CV F < > 

All results 32 29 886 11 1 1 1 30 28 - - 2 - - 30 28 197 24 0 2 0 

SS 028192 (RBCC) 13 13 900 8 0 0 0 13 13 - - 0 - - 13 13 220 18 0 0 0 

Other 6 4 - - 0 1 1 3 2 - - 1 - - 3 1 - - 0 2 0 

NS (SS) 028192 (RBCC) 4 4 - - 0 0 0 3 3 - - 0 - - 4 4 - - 0 0 0 

SFS 5507 (RBCC) 3 2 - - 1 0 0 3 3 - - 0 - - 3 3 - - 0 0 0 

SFS 5507 (DRBC) 1 1 - - 0 0 0 2 2 - - 0 - - 2 2 - - 0 0 0 
Oxytetra. Glucose Yeast Extract 

Agar (OGYE) 1 1 - - 0 0 0 2 1 - - 1 - - 1 1 - - 0 0 0 

SS 028192 modified (DRBC) 1 1 - - 0 0 0 1 1 - - 0 - - 1 1 - - 0 0 0 
Dichloran Rose Bengal  

Chloramphenicol Agar (DRBC) 1 1 - - 0 0 0 1 1 - - 0 - - 1 1 - - 0 0 0 

NMKL 98:2005 modified (DRBC) 1 1 - - 0 0 0 1 1 - - 0 - - 1 1 - - 0 0 0 

Malt Extract Agar (ME) 1 1 - - 0 0 0 1 1 - - 0 - - 1 1 - - 0 0 0 

For “All results”, mPT = assigned value, robust mean value in cfu 100 ml-1, re-transformed to the cfu scale 

For individual methods, mPT = median value in cfu 100 ml-1 
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Figure 5. Results from analysis of moulds and yeasts. 
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Actinomycetes 
Sample A 
No target organism was present in the sample.  

A total of 24 results were reported, all of which were evaluated as correct. 

Sample B 
An actinomycete belonging to the Streptomyces spp. group was included. On Actinomycete Isolation 
Agar (ACTA), it forms typical powdery white colonies with aerial mycelium and may also produce 
droplets on the mycelium. 

A total of 24 results were reported, and no outliers were identified. 

Sample C 
No target organism was present in the sample. Small mycelial structures of mould may develop as 
background growth on the medium alongside bacteria. 

A total of 24 results were reported, including two false positive results. 

General remarks 
Actinomycetes can impart odour and taste to drinking water and are included as a monitoring parameter 
in Sweden in accordance with the Swedish Food Agency regulation (LIVSFS 2022:12). The 
parameter is analysed according to the Swedish standard SS 028212, Edition 1, which is currently 
under revision. This method is based on ACTA supplemented with cycloheximide. 

Most participants reported using ACTA, while five participants reported using Plate Count Agar (PCA) 
supplemented with natamycin as a selective agent. 

Actinomycetes were present only in sample B. The reported results showed low dispersion (CV 16 %), 
and comparable results were obtained across the applied methods. 

For sample C, two false-positive results were reported. This may be related to the presence of mycelial 
structures of C. cladosporioides, which may develop as background growth on the medium alongside 
bacteria. 

Table 9. Results from analysis of Actinomycetes 

Method 
Sample A Sample B Sample C 

N n mPT CV F < > N n mPT CV F < > N n mPT CV F < > 

All results 24 24 - - 0 - - 25 25 69 16 0 0 0 24 22 - - 2 - - 

SS 028212 (ACTA) 18 18 - - 0 - - 19 19 66 17 0 0 0 18 16 - - 2 - - 
THG (PCA) agar,  

containing Natamycin 5 5 - - 0 - - 5 5 66 16 0 0 0 5 5 - - 0 - - 

Other 1 1 - - 0 - - 1 1 - - 0 0 0 1 1 - - 0 - - 
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For “All results”, mPT = assigned value, robust mean value in cfu 100 ml-1, re-transformed to the cfu scale 

For individual methods, mPT = median value in cfu 100 ml-1 

 

  
Figure 6. Results from analysis of actinomycetes. 
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Culturable microorganisms, three 
days incubation at 22 °C  
Sample A 
The strain of P. brenneri was the main target organism. 

A total of 75 results were reported, including one low outlier and one high outlier. 

Sample B 
The strain of S. saprophyticus was the main target organism. 

A total of 74 results were reported, including two low and two high outliers. 

Sample C 
The strain of S. saprophyticus was the main target organism.  

A total of 74 results were reported, including one high outlier. 

General remarks 
Most participants followed the standard (EN) ISO 6222:1999, which specifies a pour plate method using 
Yeast Extract Agar (YeA). Within this standard, culturable microorganisms are defined as all aerobic 
bacteria, yeasts, and moulds capable of forming colonies on the medium. ISO 6222:1999 was last 
reviewed and confirmed by ISO in 2021 and remains current. Some laboratories reported modifications 
to the method, primarily by using Plate Count Agar (PCA) instead of YeA. 

For sample A, a slightly lower median was observed for methods using PCA (modified ISO 6222) 
compared to those using YeA according to ISO 6222. Samples B and C contained the same main target 
organism, and comparable results were obtained between the methods.  

Table 10. Results from analysis of culturable microorganisms, 72 hours incubation at 22 ± 2 °C. 

Method 
Sample A Sample B Sample C 

N n mPT CV F < > N n mPT CV F < > N n mPT CV F < > 

All results 75 73 93 17 0 1 1 74 70 21 10 0 2 2 74 73 27 9 0 0 1 
ISO 6222 

(YeA, pour plate) 46 45 96 17 0 1 0 46 44 21 10 0 1 1 46 46 28 9 0 0 0 

ISO 6222 modified 
(PCA, pour plate) 12 12 77 19 0 0 0 12 12 21 8 0 0 0 12 12 27 9 0 0 0 

Yeast extract Agar 
(YeA, pour plate) 8 7 74 22 0 0 1 7 5 21 10 0 1 1 7 6 23 10 0 0 1 

Plate Count Agar 
(PCA, pour plate) 3 3 - - 0 0 0 3 3 - - 0 0 0 3 3 - - 0 0 0

3M™ Petrifilm™ 
Aerobic Count Plate 3 3 - - 0 0 0 3 3 - - 0 0 0 3 3 - - 0 0 0
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Other 3 3 - - 0 0 0 3 3 - - 0 0 0 3 3 - - 0 0 0

For “All results”, mPT = assigned value, robust mean value in cfu ml-1, re-transformed to the cfu scale 

For individual methods, mPT = median value in cfu ml-1 

Figure 7. Results from analysis of culturable microorganisms, 72 hours incubation at 22 °C 
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Slow-growing bacteria 22 °C, 7 days 
Sample A 
No specific slow-growing bacterium was included in the sample, however, the strain of P. brenneri 
forms colonies on Yeast extract Agar (YEA) and Reasoner's 2A (R2A) agar at 22 °C after 7 days. 

A total of 36 results were reported, and no outliers were identified. 

Sample B 
No specific slow-growing bacterium was included in the sample, however, the strain of S. saprophyticus 
forms colonies on YEA and R2A at 22 °C after 7 days. 

A total of 37 results were reported, including one low and two high outliers. 

Sample C 
The Sphingomonas spp. strain was the primary target organism. This strain typically requires more than 
three days of incubation to develop visible colonies. 

A total of 37 results were reported, including one high outlier. 

General remarks 
The parameter slow growing bacteria indicates microbiological growth in water treatment plants and 
distribution systems. In Sweden, it is included as a monitoring parameter for drinking water in 
accordance with the Swedish Food Agency regulation (LIVSFS 2022:12). The parameter is currently 
analysed using a modified version of (EN) ISO 6222:1999, including an extended incubation time of 
seven days and reporting of bacterial colonies only. 

ISO/FDIS 13647 (Water quality — Enumeration of culturable microorganisms — Colony count by 
spread plate inoculation on R2A medium) is under development. The method is based on incubation at 
22 °C for 7 days on a low-nutrient medium (R2A) and is intended for monitoring drinking water quality 
and distribution systems, particularly in low-nutrient waters. 

Sample C included a slow-growing Sphingomonas sp. bacterium, which typically forms small colonies 
and may require magnification during examination. 

Most participants (81 %) used Yeast Extract Agar (YeA), while four participants used R2A. 
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Table 11. Results from analysis of slow-growing bacteria 22 °C, 7 days. 

Method 
Sample A Sample B Sample C 

N n mPT CV F < > N n mPT CV F < > N n mPT CV F < > 

All results 36 36 107 15 0 0 0 37 34 22 13 0 1 2 37 36 58 12 0 0 1 

ISO 6222 mod. (YeA, pour plate) 28 28 116 15 0 0 0 27 27 23 14 0 0 0 27 27 57 10 0 0 0 

Other 3 3 - - 0 0 0 3 2 - - 0 0 1 3 3 - - 0 0 0 

R2A agar, spread plate 3 3 - - 0 0 0 3 1 - - 0 1 1 3 2 - - 0 0 1 

YeA, pour plate 1 1 - - 0 0 0 3 3 - - 0 0 0 3 3 - - 0 0 0 

R2A agar, pour plate 1 1 - - 0 0 0 1 1 - - 0 0 0 1 1 - - 0 0 0 

For “All results”, mPT = assigned value, robust mean value in cfu ml-1, re-transformed to the cfu scale 

For individual methods, mPT = median value in cfu ml-1 

Figure 8. Results from analysis of slow-growing bacteria 
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Outcome of individual participants’ 
results - assessment 
Reporting and evaluation of results 
The results of all participants are presented in Appendix 1, together with the minimum and maximum 
accepted values for each analytical parameter. Outliers and false results are highlighted in yellow and 
red, respectively, with bold font. 

Participants are neither grouped nor ranked based on their results. The performance of an individual 
participant can generally be assessed based on the number of outliers and false results, as well as the 
z-scores.

Information on the processing of results and recommendations for follow-up actions are provided in the 
Scheme Protocol [3]. 

Samples for follow-up analyses can be ordered at: https://laboratory.livsmedelsverket.se 

Box plots 
Box plots are based on the z-scores presented in Appendix 2 and provide an overview of the performance 
of each participant. The spread of z-scores is indicated by the size of the box and, for most participants, 
by lines and/or circles above and below the box. A narrow range of values, centred around zero, indicates 
that the participant’s results are generally close to mPT across the different analyses. 

The different components of a box plot are illustrated in Figure 9. 

Figure 9. Schematic illustration of the components of a box plot. 

Median: the median of the z scores 

Q3: the upper quartile, 75 % of the z scores are below this value 

Q1: the lower quartile, 25 % of the z scores are below this value 

IQR: the interquartile range (the “box”), 50 % of the z scores are included within this range 

Upper whisker: extends to the largest z-score within Q3 + 1.5 × IQR 

Lower whisker: extends to the smallest z-score within Q1 − 1.5 × IQR 

Outliers: z-scores above Q3 + 1.5 × IQR or below Q1 − 1.5 × IQR 

https://laboratory.livsmedelsverket.se/
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Figure 10. Box plots illustrating the distribution of z-scores for each participant. 
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Test material and quality control 
Test material 
Each participant received three samples containing freeze-dried microorganisms, designated A–C. The 
test material was freeze-dried in 0.5 ml portions in glass vials, as described by Peterz and Steneryd [4]. 
Prior to analysis, the contents of each vial should be reconstituted in 800 ml of sterile diluent. The 
microbial content of the samples, as well as the concentrations determined by the Swedish Food Agency 
are presented in the table below. 

Table 12. Microorganisms and approximate concentrations in the samples. 

Sample Microorganism 
Strain 

SLV no.1 Origin Reference2 cfu / 100 ml3 

A Cronobacter sakazakii 419 Water 1299 

Klebsiella aerogenes 099 Sputum ATCC 13 048 1545 

Phialophora malorum 545 Water 575 

Hanseniaspora uvarum 555 CF SQE 77b 840 

Pseudomonas brenneri 535 Water CCUG 45106 138a 

B Escherichia coli 532 Water CCUG 48891 41 

Citrobacter freundii 091 CCUG 43597 36 

Streptomyces sp. 548 Reservoir 72 

Paraclostridium bifermentans 009 CCUG 43592 1682 

Staphylococcus saprophyticus 013 20a 

C Escherichia coli 084 Water 23 

Klebsiella pneumoniae 186 Vegetarian kebab CCUG 45102 17 

Clostridium perfringens 442 CCUG 43593 117 

Cladosporium cladosporioides 488 CBS 812.96 337 

Staphylococcus saprophyticus 013 25 

Sphingomonas species 547 Water 42 

Saccharomyces cerevisiae 375 242 

1 Internal strain identification number at the Swedish Food Agency. 
2 Culture collection. ATCC: American Type Culture Collection, CBS: Centraalbureau voor Schimmelcultures (Westerdijk Institute), CCUG: 
Culture Collection University of Gothenburg, Sweden, DSMZ: Deutsche Sammlung von Mikroorganismen und Zellkulturen GmbH. 
3 cfu = colony forming units  
a indicates cfu per ml 
b designation in an older culture collection 
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Quality control of the samples 
Quality control and evaluation of sample homogeneity is performed on 10 randomly selected vials in 
conjunction with production, or on 5 vials if the batch has previously been approved for homogeneity. 
Homogeneity of the test material is considered acceptable if, for each analysis, the p value of a one-way 
analysis of variance (ANOVA) fulfils the criterion p ≥ 0.05. If the ANOVA yields p < 0.05, the PT test 
item batch may still be considered homogenous if sbu < sR/3, where: 

sbu: between-vial standard deviation derived from the ANOVA 

sR: expected laboratory variation, generally assumed to be 1.25 for the Drinking water scheme. 

Further information on the evaluation of homogeneity is provided in the Scheme Protocol [3]. 

Table 13. Mean concentration (m), between-vial variation (sbu) and p values from the quality control of the samples; m is 

expressed in square root cfu (colony forming units) per 100 ml of sample for MF methods and per ml for pour plate methods. 

Analysis and method 
A1 B2 C 

m sbu p m sbu p m sbu p 

Coliform bacteria 
SS-EN ISO 9308-1:2014/A1:2017 5.62a 0.26 0.17 6.22c 0.00 0.71 6.37 0.11 0.45 

Suspected thermotolerant coliform bact. 
SS 28167, Edition 2 11.54b 0.90 0.11 6.15 0.00 0.61 5.92 0.00 0.96 

Escherichia coli 
SS-EN ISO 9308-1:2014/A1:2017 - - - 4.5 c 0.03 0.48 4.80 0.08 0.47 

Presumptive Clostridium perfringens 
SS-EN ISO 14189:2016 - - - 4.10a 0.32 0.14 3.42 0.39 0.00 

Moulds 
SS 28192, Edition 1 2.40a 0.26 0.20 - - - 5.81b 0.12 0.44 

Yeasts 
SS 28192, Edition 1 2.90a 0.34 0.14 - - - 4.92b 0.35 0.08 

Actinomycetes 
SS 28212, Edition 1 - - - 5.99c 0.10 0.45 - - -

Culturable microorganisms, 72 h 22 °C 
SS-EN ISO 6222:1999 11.29 0.30 0.07 4.66 0.30 0.28 5.50 0.17 0.39 

Slow-growing bacteria, 7d 22 °C 
SS-EN ISO 6222:1999 modified 11.74 0.00 0.72 4.55 0.00 0.81 5.81 0.12 0.44 

– No target organism or no value
1 n = 5 vials analysed in duplicate 
a cfu per 1 ml of sample 
b cfu per 10 ml of sample 
c cfu per 50 ml of sample 
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Appendix 1. Results of the participating laboratories

A B C A B C A B C A B C A B C A B C A B C A B C A B C A B C
1131-1 3450 86 35 - - - 0 43 25 - - - - - - - - - - - - - - - 151 29 35 179 40 81 1131-1
1131-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 1131-2
1131-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 1131-3
1237-1 1400 15 19 1200 40 26 0 15 19 - - - 0 3200 79 - - - - - - - - - 39 24 29 49 20 28 1237-1
1237-2 2420 70 27 - - - 0 31 15 - - - - - - - - - - - - - - - - - - - - - 1237-2
1237-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 1237-3
1545-1 4400 80 38 1300 34 29 0 35 27 0 1500 200 0 0 200 0 0 400 955 0 245 0 77 0 123 26 33 124 27 57 1545-1
1545-2 4100 109 35 - - - 0 49 20 - - - - - - - - - - - - - - - - - - - - - 1545-2
1545-3 - - - - - - 0 34 14 - - - - - - - - - - - - - - - - - - - - - 1545-3
1753-1 3964 86 33 - - - 0 50 23 0 873 71 - - - 500 0 164 700 0 245 0 45 0 131 27 31 132 28 71 1753-1
1753-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 1753-2
1753-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 1753-3
1868-1 3150 72 41 - - - 0 41 25 0 535 120 - - - - - - - - - 0 78 0 96 21 24 108 21 59 1868-1
1868-2 3652 84 43 - - - 0 46 26 - - - - - - - - - - - - - - - - - - - - - 1868-2
1868-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 1868-3
1966-1 3874 87 31 - - - - 52 16 - 2520 94 - - - 667 - 333 793 - 198 - 126 - 111 17 30 104 18 44 1966-1
1966-2 3032 72 46 - - - - 43 23 - - - - - - - - - - - - - - - - - - - - - 1966-2
1966-3 2342 61 36 - - - - 25 19 - - - - - - - - - - - - - - - - - - - - - 1966-3
1970-1 2800 74 35 0 0 35 0 41 15 0 11 82 0 0 82 360 0 340 860 0 230 - - - 85 30 23 - - - 1970-1
1970-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 1970-2
1970-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 1970-3
2000-1 - 76 34 - - - 0 37 18 - - - 0 - 0 - - - - - - - - - 75 22 23 - - - 2000-1
2000-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 2000-2
2000-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 2000-3
2317-1 1300 34 15 - - - 0 34 15 0 1200 19 0 1200 19 - - - - - - - - - 81 19 24 - - - 2317-1
2317-2 1500 22 16 - - - 0 28 18 0 1500 14 0 1500 14 - - - - - - - - - 73 22 21 - - - 2317-2
2317-3 1400 28 16 - - - 0 31 17 0 1350 17 0 1350 17 - - - - - - - - - 77 21 23 - - - 2317-3
2637-1 4300 62 19 - - - 0 41 14 0 1600 71 - - - - - - - - - - - - 120 23 28 - - - 2637-1
2637-2 4500 50 48 - - - 0 32 32 0 1500 64 - - - - - - - - - - - - 130 23 24 - - - 2637-2
2637-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 2637-3
2745-1 1200 32 29 - 15 19 0 15 19 - - - - - - - - - - - - - - - 74 16 22 73 20 56 2745-1
2745-2 - - - 0 - - - - - - - - - - - - - - - - - - - - - - - - - - 2745-2
2745-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 2745-3
2794-1 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 2794-1
2794-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 2794-2
2794-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 2794-3
3031-1 2500 62 31 - - - 0 39 21 0 0 40 0 0 40 - - - - - - - - - 84 18 24 - - - 3031-1
3031-2 2420 56.5 40.2 - - - 0 32.7 20.6 - - - - - - - - - - - - - - - - - - - - - 3031-2
3031-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 3031-3
3076-1 1440 90 27 - - - - - - - - - - - - - - - - - - - - - 80 17 26 89 26 71 3076-1
3076-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 3076-2
3076-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 3076-3
3162-1 3255 74 28 - - - 0 47 22 0 560 160 - - - 500 0 350 900 0 210 0 62 0 129 20 22 129 20 56 3162-1
3162-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 3162-2
3162-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 3162-3
3305-1 3600 100 34 - - - 0 53 18 0 2200 66 0 0 66 1000 0 460 1000 0 310 0 118 0 130 18 38 - - - 3305-1
3305-2 3400 70 38 - - - 0 49 13 - - - - - - - - - - - - - - - - - - - - - 3305-2
3305-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 3305-3
3515-1 - - - - - - - - - - - - - - - - - - - - - - - - 90 22 33 90 22 36 3515-1
3515-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 3515-2
3515-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 3515-3
3587-1 - - - - - - - - - - - - - - - - - - - - - - - - 76 22 21 - - - 3587-1
3587-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 3587-2
3587-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 3587-3
3730-1 1900 90 35 2200 43 36 - - - - - - - - - - - - - - - - - - 200 19 29 - - - 3730-1
3730-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 3730-2
3730-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 3730-3
4015-1 4000 74 34 - - - 0 36 18 0 1554 94 - - - 356 0 149 676 0 239 0 85 0 136 17 27 137 18 64 4015-1

Lab no.

Culturable 
microorganisms 

22 °C, 3 days (cfu/ml)

Slow-growing 
bacteria (cfu/ml)

Coliform bacteria 
Susp. thermotol. 

coliform bact. 
E. coli 

Presumptive
C. perfringens

Clostridium 
perfringens 

Moulds 
Lab no.

Yeasts Actinomycetes 
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A B C A B C A B C A B C A B C A B C A B C A B C A B C A B C

Lab no.

Culturable 
microorganisms 

22 °C, 3 days (cfu/ml)

Slow-growing 
bacteria (cfu/ml)

Coliform bacteria 
Susp. thermotol. 

coliform bact. 
E. coli 

Presumptive
C. perfringens

Clostridium 
perfringens 

Moulds 
Lab no.

Yeasts Actinomycetes 

4015-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 4015-2
4015-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 4015-3
4339-1 4100 82 30 800 35 39 0 66 9 - - - 0 0 100 94 0 250 970 0 280 0 100 0 64 27 30 56 17 66 4339-1
4339-2 2500 68 30 - - - 0 38 19 - - - - - - - - - - - - - - - - - - - - - 4339-2
4339-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 4339-3
4343-1 3076 55 58 - - - 0 31 31 0 0 67 - - - 345 0 179 909 0 185 0 51 0 109 21 27 112 23 62 4343-1
4343-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 4343-2
4343-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 4343-3
4356-1 2900 54 29 780 24 27 0 0 15 - - - 0 0 10 - - - - - - - - - 56 35 28 - - - 4356-1
4356-2 2400 64 36 - - - 0 36 20 - - - - - - - - - - - - - - - - - - - - - 4356-2
4356-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 4356-3
4418-1 3800 76 17 1970 25 34 0 45 16 3500 37 - 3500 37 - 0 280 1 3300 54 12 - - - 131 25 43 91 17 - 4418-1
4418-2 1600 79 17 - - - 220 79 11 - - - - - - - - - - - - - - - - - - - - 31 4418-2
4418-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 4418-3
4723-1 1986 81 34 - - - 0 51 20 0 0 66 - - - 327 0 345 755 0 155 0 100 10 121 16 26 123 17 53 4723-1
4723-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 4723-2
4723-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 4723-3
4889-1 1700 72 28 - - - 0 40 13 - - - 0 0 91 - - - - - - - - - 78 22 27 - - - 4889-1
4889-2 3300 66 27 - - - 0 33 12 - - - - - - - - - - - - - - - - - - - - - 4889-2
4889-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 4889-3
5120-1 2187 88 36 - - - 0 35 20 - - - 0 0 81 380 0 310 960 - 200 0 57 0 83 19 23 - - - 5120-1
5120-2 1900 43 34 - - - 0 20 18 - - - - - - - - - - 0 - - - - - - - - - - 5120-2
5120-3 1000 61 43 - - - 0 36 22 - - - - - - - - - - - - - - - - - - - - - 5120-3
5200-1 1500 84 40 0 21 40 0 21 49 - - - - - - 333.3 0 1667 1000 0 - - - - - - - - - - 5200-1
5200-2 1700 110 63 0 49 - 0 49 - - - - - - - 2333 - 1333 666.7 - - - - - - - - - - - 5200-2
5200-3 3300 - 79 - - - - - - - - - - - - - - - - - - - - - - - - - - - 5200-3
5201-1 - - - - - - - - 23 - - - - - - - - - - - - - - - 101 21 23 - - - 5201-1
5201-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 5201-2
5201-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 5201-3
5204-1 3200 70 43 - - - 0 56 26 0 0 81 - - - 609 0 245 682 0 117 0 77 0 78 8 25 92 13 51 5204-1
5204-2 1400 75 32 - - - 0 48 19 - - - - - - - - - - - - - - - - - - - - - 5204-2
5204-3 4127 75 43 - - - 0 49 23 - - - - - - - - - - - - - - - - - - - - - 5204-3
5220-1 1470 33 31 - - - 0 12 14 - - - 0 0 300 - - - - - - - - - 37 19 28 - - - 5220-1
5220-2 2192 77 32 - - - 0 40 16 - - - - - - - - - - - - - - - - - - - - - 5220-2
5220-3 1100 93 43 - - - 0 43 43 - - - - - - - - - - - - - - - - - - - - - 5220-3
5447-1 2000 26 13 - - - 0 39 - - - - - - - - - - - - - - - - - - - 70 50 130 5447-1
5447-2 - - - - - - - - 17 - - - - - - - - - - - - - - - - - - - - - 5447-2
5447-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 5447-3
5701-1 1100 107 55 - - - 0 55 26 - - - - - - - - - - - - - - - 70 24 25 - - - 5701-1
5701-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 5701-2
5701-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 5701-3
5858-1 1070 49 34 - - - 0 27 15 0 2300 170 0 0 170 - - - - - - - - - 28 17 23 - - - 5858-1
5858-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 5858-2
5858-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 5858-3
5950-1 - - - - - - - - - - - - - - - - - - - - - 0 60 0 - - - 105 21 51 5950-1
5950-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 5950-2
5950-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 5950-3
6175-1 >201 70 50 - - - 0 48 22 - - - - - - - - - - - - - - - 114 27 24 - - - 6175-1
6175-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 6175-2
6175-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 6175-3
6176-1 1 1 1 - - - 0 1 1 - - - - - - 18 0 1 15 11 2 - - - 50 8 19 - 21 28 6176-1
6176-2 - - - - - - - - - - - - - - - - - - - - - - - - 33 - - - - - 6176-2
6176-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 6176-3
6182-1 3433 84 37 - - - 0 53 23 0 0 130 - - - 967 0 283 1166 0 313 0 85 13 86 22 24 88 23 62 6182-1
6182-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 6182-2
6182-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 6182-3
6233-1 2800 60 32 - - - 0 42 10 - - - - - - - - - - - - - - - 112 20 17 - - - 6233-1
6233-2 1785 49 22 - - - 0 37 10 - - - - - - - - - - - - - - - - - - - - - 6233-2
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Appendix 1. Results of the participating laboratories

A B C A B C A B C A B C A B C A B C A B C A B C A B C A B C

Lab no.

Culturable 
microorganisms 

22 °C, 3 days (cfu/ml)

Slow-growing 
bacteria (cfu/ml)

Coliform bacteria 
Susp. thermotol. 

coliform bact. 
E. coli 

Presumptive
C. perfringens

Clostridium 
perfringens 

Moulds 
Lab no.

Yeasts Actinomycetes 

6233-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 6233-3
6253-1 3400 59 30 - - - 0 38 15 - - - - - - - - - - - - - - - 90 20 29 - - - 6253-1
6253-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 6253-2
6253-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 6253-3
6456-1 1745 66 27 - - - 0 34 18 - - - - - - - - - - - - - - - 111 20 50 - - - 6456-1
6456-2 1400 71 32 - - - 0 36 23 - - - - - - - - - - - - - - - - - - - - - 6456-2
6456-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 6456-3
6686-1 1445 28.2 34.4 - - - 0 27.1 20.7 0 1600 170 - - - - - - - - - - - - 20 18 28 - - - 6686-1
6686-2 500 20 25 - - - 0 18 20 - - - - - - - - - - - - - - - - - - - - - 6686-2
6686-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 6686-3
7248-1 2000 61 15 700 7 10 0 49 10 0 2000 89 - - - - 0 200 510 0 160 0 40 0 68 18 22 68 43 48 7248-1
7248-2 2300 58 32 - - - 0 40 16 - - - - - - 280 - - - - - - - - - - - - - - 7248-2
7248-3 - - - - - - 0 7 10 - - - - - - - - - - - - - - - - - - - - - 7248-3
7442-1 2490 68 41 - - - 0 42 27 0 495 119 - - - - - - - - - 0 70 0 118 20 28 120 19 69 7442-1
7442-2 3681 74 35 - - - 0 32 19 - - - - - - - - - - - - - - - - - - - - - 7442-2
7442-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 7442-3
7688-1 1460 63 7 - - - 0 34 18 0 2100 67 0 0 34 230 0 60 0 0 28 0 65 0 113 52 29 - - - 7688-1
7688-2 3440 70 37 - - - - - - - - - - - - - - - - - - - - - - - - - - - 7688-2
7688-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 7688-3
7728-1 1900 63 36 - - - 0 27 18 - - - - - - - - - - - - - - - 77 26 41 - - - 7728-1
7728-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 7728-2
7728-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 7728-3
7876-1 3000 74 31 660 36 32 0 42 18 0 2200 96 - - - 460 0 260 1000 0 220 0 83 0 53 22 25 52 22 50 7876-1
7876-2 3000 71 25 - - - 0 35 11 - - - - - - - - - - - - - - - - - - - - - 7876-2
7876-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 7876-3
7930-1 2300 67 38 - - - 0 43 22 0 680 100 0 0 100 700 0 410 700 0 290 - - - 120 16 26 - - - 7930-1
7930-2 2000 95 32 - - - 0 41 18 - - - - - - - - - - - - - - - - - - - - - 7930-2
7930-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 7930-3
7962-1 2100 76 40 500 22 38 0 40 33 - - - - - - - - - - - - - - - 85 21 40 - - - 7962-1
7962-2 2400 91 30 - - - 0 42 21 - - - - - - - - - - - - - - - - - - - - - 7962-2
7962-3 - - - - - - 0 22 38 - - - - - - - - - - - - - - - - - - - - - 7962-3
7968-1 300 52 40 - - - 0 32 19 - - - 0 0 140 0 0 280 865 0 290 - - - 72 30 27 - - - 7968-1
7968-2 1152 55 34 - - - 0 31 15 - - - - - - - - - - - - - - - - - - - - - 7968-2
7968-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 7968-3
8165-1 5000 65 39 - - - 0 26 24 - - - - - - - - - - - - - - - - - - - - - 8165-1
8165-2 2800 58 39 - - - 0 31 19 - - - - - - - - - - - - - - - - - - - - - 8165-2
8165-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 8165-3
8260-1 1568 60 36 - - - 0 34 20 0 1850 74 - - - - - - - - - - - - 110 23 33 112 24 71 8260-1
8260-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 8260-2
8260-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 8260-3
8329-1 3510 79 40 - - - 0 51 25 0 2100 74 - - - 375 0 225 820 0 80 - - - 143 23 24 140 23 53 8329-1
8329-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 8329-2
8329-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 8329-3
8380-1 2050 68 31 - - - 0 34 18 - - - - - - - - - - - - - - - 56 17 27 - - - 8380-1
8380-2 1950 77 37 - - - 0 34 24 - - - - - - - - - - - - - - - - - - - - - 8380-2
8380-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 8380-3
8435-1 1900 84 34 - - - 0 40 13 - 32 - 0 0 122 - - - - - - - - - 66 13 26 - - - 8435-1
8435-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 8435-2
8435-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 8435-3
8569-1 2610 86 36 - - - 0 44 22 0 284 87 - - - - - - - - - - - - 163 20 42 158 19 75 8569-1
8569-2 2410 85 30 - - - 0 49 19 0 262 88 - - - - - - - - - - - - - - - - - - 8569-2
8569-3 2392 76 28 - - - 0 46 18 0 - - - - - - - - - - - - - - - - - - - - 8569-3
8626-1 31 65 32 - - - 0 65 - - - - - - - - - - - - - - - - 90 19 34 - - - 8626-1
8626-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 8626-2
8626-3 - - - - - - - - 0 - - - - - - - - - - - - - - - - - - - - - 8626-3
8628-1 1800 83 51 700 25 34 0 48 30 - - - 0 0 90 1400 0 380 1300 0 30 - - - 128 26 32 136 27 61 8628-1
8628-2 - - - - - - 0 0 22 - - - - - - - - - - - - - - - - - - - - - 8628-2
8628-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 8628-3
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Appendix 1. Results of the participating laboratories

A B C A B C A B C A B C A B C A B C A B C A B C A B C A B C

Lab no.

Culturable 
microorganisms 

22 °C, 3 days (cfu/ml)

Slow-growing 
bacteria (cfu/ml)

Coliform bacteria 
Susp. thermotol. 

coliform bact. 
E. coli 

Presumptive
C. perfringens

Clostridium 
perfringens 

Moulds 
Lab no.

Yeasts Actinomycetes 

8663-1 2500 71 43 1600 39 29 0 71 13 0 260 80 0 0 80 - - - - - - - - - 120 26 25 - - - 8663-1
8663-2 2400 61 24 - - - 0 45 16 - - - - - - - - - - - - - - - - - - - - - 8663-2
8663-3 2900 91 32 - - - 0 49 17 - - - - - - - - - - - - - - - - - - - - - 8663-3
8742-1 1200 59 29 - - - 0 32 18 - - - - - - - - - - - - - - - 43 21 26 - - - 8742-1
8742-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 8742-2
8742-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 8742-3
8751-1 4060 89 45 - - - 0 22 25 - - - - - - - - - - - - - - - 83 23 27 86 5 86 8751-1
8751-2 2220 74 27 - - - 0 36 15 - - - - - - - - - - - - - - - - - - - - - 8751-2
8751-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 8751-3
8766-1 1318 81 36 818 40 31 0 44 23 0 1927 80 - - - 590 0 400 764 0 191 0 71 0 113 38 32 109 16 61 8766-1
8766-2 2910 82 46 - - - 0 0 14 - - - - - - - - - - - - - - - - - - - - - 8766-2
8766-3 - - - - - - 0 34 31 - - - - - - - - - - - - - - - - - - - - - 8766-3
8829-1 1737 25 21 - - - 0 25 0 - - - - - - - - - - - - - - - 135 18 24 97 69 89 8829-1
8829-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 8829-2
8829-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 8829-3
8862-1 4564 88 30 - - - 0 60 12 0 1800 71 0 0 71 391 0 272 1027 0 290 0 61 0 128 14 26 128 15 56 8862-1
8862-2 3300 71 33 - - - 0 39 17 - - - - - - - - - - - - - - - - - - - - - 8862-2
8862-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 8862-3
8955-1 2900 96 46 3400 42 35 0 47 33 - - - 0 0 82 670 0 240 1500 0 200 0 66 0 96 16 35 110 20 50 8955-1
8955-2 3100 30 36 - - - 0 6 22 - - - - - - - - - - - - - - - - - - - - - 8955-2
8955-3 - 110 50 - - - - 50 30 - - - - - - - - - - - - - - - - - - - - - 8955-3
9034-1 - - - - - - - - - - - - - - - - - - - - - - - - 79 25 34 - - - 9034-1
9034-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 9034-2
9034-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 9034-3
9408-1 1700 31 26 - - - 0 31 16 0 520 80 - - - - - - - - - - - - 101 26 26 - - - 9408-1
9408-2 3260 74 34 - - - 0 36 24 - - - - - - - - - - - - - - - 81 19 28 - - - 9408-2
9408-3 4610 83 38 - - - 0 56 19 - - - - - - - - - - - - - - - 266 21 20 - - - 9408-3
9436-1 1955 94 47 645 23 32 0 47 23 0 1900 92 - - - 355 0 191 936 0 309 0 66 0 94 17 28 155 30 56 9436-1
9436-2 2800 89 31 - - - 0 46 16 - - - - - - - - - - - - - - - - - - - - - 9436-2
9436-3 - - - - - - 0 23 19 - - - - - - - - - - - - - - - - - - - - - 9436-3
9512-1 - - - - - - - - - - - - - - - 0 0 150 1069 0 330.4 - - - 70.96 19.01 20 - - - 9512-1
9512-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 9512-2
9512-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 9512-3
9524-1 2400 68 30 - - - 0 40 17 - - - 0 0 130 - - - - - - - - - 83 17 25 - - - 9524-1
9524-2 2489 75 38 - - - 0 51 22 - - - - - - - - - - - - - - - - - - - - - 9524-2
9524-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 9524-3
9736-1 3058 68 25 - - - 0 47 10 0 1568 110 - - - 391 0 225 928 0 288 0 63 0 80 27 29 83 28 56 9736-1
9736-2 2550 75 41 - - - 0 34 30 - - - - - - - - - - - - - - - - - - - - - 9736-2
9736-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 9736-3
9857-1 2539 88 35 - - - 0 49 20 - - - - - - - - - - - - - - - 118 21 37 134 21 41 9857-1
9857-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 9857-2
9857-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 9857-3
9899-1 3490 89 27 - - - 0 51 15 0 1630 62 - - - 370 0 199 900 0 134 0 38 0 109 22 30 167 24 58 9899-1
9899-2 3041 63 38 - - - 0 42 23 - - - - - - - - - - - - - - - - - - - - - 9899-2
9899-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 9899-3
9903-1 3064 79 34 - - - 0 37 14 0 1618 58 - - - 545 0 191 873 0 145 0 30 0 91 27 40 91 30 72 9903-1
9903-2 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 9903-2
9903-3 - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 9903-3

N 113 115 116 18 18 17 114 118 118 38 39 37 25 24 24 32 30 32 32 30 30 24 25 24 75 74 74 36 37 37 N
n 111 107 111 18 18 17 113 110 113 37 34 34 24 19 23 26 29 28 29 28 28 24 25 22 73 70 73 36 34 36 n
m PT 49.21 8.39 5.80 - - - - 6.23 4.37 - 34.43 9.11 - - 8.87 21.54 - 16.18 29.76 - 14.03 - 8.29 - 9.64 4.60 5.23 10.32 4.71 7.63 m PT

s PT 10.94 1.01 0.70 - - - - 0.87 0.63 - 13.06 1.62 - - 3.49 5.41 - 3.77 3.25 - 3.43 - 1.37 - 1.67 0.48 0.50 1.59 0.63 0.95 s PT

u PT 1.287 0.117 0.081 - - - - 0.101 0.073 - 2.799 0.332 - - 0.909 1.277 - 0.833 0.729 - 0.784 - 0.341 - 0.241 0.070 0.072 0.331 0.130 0.195 u PT

CV  (%) 22 12 12 - - - - 14 14 - 38 18 - - 39 25 - 23 11 - 24 - 16 - 17 10 9 15 13 12 CV  (%)
u rel,mPT (% 2.1 1.1 1.1 - - - - 1.3 1.3 - 6.5 2.9 - - 8.2 4.7 - 4.1 2.0 - 4.5 - 3.3 - 2.0 1.2 1.1 2.6 2.2 2.0 u rel,mPT (%
F+ 0 0 0 - - - 1 0 0 1 0 0 1 5 0 0 1 0 0 2 0 0 0 2 0 0 0 0 0 0 F+
F- 0 0 0 - - - 0 3 2 0 5 0 0 0 1 4 0 0 1 0 0 0 0 0 0 0 0 0 0 0 F-

 REPORT BY THE SWEDISH FOOD AGENCY – DNR. 2025/04367 



Appendix 1. Results of the participating laboratories

A B C A B C A B C A B C A B C A B C A B C A B C A B C A B C

Lab no.

Culturable 
microorganisms 

22 °C, 3 days (cfu/ml)

Slow-growing 
bacteria (cfu/ml)

Coliform bacteria 
Susp. thermotol. 

coliform bact. 
E. coli 

Presumptive
C. perfringens

Clostridium 
perfringens 

Moulds 
Lab no.

Yeasts Actinomycetes 

< 2 8 3 - - - 0 4 1 0 0 2 0 0 0 1 0 2 1 0 2 0 0 0 1 2 0 0 1 0 <
> 0 0 2 - - - 0 1 2 0 0 1 0 0 0 1 0 2 1 0 0 0 0 0 1 2 1 0 2 1 >
Min 1 1 1 0 0 10 0 0 0 0 0 14 0 0 0 0 0 1 0 0 2 0 30 0 20 8 17 49 5 28 Min
Max 5 000 110 79 3 400 49 40 220 79 49 3 500 2 520 200 3 500 3 200 300 2 333 280 1 667 3 300 54 330 0 126 13 266 52 50 179 69 130 Max
Med 2 420 74 34 739 29 32 0 40 19 0 1 527 80 0 0 82 391 0 255 900 0 215 0 66 0 90 21 27 108 21 56 Med
m PT 2 422 70 34 - - - - 39 19 - 1 185 83 - - 79 464 - 262 886 - 197 - 69 - 93 21 27 107 22 58 m PT

Lower 269 29 14 0 0 10 0 14 7 0 1 19 0 0 1 29 0 24 401 0 14 0 18 0 22 10 14 31 8 23 Lower
Upper 6 730 130 62 3 400 49 40 0 77 39 0 5 416 194 0 0 374 1 426 0 755 1 561 0 591 0 153 0 214 36 45 227 43 109 Upper

N = number of reported results Min = lowest reported result Med = median value sPT = standard deviation < = low outlier Lower = lowest accepted value F+ = false positive
n = results without annotation Max = highest reported result mPT = assigned value uPT = measurement uncertainty > = high outlier Upper = highest accepted value F- = false negative
CV = coefficient of variation urel,mPT = relative standard uncertainty of mPT 

  False positive or false negative
  Outside the acceptance limits
  Results "larger than" are not evalutated
  The parameter is not evaluated
  The result is not evaluated
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Appendix 2. Z-scores of all participants

A B C A B C A B C A B C A B C A B C A B C A B C A B C A B C
1131-1 0.870 0.875 0.167 0 0.382 1.002 1.583 1.631 1.392 1.924 2.549 1.442 1131-1
1131-2 1131-2
1131-3 1131-3
1237-1 -1.078 -4.000 -2.068 0 -2.716 -0.012 0 0.005 -2.032 0.623 0.320 -2.095 -0.384 -2.472 1237-1
1237-2 -0.002 -0.026 -0.866 0 -0.760 -0.780 1237-2
1237-3 1237-3
1545-1 1.565 0.548 0.524 0 -0.358 1.313 0 0.329 3.114 0 0 1.511 0 1.014 0.351 0 0.473 0 0.354 0 0.867 1.038 1.045 0.511 0.762 -0.089 1545-1
1545-2 1.354 2.035 0.167 0 0.892 0.167 1545-2
1545-3 0 -0.457 -0.988 1545-3
1753-1 1.257 0.875 -0.079 0 0.974 0.679 0 -0.374 -0.422 0.151 0 -0.893 -1.019 0 0.473 0 -1.159 0 1.079 1.239 0.689 0.734 0.913 0.836 1753-1
1753-2 1753-2
1753-3 1753-3
1868-1 0.632 0.092 0.866 0 0.204 1.002 0 -0.865 1.142 0 0.395 0 0.094 -0.033 -0.661 0.043 -0.209 0.050 1868-1
1868-2 1.025 0.768 1.088 0 0.641 1.159 1868-2
1868-3 1868-3
1966-1 1.191 0.929 -0.333 1.136 -0.579 1.208 0.363 0.792 0.549 -0.494 0.013 2.147 0.535 -0.986 0.506 -0.080 -0.747 -1.056 1966-1
1966-2 0.535 0.092 1.411 0.382 0.679 1966-2
1966-3 -0.075 -0.579 0.288 -1.415 -0.012 1966-3
1970-1 0.338 0.208 0.167 0 0.204 -0.780 0 -2.383 -0.033 0 0 0.053 -0.475 0 0.600 -0.135 0 0.332 -0.252 1.822 -0.869 1970-1
1970-2 1970-2
1970-3 1970-3
2000-1 0.323 0.045 0 -0.166 -0.196 0 -0.587 0.190 -0.869 2000-1
2000-2 2000-2
2000-3 2000-3
2317-1 -1.203 -2.547 -2.766 0 -0.457 -0.780 0 0.016 -2.939 0 -1.293 -0.384 -0.497 -0.661 2317-1
2317-2 -0.958 -3.680 -2.583 0 -1.079 -0.196 0 0.329 -3.321 0 -1.470 -0.656 0.190 -1.299 2317-2
2317-3 -1.078 -3.083 -2.583 0 -0.760 -0.385 0 0.177 -3.085 0 -1.361 -0.518 -0.033 -0.869 2317-3
2637-1 1.495 -0.516 -2.068 0 0.204 -0.988 0 0.427 -0.422 0.786 0.409 0.131 2637-1
2637-2 1.633 -1.314 1.620 0 -0.657 2.041 0 0.329 -0.686 1.053 0.409 -0.661 2637-2
2637-3 2637-3
2745-1 -1.332 -2.720 -0.595 0 -2.716 -0.012 -0.622 -1.241 -1.082 -1.122 -0.384 -0.159 2745-1
2745-2 2745-2
2745-3 2745-3
2794-1 2794-1
2794-2 2794-2
2794-3 2794-3
3031-1 0.072 -0.516 -0.333 0 0.021 0.342 0 -1.723 0 0 -0.730 -0.285 -0.738 -0.661 3031-1
3031-2 -0.002 -0.871 0.776 0 -0.586 0.273 3031-2
3031-3 3031-3
3076-1 -1.030 1.087 -0.866 -0.417 -0.986 -0.257 -0.561 0.609 0.836 3076-1
3076-2 3076-2
3076-3 3076-3
3162-1 0.717 0.208 -0.729 0 0.726 0.513 0 -0.824 2.191 0.151 0 0.671 0.072 0 0.135 0 -0.306 0 1.027 -0.262 -1.082 0.651 -0.384 -0.159 3162-1
3162-2 3162-2
3162-3 3162-3
3305-1 0.986 1.597 0.045 0 1.216 -0.196 0 0.956 -0.609 0 0 -0.214 1.864 0 1.398 0.572 0 1.042 0 1.882 0 1.053 -0.738 1.893 3305-1
3305-2 0.831 -0.026 0.524 0 0.892 -1.203 3305-2
3305-3 3305-3
3515-1 -0.092 0.190 1.045 -0.528 -0.038 -1.724 3515-1
3515-2 3515-2
3515-3 3515-3
3587-1 -0.552 0.190 -1.299 3587-1
3587-2 3587-2
3587-3 3587-3
3730-1 -0.514 1.087 0.167 2.692 -0.497 0.320 3730-1
3730-2 3730-2
3730-3 3730-3
4015-1 1.283 0.208 0.045 0 -0.261 -0.196 0 0.382 0.363 -0.495 0 -1.052 -1.159 0 0.417 0 0.679 0 1.209 -0.986 -0.061 0.869 -0.747 0.386 4015-1

Clostridium perfringens Moulds Yeasts Actinomycetes 
Culturable 

microorganisms 
22 °C, 3 days (cfu/ml)

Slow-growing bacteria 
(cfu/ml)Lab no.

Coliform bacteria 
Susp. thermotol. 

coliform bact. 
E. coli 

Presumptive
C. perfringens Lab no.
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Appendix 2. Z-scores of all participants

A B C A B C A B C A B C A B C A B C A B C A B C A B C A B C

Clostridium perfringens Moulds Yeasts Actinomycetes 
Culturable 

microorganisms 
22 °C, 3 days (cfu/ml)

Slow-growing bacteria 
(cfu/ml)Lab no.

Coliform bacteria 
Susp. thermotol. 

coliform bact. 
E. coli 

Presumptive
C. perfringens Lab no.

4015-2 4015-2
4015-3 4015-3
4339-1 1.354 0.658 -0.463 0 2.189 -2.161 0 0 0.323 -2.191 0 -0.097 0.425 0 0.788 0 1.251 0 -0.982 1.239 0.506 -1.790 -0.936 0.517 4339-1
4339-2 0.072 -0.146 -0.463 0 -0.072 -0.012 4339-2
4339-3 4339-3
4343-1 0.571 -0.971 2.607 0 -0.760 1.900 0 -0.571 -0.549 0 -0.741 0.119 0 -0.124 0 -0.842 0 0.478 -0.033 -0.061 0.163 0.129 0.253 4343-1
4343-2 4343-2
4343-3 4343-3
4356-1 0.424 -1.038 -0.595 0 -0.780 0 0 -1.636 -1.291 2.732 0.131 4356-1
4356-2 -0.020 -0.391 0.288 0 -0.261 0.167 4356-2
4356-3 4356-3
4418-1 1.136 0.323 -2.407 0 0.556 -0.579 -2.171 -4.000 4.000 -3.075 1.079 0.832 2.686 -0.495 -0.936 4418-1
4418-2 -0.842 0.492 -2.407 3.071 -1.660 -2.180 4418-2
4418-3 4418-3
4723-1 -0.425 0.603 0.045 0 1.056 0.167 0 -0.609 -0.640 0 0.636 -0.705 0 -0.459 0 1.251 0.813 -1.241 -0.257 0.482 -0.936 -0.373 4723-1
4723-2 4723-2
4723-3 4723-3
4889-1 -0.730 0.092 -0.729 0 0.113 -1.203 0 0 0.191 -0.484 0.190 -0.061 4889-1
4889-2 0.752 -0.267 -0.866 0 -0.556 -1.427 4889-2
4889-3 4889-3
5120-1 -0.224 0.982 0.288 0 -0.358 0.167 0 0 0.037 -0.379 0 0.379 0.375 0.034 0 -0.543 0 -0.318 -0.497 -0.869 5120-1
5120-2 -0.514 -1.824 0.045 0 -2.024 -0.196 0 5120-2
5120-3 -1.608 -0.579 1.088 0 -0.261 0.513 5120-3
5200-1 -0.958 0.768 0.754 0 -1.897 4.000 -0.608 0 4.000 0.572 0 5200-1
5200-2 -0.730 2.082 3.068 0 0.892 4.000 4.000 -1.215 5200-2
5200-3 0.752 4.000 5200-3
5201-1 0.679 0.244 -0.033 -0.869 5201-1
5201-2 5201-2
5201-3 5201-3
5204-1 0.672 -0.026 1.088 0 1.450 1.159 0 -0.067 0.580 0 -0.139 -1.124 0 -0.935 0 0.354 0 -0.484 -3.671 -0.457 -0.462 -1.756 -0.520 5204-1
5204-2 -1.078 0.266 -0.205 0 0.810 -0.012 5204-2
5204-3 1.374 0.266 1.088 0 0.892 0.679 5204-3
5220-1 -0.994 -2.632 -0.333 0 -3.187 -0.988 0 0 2.421 -2.129 -0.497 0.131 5220-1
5220-2 -0.219 0.380 -0.205 0 0.113 -0.579 5220-2
5220-3 -1.467 1.243 1.088 0 0.382 3.466 5220-3
5447-1 -0.411 -3.274 -3.150 0 0.021 -1.234 3.730 3.976 5447-1
5447-2 -0.385 5447-2
5447-3 5447-3
5701-1 -1.467 1.939 2.321 0 1.373 1.159 -0.763 0.623 -0.457 5701-1
5701-2 5701-2
5701-3 5701-3
5858-1 -1.508 -1.385 0.045 0 -1.189 -0.780 0 1.036 2.431 0 0 1.194 -2.602 -0.986 -0.869 5858-1
5858-2 5858-2
5858-3 5858-3
5950-1 0 -0.400 0 -0.049 -0.209 -0.520 5950-1
5950-2 5950-2
5950-3 5950-3
6175-1 -0.026 1.825 0 0.810 0.513 0.620 1.239 -0.661 6175-1
6175-2 6175-2
6175-3 6175-3
6176-1 -4.000 -4.000 -4.000 0 -4.000 -4.000 -3.200 0 -4.000 -4.000 -3.672 -1.537 -3.671 -1.751 -0.209 -2.472 6176-1
6176-2 -2.331 6176-2
6176-3 6176-3
6182-1 0.857 0.768 0.406 0 1.216 0.679 0 1.419 1.767 0 0.172 1.350 0 1.067 0 0.679 -0.220 0.190 -0.661 -0.595 0.129 0.253 6182-1
6182-2 6182-2
6182-3 6182-3
6233-1 0.338 -0.643 -0.205 0 0.293 -1.904 0.563 -0.262 -2.227 6233-1
6233-2 -0.636 -1.385 -1.592 0 -0.166 -1.904 6233-2
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Appendix 2. Z-scores of all participants

A B C A B C A B C A B C A B C A B C A B C A B C A B C A B C

Clostridium perfringens Moulds Yeasts Actinomycetes 
Culturable 

microorganisms 
22 °C, 3 days (cfu/ml)

Slow-growing bacteria 
(cfu/ml)Lab no.

Coliform bacteria 
Susp. thermotol. 

coliform bact. 
E. coli 

Presumptive
C. perfringens Lab no.

6233-3 6233-3
6253-1 0.831 -0.708 -0.463 0 -0.072 -0.780 -0.092 -0.262 0.320 6253-1
6253-2 6253-2
6253-3 6253-3
6456-1 -0.680 -0.267 -0.866 0 -0.457 -0.196 0.535 -0.262 3.722 6456-1
6456-2 -1.078 0.033 -0.205 0 -0.261 0.679 6456-2
6456-3 6456-3
6686-1 -1.024 -3.064 0.094 0 -1.178 0.290 0 0.427 2.431 -3.092 -0.738 0.131 6686-1
6686-2 -2.454 -3.897 -1.148 0 -2.289 0.167 6686-2
6686-3 6686-3
7248-1 -0.411 -0.579 -2.766 0 0.892 -1.904 0 0.788 0.201 0 -0.539 -2.212 0 -0.401 0 -1.440 0 -0.835 -0.738 -1.082 -1.310 2.917 -0.745 7248-1
7248-2 -0.115 -0.773 -0.205 0 0.113 -0.579 -0.890 7248-2
7248-3 0 -4.000 -1.904 7248-3
7442-1 0.063 -0.146 0.866 0 0.293 1.313 0 -0.933 1.114 0 0.055 0 0.731 -0.262 0.131 0.397 -0.563 0.710 7442-1
7442-2 1.047 0.208 0.167 0 -0.657 -0.012 7442-2
7442-3 7442-3
7688-1 -1.006 -0.453 -4.000 0 -0.457 -0.196 0 0.873 -0.571 0 0 -0.872 -1.180 0 -2.235 0 -2.543 0 -0.168 0 0.592 4.000 0.320 7688-1
7688-2 0.863 -0.026 0.406 7688-2
7688-3 7688-3
7728-1 -0.514 -0.453 0.288 0 -1.189 -0.196 -0.518 1.038 2.374 7728-1
7728-2 7728-2
7728-3 7728-3
7876-1 0.508 0.208 -0.333 0 0.293 -0.196 0 0.956 0.426 -0.018 0 -0.014 0.572 0 0.235 0 0.599 0 -1.412 0.190 -0.457 -1.962 -0.038 -0.594 7876-1
7876-2 0.508 0.033 -1.148 0 -0.358 -1.660 7876-2
7876-3 7876-3
7930-1 -0.115 -0.206 0.524 0 0.382 0.513 0 -0.640 0.551 0 0 0.323 0.909 0 1.080 -1.019 0 0.874 0.786 -1.241 -0.257 7930-1
7930-2 -0.411 1.346 -0.205 0 0.204 -0.196 7930-2
7930-3 7930-3
7962-1 -0.310 0.323 0.754 0 0.113 2.180 -0.252 -0.033 2.216 7962-1
7962-2 -0.020 1.139 -0.463 0 0.293 0.342 7962-2
7962-3 0 -1.773 2.844 7962-3
7968-1 -2.915 -1.175 0.754 0 -0.657 -0.012 0 0 0.848 0 0.148 -0.109 0 0.874 -0.692 1.822 -0.061 7968-1
7968-2 -1.396 -0.971 0.045 0 -0.760 -0.780 7968-2
7968-3 7968-3
8165-1 1.965 -0.329 0.639 0 -1.301 0.843 8165-1
8165-2 0.338 -0.773 0.639 0 -0.760 -0.012 8165-2
8165-3 8165-3
8260-1 -0.879 -0.643 0.288 0 -0.457 0.167 0 0.657 -0.313 0.507 0.409 1.045 0.163 0.292 0.836 8260-1
8260-2 8260-2
8260-3 8260-3
8329-1 0.917 0.492 0.754 0 1.056 1.002 0 0.873 -0.313 -0.403 0 -0.312 -0.348 0 -1.480 1.386 0.409 -0.661 0.950 0.129 -0.373 8329-1
8329-2 8329-2
8329-3 8329-3
8380-1 -0.360 -0.146 -0.333 0 -0.457 -0.196 -1.291 -0.986 -0.061 8380-1
8380-2 -0.462 0.380 0.406 0 -0.457 0.843 8380-2
8380-3 8380-3
8435-1 -0.514 0.768 0.045 0 0.113 -1.203 -2.204 0 0 0.623 -0.908 -2.059 -0.257 8435-1
8435-2 8435-2
8435-3 8435-3
8569-1 0.171 0.875 0.288 0 0.469 0.513 0 -1.346 0.135 1.870 -0.262 2.531 1.414 -0.563 1.083 8569-1
8569-2 -0.011 0.822 -0.463 0 0.892 -0.012 0 -1.397 0.168 8569-2
8569-3 -0.028 0.323 -0.729 0 0.641 -0.196 0 8569-3
8626-1 -3.989 -0.329 -0.205 0 2.118 -0.092 -0.497 1.220 8626-1
8626-2 8626-2
8626-3 8626-3
8628-1 -0.620 0.713 1.926 0 0.810 1.757 0 0 0.176 2.935 0 0.880 1.937 0 -2.489 1.000 1.038 0.868 0.842 0.762 0.186 8628-1
8628-2 0 0.513 8628-2
8628-3 8628-3
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Appendix 2. Z-scores of all participants

A B C A B C A B C A B C A B C A B C A B C A B C A B C A B C

Clostridium perfringens Moulds Yeasts Actinomycetes 
Culturable 

microorganisms 
22 °C, 3 days (cfu/ml)

Slow-growing bacteria 
(cfu/ml)Lab no.

Coliform bacteria 
Susp. thermotol. 

coliform bact. 
E. coli 

Presumptive
C. perfringens Lab no.

8663-1 0.072 0.033 1.088 0 2.538 -1.203 0 -1.402 -0.102 0 0 0.021 0.786 1.038 -0.457 8663-1
8663-2 -0.020 -0.579 -1.293 0 0.556 -0.579 8663-2
8663-3 0.424 1.139 -0.205 0 0.892 -0.385 8663-3
8742-1 -1.332 -0.708 -0.595 0 -0.657 -0.196 -1.845 -0.033 -0.257 8742-1
8742-2 8742-2
8742-3 8742-3
8751-1 1.326 1.035 1.304 0 -1.773 1.002 -0.318 0.409 -0.061 -0.662 -3.924 1.730 8751-1
8751-2 -0.192 0.208 -0.866 0 -0.261 -0.780 8751-2
8751-3 8751-3
8766-1 -1.180 0.603 0.288 0 0.469 0.679 0 0.725 -0.102 0.508 0 1.014 -0.654 0 -0.060 0 0.098 0 0.592 3.247 0.868 0.073 -1.131 0.186 8766-1
8766-2 0.432 0.658 1.411 0 -0.988 8766-2
8766-3 0 -0.457 1.900 8766-3
8829-1 -0.689 -3.373 -1.747 0 -1.415 1.183 -0.738 -0.661 -0.300 4.000 1.899 8829-1
8829-2 8829-2
8829-3 8829-3
8862-1 1.677 0.982 -0.463 0 1.753 -1.427 0 0.613 -0.422 0 0 -0.128 -0.328 0 0.084 0.703 0 0.874 0 -0.352 0 1.000 -1.777 -0.257 0.623 -1.332 -0.159 8862-1
8862-2 0.752 0.033 -0.079 0 0.021 -0.385 8862-2
8862-3 8862-3
8955-1 0.424 1.397 1.411 0 0.726 2.180 0 0 0.053 0.803 0 -0.181 2.761 0 0.034 0 -0.123 0 0.094 -1.241 1.392 0.103 -0.384 -0.594 8955-1
8955-2 0.591 -2.898 0.288 0 -4.000 0.513 8955-2
8955-3 2.082 1.825 0.974 1.757 8955-3
9034-1 -0.451 0.832 1.220 9034-1
9034-2 9034-2
9034-3 9034-3
9408-1 -0.730 -2.808 -1.006 0 -0.760 -0.579 0 -0.890 -0.102 0.244 1.038 -0.257 9408-1
9408-2 0.721 0.208 0.045 0 -0.261 0.843 -0.384 -0.497 0.131 9408-2
9408-3 1.708 0.713 0.524 0 1.450 -0.012 3.989 -0.033 -1.522 9408-3
9436-1 -0.457 1.295 1.516 0 0.726 0.679 0 0.702 0.299 -0.500 0 -0.624 0.255 0 1.034 0 -0.123 0 0.032 -0.986 0.131 1.339 1.207 -0.159 9436-1
9436-2 0.338 1.035 -0.333 0 0.641 -0.579 9436-2
9436-3 0 -1.651 -0.012 9436-3
9512-1 0 -1.042 0.903 0 1.208 -0.728 -0.494 -1.523 9512-1
9512-2 9512-2
9512-3 9512-3
9524-1 -0.020 -0.146 -0.463 0 0.113 -0.385 0 0 0.725 -0.318 -0.986 -0.457 9524-1
9524-2 0.062 0.266 0.524 0 1.056 0.513 9524-2
9524-3 9524-3
9736-1 0.556 -0.146 -1.148 0 0.726 -1.904 0 0.396 0.853 -0.328 0 -0.312 0.215 0 0.857 0 -0.259 0 -0.417 1.239 0.320 -0.765 0.913 -0.159 9736-1
9736-2 0.117 0.266 0.866 0 -0.457 1.757 9736-2
9736-3 9736-3
9857-1 0.107 0.982 0.167 0 0.892 0.167 0.731 -0.033 1.728 0.788 -0.209 -1.299 9857-1
9857-2 9857-2
9857-3 9857-3
9899-1 0.902 1.035 -0.866 0 1.056 -0.780 0 0.455 -0.764 -0.427 0 -0.549 0.072 0 -0.714 0 -1.557 0 0.478 0.190 0.506 1.637 0.292 -0.019 9899-1
9899-2 0.542 -0.453 0.524 0 0.293 0.679 9899-2
9899-3 9899-3
9903-1 0.561 0.492 0.045 0 -0.166 -0.988 0 0.444 -0.924 0.333 0 -0.624 -0.067 0 -0.578 0 -2.061 0 -0.061 1.239 2.216 -0.495 1.207 0.898 9903-1
9903-2 9903-2
9903-3 9903-3

PT   |z| ≥ 3,0 ("Unacceptable" or "Action")
  2,0 < |z| < 3,0 ("Warning")
  The parameter is not evaluated
  The result is not evaluated
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Internal and external quality control for microbiological analyses 
of food and drinking water 
All analytical activities require a high standard of work and accurate documentation. To ensure this, 
most laboratories implement internal quality assurance procedures. However, their analytical 
performance must also be evaluated by an independent party. Such external quality control of laboratory 
competence is commonly required by accreditation bodies and can be achieved through participation in 
proficiency testing (PT). 

In a proficiency test, identical test materials are analysed by multiple laboratories using their routine 
methods. The organiser evaluates the results and compiles them into a report. 

The Swedish Food Agency’s PT program offers 
• External and independent evaluation of laboratory analytical competence

• Improved understanding of analytical methods for different types of microorganisms

• Access to expert support

• A tool for inspections related to accreditation

For more information, please visit: www.livsmedelsverket.se/en/PT-micro 

The Swedish Food Agency’s certified reference materials 
As a complement to proficiency testing, the Swedish Food Agency also produces a range of certified 
reference materials (CRM) for internal quality control in microbiological analyses of food and drinking 
water, including pathogens. 

For more information, please visit: www.livsmedelsverket.se/en/RM-micro 

https://www.livsmedelsverket.se/en/PT-micro
https://www.livsmedelsverket.se/en/RM-micro
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